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INTRODUCTION 

This  research  project  involved  the  analysis  of  an  existing  clinical  set  (~150  patients)  of  frequency- 
domain  optical  mammograms  to  assess  the  performance  of  this  approach  to  breast  cancer  detection. 
The  analysis  of  the  breast  images  is  complemented  by  theoretical  and  experimental  studies  to 
characterize  the  proposed  algorithms  of  image  processing.  The  objective  of  this  research  is  to 
maximize  the  clinical  information  content  of  the  optical  images  collected  with  the  current 
instrument  design,  and  to  guide  the  design  of  new  optical  instrumentation  for  breast  cancer 
detection. 


BODY 

Approved  statement  of  work 

The  approved  statement  of  work  for  this  project  is  the  following: 

Task  1. 

Compute  and  analyze  the  edge-corrected  optical  mammograms  for  all  150  patients  (Months  1-18) 

a.  Install  the  optical  mammography  software  for  the  SUN  workstation; 

b.  Build  the  edge-effect-corrected  images  (iV-images)  from  the  amplitude  and  phase  images; 

c.  Carry  out  a  comparison  between  the  N-images  and  the  tumor  diagnosis  for  each  patient; 

d.  Analyze  the  wavelength  dependence  of  the  N  parameter  and  the  ac  amplitude  for  different 
kinds  of  tumors; 

e.  Collect  a  printed  summary  of  all  the  2,400  N-images  (150  patients,  2  breasts,  2 
projections,  4  wavelengths)  and  the  spectral  features  of  all  the  tumors. 


Task  2. 

Perform  the  optical  measurements  on  breast-like  phantoms  (Months  19-24) 

a.  Prepare  the  breast-like  phantoms  (optical  inhomogeneities  +  strongly  scattering 
background); 

b.  Collect  and  analyze  the  optical  data; 

c.  Repeat  the  experiment  for  a  variety  of  sizes,  shapes,  optical  contrasts,  and  inhomogeneous 
backgrounds. 


Task  3. 

Apply  the  method  for  the  quantification  of  the  tumor  optical  properties  and  construct  the  spectral 
chart  for  benign  and  malignant  tumors  (Months  25-36) 

a.  Find  the  optical  properties,  and  the  hemoglobin-related  parameters  of  the  tumors; 

b.  Build  charts  of  benign  and  malignant  regions  in  the  plane  at  four  wavelengths; 

c.  Determine  whether  malignant  tumors  show  a  specifie  spectral  signature. 

The  first  Grant  period  (year  01)  was  devoted  to  Task  1,  and  the  results  obtained  were  reported  in  the 
first  year  annual  report.  The  second  Grant  period  (year  02)  was  devoted  to  an  extension  of  Tasks  lb 
and  Id,  and  to  Task  2.  Results  of  the  second  Grant  period  were  reported  in  the  second  aimual 
report.  During  year  03,  we  have  completed  the  work  initiated  in  years  01  and  02  (mostly  pertaining 
to  Task  le),  and  we  have  performed  Task  3.  On  the  basis  of  the  results  of  years  01  and  02,  Tasks  3a 
and  3b  were  focused  on  the  hemoglobin  oxygenation  of  tumors  rather  than  on  their  optical 
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properties  and  p/).  By  computing  an  “oxygenation  index”  on  the  basis  of  spectral  optical  data, 
we  were  able  to  increase  the  area  under  the  ROC  curve  based  on  single-wavelength  optical 
mammograms  (Task  3c). 

Task  l.e. 

During  year  01,  we  have  obtained  the  so-called  N-images  for  the  whole  dataset  of  optical 
mammograms.  We  briefly  recall  that  the  N-images  are  the  result  of  an  algorithm  of  image 
processing  previously  developed  by  us  to  minimize  the  effect  of  the  breast  thickness  variability  on 
the  optical  mammograms.  The  resulting  images  display  a  dimensionless  parameter  (called  N)  that 
is  indicative  of  the  optical  density  of  the  breast.  We  have  found  that  N-images  enhance  the  tumor 
detectability  with  respect  to  amplitude  or  phase  images  (i.e.  with  respect  to  images  obtained  from 
the  raw  optical  data).  After  having  examined  the  results  for  the  whole  dataset,  we  have  found  that 
all  of  the  outstanding  image  regions  associated  with  cancer,  benign  tumors,  and  blood  vessels  are 
characterized  by  an  increased  value  of  N.  Such  an  increased  value  (peak)  is  always  associated  with 
a  negative  second  spatial  derivative.  On  the  contrary,  we  have  observed  that  areas  that  introduce 
edge  effects  (i.e.  the  artifacts  associated  with  the  breast  thickness  reduction  by  the  edge  of  the  breast 
image)  are  usually  associated  with  a  positive  second  spatial  derivative  of  N. 

As  a  result  of  the  above  findings,  during  year  02,  we  have  started  developing  a  new  scheme 
of  image  processing  based  on  the  second  derivative  of  N.  This  image  processing  approach  consists 
of  the  following  steps: 

I)  Smooth  the  original  N  image  by  a  low-pass  spatial  filter; 

II)  Calculate  the  average  of  the  second  spatial  derivative  along  eight  directions  through 
each  image  pixel  (N”); 

III)  Set  all  of  the  image  pixels  corresponding  to  a  positive  value  of  N”  to  white; 

IV)  Set  all  of  the  pixels  out  of  the  breast  to  black; 

V)  Display  the  image  pixels  with  N”<0  using  a  gray  scale  palette  where  white  corresponds 
to  N”=0  and  black  corresponds  to  the  maximum  value  of  N”. 

This  algorithm  of  data  processing  keeps  all  of  the  strengths  of  the  N-imaging  and  further  improves 
on  the  quality  of  the  image  display.  During  year  03,  we  have  taken  full  advantage  of  this  new  image 
processing  scheme  in  two  ways:  (1)  We  have  applied  it  to  all  of  the  clinical  data  to  compile  second- 
derivative  images  of  the  whole  clinical  data  set;  (2)  We  have  used  these  images  to  identify  a  subset 
of  pixels  of  interest  (those  with  a  negative  second  derivative)  for  which  we  have  applied  the  spectral 
analysis  of  Task  Id  to  compute  a  spatially-resolved  oxygenation  index.  As  a  result,  we  obtained 
two  new  sets  of  optical  images,  namely  second-derivative  images  and  oxygenation  images.  The 
complete  set  of  these  images,  as  well  as  the  complete  set  of  the  N-images  obtained  during  year  01 
as  part  of  Task  lb,  is  included  in  a  CD-ROM  that  is  part  of  the  Appendix.  The  Appendix  also 
contains  a  color-coded  list  of  the  classification  for  all  patient  numbers.  A  complete  hardcopy  set  of 
printed  images  is  available  upon  request  (we  opted  not  to  include  a  hard  copy  of  all  the  images  with 
this  final  report  because  it  consists  of  two  large  binders  containing  several  hundreds  pages  each). 

Tasks. 

During  year  03,  we  have  studied  the  most  effective  way  to  combine  the  4- wavelength  optical 
mammograms  to  obtain  information  on  the  hemoglobin  saturation  of  detected  breast  lesions.  After 
a  number  of  tests,  we  have  chosen  to  proceed  according  to  the  following  two-step  procedure: 

1)  Identify  regions  of  interest  as  those  with  a  negative  second  derivative  in  the  N”  images; 
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1)  Identify  regions  of  interest  as  those  with  a  negative  second  derivative  in  the  N”  images; 

2)  For  each  pixel  in  these  regions  of  interest,  calculate  an  oxygenation  index  using  the  N  values 
at  the  four  wavelengths  (690, 756, 788, 856  nm). 


N  (690  nm)  2^  derivative  (690  nm)  Oxygenation  index 


Fig.  1.  Representative  N-images,  N”  images,  and  oxygenation  index  images  of  a  cancerous  breast  in  craniocaudal  view 
(top  images)  and  oblique  view  (bottom  images).  The  cancer  location  (invasive  ductal  carcinoma),  known  from  x-ray 
mammography,  is  indicated  by  the  arrow.  This  patient  (#215)  is  53  years  old. 


During  year  02,  we  used  the  second-derivative  of  N  to  calculate  the  oxygenation  index,  but  we 
found  N  (rather  than  its  second  derivative)  to  be  a  better  choice  in  order  to  extend  the  calculation  of 
the  oxygenation  index  beyond  the  pixel  corresponding  to  the  peak  value  of  N.  We  stress  that  the 
new  spectral  method  developed  during  year  02  for  quantitative  tissue  oximetry,  which  requires  data 
over  a  broad  continuous  spectral  band,  carmot  be  used  on  our  clinical  images  that  contain  data  at 
only  four  wavelengths.  Therefore,  we  have  calculated  the  oxygenation  index  (01)  at  each  pixel  of 
the  regions  of  interest  by  fitting  the  N  values  at  the  four  wavelengths  Xt  with  a  linear  combination  of 
the  extinction  spectra  of  oxy-hemoglobin  and  deoxy-hemoglobin.  The  analytical  expression  for  the 
oxygenation  index  is  the  following: 


^N(Xi)sa,02i^i) 

A  i  y 

-  ^^(^i)eHb(^*)  gHb02 (h )gHb (h ) 
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y 
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.  i 
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where  i  is  the  wavelength  index  (ranging  from  1  to  4),  while  e^b  and  8Hb02  the  molar  extinction 
coefficients  of  deoxy-hemoglobin  and  oxy-hemoglobin,  respectively.  An  example  of  an 
oxygenation  index  (01)  image  is  shown  in  Fig.  1,  where  the  false  colors  indicate  the  level  of 
oxygenation.  In  the  example  of  Fig.  1,  it  can  be  seen  that  the  cancer  location  (known  from  x-ray 
mammography)  correspond  to  lower  values  of  the  oxygenation  index,  i.e.  blue  color  in  the  top  panel 
(craniocaudal  view)  and  green-blue  color  in  the  bottom  panel  (oblique  view).  We  have  used  the 
second-derivative  (N”)  images  in  combination  with  the  oxygenation  index  (01)  images  to  build  an 
ROC  curve  to  be  compared  with  the  ROC  curve  based  solely  on  N  images  that  we  obtained  during 
year  01.  The  new  ROC  curve  for  the  N”  &  01  images  was  developed  by  assigning  a  score  of  3,  2, 
1,  or  0  to  lesions  detected  in  the  N”  and  01  images.  Specifically,  the  criteria  for  scoring  were  the 
following. 

Score  3:  A  score  of  3  was  given  to  areas  that  had  high  contrast  in  the  N”  image  and  a  low  01  value 
relative  to  other  areas  in  the  image. 

Score  2;  A  score  of  2  was  given  to  (a)  areas  that  had  high  contrast  in  the  N’  ’  image  and  an  01  value 
that  was  not  the  lowest  in  the  image;  (b)  areas  that  had  lower  contrast  in  the  N”  image  but  that  had 
the  lowest  01  value  in  the  image. 

Score  1;  A  score  of  1  was  given  to  (a)  areas  with  a  low  01  value  that  appeared  symmetrically  in  the 
N”  images  of  the  right  and  left  breasts  regardless  of  their  contrast;  (b)  areas  that  showed  low 
contrast  in  the  N”  image  but  showed  the  lowest  01  value  in  the  image;  (c)  areas  with  high  contrast 
in  the  N”  image  and  high  01  values. 

Score  0:  A  value  of  0  was  given  to  (a)  spatially  extended  areas  of  low  contrast  in  the  N”  image 
with  high  01  values;  (b)  thread-like  structures  in  the  N”  image  with  high  01  value. 

When  a  breast  lesion  appeared  in  both  breast  views,  we  averaged  the  scores  assigned  to  the 
individual  breast  views  (craniocaudal  and  oblique). 

The  new  ROC  curve  was  obtained  by  setting  threshold  values  of  2.5,  2,  1.5,  and  1  to  the  score  of 
positive  lesions.  The  sensitivity  and  specificity  corresponding  to  these  four  threshold  values  are 
given  in  Table  I. 

Table  I.  Sensitivity  arid  specificity  for  the  four  threshold  values  applied  to  the 
scoring  based  on  N”  and  oxygenation  images. 


Threshold 

Sensitivity 

Specificity 

2.5 

20% 

97% 

2.0 

41% 

94% 

1.5 

72% 

80% 

1.0 

86% 

63% 
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The  new  ROC  curve  extrapolated  from  the  four  points  corresponding  to  the  four  threshold  values  is 
shown  in  Fig.  2,  where  it  is  compared  with  the  ROC  curve  based  on  N-images  that  was  reported  in 
the  first  annual  report.  The  improvement  obtained  with  the  new  ROC  curve  is  apparent.  The 
reviewer  of  our  first  annual  report  suggested  that  more  than  one  examiner  scored  the  optical 
mammograms.  We  agree  that  this  is  important,  and  we  are  now  performing  this  multi-examiner 
process.  We  intend  to  confirm  the  findings  reported  in  Fig.  2  and  quantify  the  deviations  between 
ROC  curves  obtained  by  different  examiners.  These  results  will  be  reported  in  a  scientific 
publication  that  is  currently  in  preparation  and  that  will  summarize  the  key  results  of  this  three-year 
project.  Such  key  results  are  briefly  summarized  in  the  Conclusion  section. 

ROC  curves 


■  N"  &  01  images 
♦  N  images 


0  0.2  0.4  0.6  0.8  1 

1 -Specificity 

Fig.  2.  ROC  curve  based  on  N”  &  01  images  (squares)  obtained  during  year  03,  and  ROC  curve  based  on  N-images 
(diamonds)  obtained  during  year  01. 


Additional  research 

In  year  03,  the  PI  has  published  a  manuscript  [Phys.  Med.  Biol.  47,  N249  (2002)]  that  reports  a 
hemodynamic  model  to  guide  the  physiological  interpretation  of  near-infrared  spectroscopy  data. 
This  model  has  wide  applicability  and  can  also  be  used  to  help  interpret  the  data  collected  with 
optical  mammography. 
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KEY  RESEARCH  ACCOMPLISHMENTS 


YEAR  01: 

•  Implemented  modifications  to  the  software  for  the  computation  of  N-images  and  for  the 
computation  of  the  tumor  contrast  for  each  optical  mammogram. 

•  Computation  of  the  N-images  for  the  whole  data  set  of  ~150  patients. 

•  Determination  of  the  ROC  diagram  based  on  one- wavelength  N  images  for  the  131  patients 
with  complete  pathology  report. 

•  Development  of  a  perturbation  approach  for  the  spectral  analysis  of  the  optically  detected 
breast  lesions. 

•  Determination  of  the  effectiveness  of  the  spectral  perturbation  approach  to  discriminating 
benign  and  malignant  breast  lesions  on  a  subset  of  19  patients. 

YEAR  02: 

•  Development  of  a  new  scheme  of  image  processing  based  on  the  second  spatial  derivative  of 
the  N  images. 

•  Computation  of  a  tumor  oxygenation  index  (01)  based  on  the  spectral  dependence  of  the 
second  derivative  of  N  at  the  tumor. 

•  Combination  of  the  above  two  points  into  a  composite  false-color  breast  image  containing 
structural  information  (from  the  second  derivative  of  N)  and  functional  information  (01). 

•  Development  of  a  new  method  to  measure  the  tumor  oxygenation  from  an  appropriate 
choice  of  a  wavelength  pair  that  depends  on  the  tumor  oxygenation. 

•  Theoretical  tests  of  the  new  method  using  the  analytical  solution  for  a  spherical  inclusion 
(tumor)  embedded  in  a  turbid  medium  (breast  tissue). 

•  Experimental  tests  of  the  new  method  on  breast-simulating  turbid  media. 

YEAR  03: 

•  Application  of  the  second-derivative  image-processing  scheme  to  the  whole  clinical  data  set 
of  optical  mammograms. 

•  Generation  of  tumor  oxygenation  index  (01)  images  by  computing  the  value  of  01  at  pixels 
identified  as  regions  of  interest  by  the  second-derivative  images. 

•  Generation  of  an  ROC  curve  based  on  the  combination  of  second-derivative  images  and 
oxygenation  index  images. 
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CONCLUSIONS 


We  have  performed  the  proposed  analysis  of  frequency-domain  optical  mammograms  for  a  clinical 
population  of  about  150  patients.  This  analysis  has  led  to  the  compilation  of  edge-effect-corrected 
images  (N-images),  second-derivative  images  (N”-images),  and  oxygenation  index  images  (01 
images).  The  ROC  curve  obtained  from  the  combination  of  N”  and  01  images  is  significantly 
improved  with  respect  to  the  ROC  curve  obtained  from  N-images  (see  Fig.  2).  This  result  indicate 
that  multi-wavelength  data  can  significantly  improve  the  clinical  effectiveness  of  optical 
mammography.  To  further  exploit  the  spectral  information  available  with  optical  mammography, 
we  have  developed  a  novel  approach  to  the  oximetry  of  breast  lesions,  which  requires  broad  band 
spectral  imaging. 

The  relevance  of  our  results  is  twofold:  (1)  they  show  that  optical  mammography  can  be  a 
useful  imaging  modality  to  help  detect  breast  cancer,  and  (2)  they  pose  the  basis  for  further 
developments  in  optical  mammography.  In  particular,  we  found  the  instrumental  design  based  on  a 
parallel  plate  geometry  and  slight  breast  compression  to  be  a  robust,  reliable,  and  reproducible 
approach,  which  we  will  continue  to  employ.  Furthermore,  our  4-wavelength  results  (01  images) 
indicate  the  importance  of  using  spectral  information,  and  the  novel  oximetry  approach  developed 
as  part  of  this  project  is  a  specific  new  idea  that  points  to  new  directions  in  instrument  design. 
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APPENDIX 

The  appendix  contains: 

1)  A  CD-ROM  with  all  the  images  compiled  as  part  of  this  project,  namely  N-images,  N”-images, 
and  oxygenation  index  (01)  images. 

2)  A  color-coded  list  of  all  patient  numbers  and  the  corresponding  diagnostic  information  provided 
by  our  clinical  collaborators  in  Germany. 

3)  A  copy  of  the  articles  published  during  year  03  of  this  project.  These  are  manuscripts  numbers  1, 
2, 3, 4,  and  5  listed  in  the  “Reportable  Outcomes”  section. 
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Abstract 

We  present  an  image  processing  method  that  enhances  the  detection  of  regions  of  higher 
absorbance  in  optical  mammograms.  At  the  heart  of  this  method  lies  a  second-derivative 
operator,  which  is  commonly  employed  in  edge-detection  algorithms.  The  resulting  images 
possess  a  high  contrast,  an  automatic  display  scale,  and  a  greater  sensitivity  to  smaller  departures 
from  the  local  background  absorbance.  Moreover,  the  images  are  free  of  artifacts  near  the  breast 
edge.  This  second-derivative  method  enhances  the  display  of  structural  information  in  optical 
mammograms,  and  may  be  used  to  robustly  select  areas  of  interest  to  be  further  analyzed 
spectrally  to  determine  the  oxygenation  level  of  breast  lesions. 

Keywords:  Optical  mammography,  breast  cancer,  photon  migration,  digital  image  processing 

1.  Introduction 

Optical  mammography  is  a  technique  that  employs  near-infrared  light  in  the  wavelength 
range  of  630-1000  nm  to  image  the  human  breast.  In  this  wavelength  range,  the  main  source  of 
image  contrast  is  the  absorption  of  hemoglobin.  Angiogenesis,  or  increased  blood  vessel 
formation,  and  other  hemodynamic  and  oxygenation  changes  are  often  associated  with  the 
presence  of  breast  tumors.'  These  changes  typically  produce  a  local  increase  in  the  optical 
absorption  that  allows  near-infrared  methods  to  detect  the  presence  of  breast  tumors.  Our  goal  is 
to  find  a  way  of  enhancing  the  detection  of  those  areas  in  the  breast  image  that  exhibit  a  local 
maximum  in  absorption  and  might  therefore  correspond  to  the  location  of  tumors.  We  show  that 
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a  robust  way  of  accomplishing  this  is  by  employing  the  spatial  second  derivative,  an  operator 
commonly  used  in  edge-detection  algorithms.^ 


2.  Background 

We  have  previously  reported  “edge-corrected”  optical  mammograms,  that  we  call  iV-images, 
which  enhance  the  image  contrast  and  detectability  of  breast  tumors  in  transillumination  images.^ 
An  7V-image  is  constructed  from  raw  phase  and  amplitude  data  acquired  by  a  frequency-domain 
instrument  that  operates  in  a  planar  projection  geometry.  Examples  of  frequency-domain 
instruments  operating  in  this  geometry  are  the  research  prototypes  previously  developed  by 
Zeiss'*’^  and  Siemens.®  Figure  1  shows  a  schematic  diagram  of  the  Siemens  prototype,  whose 
technical  specifications  have  been  reported  elsewhere.  The  need  for  an  edge  correction  is  due 
primarily  to  the  variable  thickness  of  the  breast  between  the  two  glass  plates  that  slightly 
compress  it.  The  A-parameter  is  defined  as: 


N{x,y)  =  - 


r^ac^ 


(1) 


r(x,y)ac{x,y)  ’ 

where  ro  is  the  separation  of  the  plates,  aco  is  the  amplitude  of  the  intensity  modulated  signal  at  a 
pixel  where  the  breast  thickness  is  ro,  ac{x,y)  is  the  amplitude  measured  at  pixel  (x,y),  and  r{x,y) 
is  the  breast  thickness  at  that  pixel  derived  from  the  phase  information  available  in  the  frequency 
domain.  A  representative  A-image  of  the  left  breast,  craniocaudal  projection,  for  a  58-year-old 
patient  affected  by  invasive  ductal  carcinoma  is  reported  in  Fig.  2(a).  A  line  graph  of  N  at 
y  =  3.2  cm  is  shown  in  Fig.  2(b). 

Although  A-images  represent  a  significant  improvement  in  quality  over  the  images  based  on 
raw  intensity  data,  it  is  nevertheless  often  difficult  to  discern  much  structure  in  them.  For 
example,  the  secondary  peak  around  x  =  8.8  cm  along  the  line  y  =  3.2  cm  is  visible  in  Fig.  2(b), 
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but  it  is  almost  completely  hidden  in  the  A/-image  of  Fig.  2(a)  by  the  large  dynamic  range  due  to 
the  main  peak  at  x  =  12  cm.  However,  we  have  found  that  by  calculating  the  spatial  second 
derivative  (N^  and  considering  only  those  pixels  where  the  second  derivative  is  negative,  we  can 
isolate  areas  in  the  A^image  characterized  by  a  local  maximum  in  absorption.  The  resulting  W'- 
image  is  presented  in  Fig.  2(c).  In  Fig.  2(d)  we  have  plotted  the  negative  of  the  second  derivative 
along  the  line  y  =  3.2  cm  and  set  a  threshold  at  N"=  0.  Notice  how  the  feature  around  x  =  8.8  cm, 
which  is  likely  due  to  a  blood  vessel,  is  now  much  more  visible,  both  in  the  line  graph  and  in  the 
-image.  It  is  also  evident  from  Fig.  2(d)  that  there  is  additional  structure  around  x  =  6  cm,  and 
this,  too,  is  visible  in  the  second-derivative  image,  even  if  with  relatively  low  contrast.  Overall, 
the  iV  "-image  is  a  higher  contrast  image  that  makes  it  easier  to  spot  those  areas  in  the  breast 
where  there  is  a  local  maximum  in  absorption,  and  therefore  potentially  smaller  tumors  that 
might  have  been  eclipsed  by  other  features. 

3.  Second-derivative  method 

Our  method  of  generating  second-derivative  images  from  edge-corrected  optical 
mammograms  (iV-images)  is  summarized  in  Fig.  3.  Below  we  discuss  each  step  in  detail.  All  of 
the  processing  was  carried  out  in  IDL  (Interactive  Data  Language,  a  higher-level  programming 
language  developed  by  Research  Systems,  Inc.)  on  a  Pentium  IV  personal  computer. 

3.1.  Input  iV-image 

We  have  used  the  second-derivative  method  to  analyze  images  collected  with  a  frequency- 
domain  instrument  designed  and  built  by  Siemens  Medical  Engineering^’^  (Fig.  1).  The 
instrument  consists  of  four  laser  diodes  (690,  750,  788,  and  856  nm)  used  as  optical  sources 
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modulated  at  a  frequency  of  ~70  MHz.  The  somce  and  detector  fibers  are  located  on  opposite 
sides  of  the  breast,  which  is  slightly  compressed  between  two  parallel  glass  plates.  The  fibers  are 
scanned  in  tandem  across  the  breast  to  yield  two-dimensional  projection  images  of  the  phase  and 
amplitude  of  the  intensity-modulated  light.  Two  projections  of  each  breast  were  typically 
acquired,  craniocaudal  (the  geometry  illustrated  in  Fig.  1)  and  oblique,  obtained  by  rotating  the 
glass  plates  by  45  degrees.  The  raw  data  at  each  wavelength  was  converted  into  an  W-image 
according  to  Eq.  (1).  It  is  necessary  to  remove  edge  effects  prior  to  processing  with  the  second 
derivative  in  order  to  avoid  the  introduction  of  artifacts  near  the  breast  edge. 

3.2.  Convolve  with  smoothing  function 

Before  taking  the  second  derivative,  we  smoothed  the  iV-image  with  the  5x5  weighted  average 
matrix  shown  in  Fig.  3  to  reduce  the  effects  of  noise.  Any  significant  noise  spikes  or  anomalies 
in  the  data  should  be  removed  prior  to  smoothing,  e.g.  by  employing  traditional  image 
processing  techniques  like  median  filtering.^  Our  5x5  weighted  average  function  is  the  result  of 
cascading  two  3x3  uniformly  weighted  average  functions.  The  amount  of  smoothing  necessary 
will,  of  course,  depend  on  the  characteristics  of  the  input  data.  In  our  case,  the  pixel  size  in  the 
input  iV-image  was  2  mm  x  2  mm,  and  smoothing  over  a  1  cm^  area  worked  well. 

3.3.  Calculate  second  derivative  in  four  directions 

We  calculated  the  second  derivative  of  Wat  each  pixel  by  considering  the  W  values  at  its  nearest 
neighbors  in  four  directions:  horizontal,  vertical,  and  along  the  two  diagonals.  Including  other 
intermediate  directions  in  the  calculation  did  not  significantly  alter  the  results.  We  have  used  a 
standard  forward-difference  discrete  approximation  of  the  second  derivative,  but  for 
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completeness  we  define  our  second-derivative  operator  in  the  horizontal  direction  as  follows. 
Consider  three  pixels  in  an  iV-image  that  lie  in  the  same  row,  and  denote  them  left  (/),  center  (c), 
and  right  (r).  The  value  of  A^  at  each  pixel  is  AT/,  Nc,  and  Nr,  respectively.  Let  Aw  represent  the 
center-to-center  pixel  separation  in  the  horizontal  direction.  Then  the  first  derivatives  (A^)  to  the 
left  and  right  of  the  center  pixel,  respectively,  are  given  by: 


N: 


,  _K-N, 
Aw 


(2) 


and 


N' 

fC  A 

Aw 

From  Eqs.  (2)  and  (3),  it  follows  that  the  second  derivative  at  the  center  pixel  is: 


(3) 


N'  -N'  1 

rc 

Aw  Aw 


N,-N,  N,-N,\  N,-2N,+N, 


Aw 


Aw 


Aw^ 


(4) 


The  second  derivative  in  the  vertical  and  diagonal  directions  is  defined  analogously.  In  the  case 
of  the  diagonal  directions,  the  center-to-center  pixel  separation  isV2Aw,so  the  horizontal  and 
vertical  second-derivative  coefficients  differ  from  the  diagonal  ones  by  a  factor  of  2.  In  the 
matrices  of  Fig.  3,  Aw  has  been  normalized  to  one,  so  only  the  factor  of  2  remains. 

When  implementing  the  second-derivative  calculation  as  a  convolution  with  the  functions  of 
Fig.  3,  one  must  take  into  account  the  transition  between  the  image  backgroimd  (area  outside  the 
breast)  and  the  breast.  In  our  A^-image,  the  background  pixels  contain  zeros  while  the  breast 
pixels  contain  positive  //-values.  So  simply  filtering  an  //-image  (or  a  smoothed  version  of  it) 
with  the  second-derivative  functions  of  Fig.  3  yields  artifacts  along  the  breast  edge  whenever 
background  pixels  are  included  in  the  calculation.  One  way  of  correcting  this  problem  is  to  use 
an  edge-detection  algorithm  to  flag  pixels  near  the  breast  edge  and  write  a  convolution  routine 
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that  excludes  background  pixels  in  this  region.  A  simpler,  albeit  cruder,  solution  is  to  segment 
the  image  into  inside-breast/outside-breast  regions  and  set  the  outside-breast  region  to  a  value 
higher  than  the  average  inside-breast  A- value  during  the  second-derivative  calculation.  We 
employed  the  latter  approach  in  our  analysis. 

To  a  lesser  degree,  this  same  issue  arises  when  convolving  the  A-image  with  the  smoothing 
function  of  Section  3.2.  To  avoid  artificially  lowering  the  W-values  along  the  breast  edge,  we  set 
the  outside-breast  region  to  the  average  inside-breast  jV- value  during  this  step. 

3.4.  Take  minimum 

We  took  the  minimum  of  the  second  derivative  along  the  four  directions  and  assigned  that  value 
to  the  corresponding  pixel  in  the  W '-image.  We  used  the  minimum,  as  opposed  to  the  average,  in 
order  to  avoid  missing  areas  that  have  a  negative  second  derivative  in  one  direction  but  are 
relatively  flat  or  concave  in  the  other  directions.  This  procedure  enhances  the  visualization  of 
directional  structures  such  as  blood  vessels. 

3.5.  Display 

The  second-derivative  images  are  normalized  by  introducing  a  uniform  multiplicative  factor  that 
sets  to  -1  the  pixel  value  corresponding  to  the  most  negative  second  derivative.  The  normalized 
second-derivative  values  are  indicated  with  .  We  set  a  threshold  at  zero  such  that  pixels 

with  N!^oTm  -  0  are  displayed  in  white.  Pixels  with  a  negative  second  derivative 
(-1<  <0)  are  displayed  in  grayscale,  with  darker  corresponding  to  more  negative.  We 

performed  a  linear  contrast  stretch^  on  the  gray  levels  of  the  image  pixels  for  which  the  second 
derivative  is  negative.  This  contrast  stretch  procedure  consists  of  linearly  scaling  the  gray  levels 
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for  (100-jc)%  of  the  pixels  with  a  negative  second  derivative,  where  the  x%  pixels,  which  are 
those  with  the  most  negative  second  derivative,  are  set  to  the  darkest  gray  level.  The  percentage  x 
of  the  pixels  excluded  from  the  contrast  stretch  is  given  by: 


x  =  5 

if 

5747(o-2)-161<5; 

x  =  5747(0-2)- 161 

if 

5<5747(o-2)-161<10; 

x  =  10 

if 

5747(or2)-l61>10, 

where  cr^  is  the  variance  of  N^orm  for  the  pixels  with  a  negative  ■  For  example,  consider 
an  -image  with  a  variance  such  that  x  =  7%  which  we  wish  to  display  in  256  gray  levels  (0 
to  255).  Then  the  7%  of  the  negative- pixels  with  the  most  negative  values  of  7/norm 
would  be  set  to  0  in  the  contrast-stretched  image,  and  the  gray  levels  of  the  remaining  93%  of  the 
negative- iVnonn  pixels  would  be  linearly  scaled  into  the  range  0  (black)  to  255  (white).  The 

lower  and  upper  limits  of  5  and  10%,  respectively,  for  x,  along  with  the  coefficients  of  5747  and 
161  in  Eq.  (5)  were  chosen  empirically  from  a  subset  of  images  and  then  successfully  applied  to 
others  without  a  need  for  adjustments  for  individual  images. 

This  contrast  stretch  is  asymmetric  and  therefore  somewhat  imusual.  However,  in  our  case 
this  asymmetry  is  justified,  since  we  lose  little  by  making  the  darkest  features  in  our  images 
black,  while  we  would  be  compromising  the  detectability  of  the  dimmest  structures  if  we  made 
them  lighter.  With  this  process,  we  are,  in  effect,  using  the  variance  of  for  those  pixels 

with  a  negative  second  derivative  to  set  a  new  threshold;  the  pixels  whose  A^norm  values  are 
below  this  threshold  (most  negative)  are  set  to  0  (black),  and  those  whose  N!^orm  values  are 
above  it  (less  negative)  are  linearly  scaled  into  the  range  0  to  255.  The  motivation  for  using  the 
variance  of  N^orm  the  negative- pixels  to  determine  the  amount  of  contrast  stretching  is 


8 


simple.  Typically,  images  with  the  largest  variance  are  ones  that  possess  a  dark  dominant  feature 
and  many  light  areas.  Setting  a  higher  threshold  in  this  situation  makes  the  lighter  features  that 
much  darker,  thereby  potentially  revealing  other  structures  in  addition  to  the  most  salient  one. 

4.  Results 

We  present  four  cases  that  illustrate  the  advantages  of  second-derivative  images  over  N- 
images  (Figs.  4-7).  On  the  left  side  of  each  figure  is  the  W-image,  with  the  craniocaudal 
projection  on  the  top  and  the  oblique  projection  on  the  bottom.  On  the  right  side.  Figs.  4-7  show 
the  corresponding  craniocaudal  and  oblique  projections  of  the  W '-image.  Arrows  indicate  the 
location  of  the  lesion,  which  we  know  from  x-ray  mammography,  and  whether  it  is  cancer  or  a 
benign  mastopathy,  which  we  know  from  the  pathology  report. 

4.1.  Figure  4:  Case  197, 2.5  cm  cancer 

Patient  197  is  a  72-year-old  woman  with  a  2.5  cm  tumor  (invasive  ductal  carcinoma)  in  the  left 
breast.  In  this  case,  the  tumor  is  clearly  visible  in  both  projections  of  the  A-image,  but  notice  the 
additional  structural  information,  likely  due  to  the  vasculature,  that  emerges  in  the  second- 
derivative  image.  Some  of  the  blood  vessels  were  faintly  visible  in  the  W-image,  but  they  appear 
as  high-contrast  features  in  the  W '-image.  We  also  see  that  the  areas  near  the  edge  of  the  breast  in 
the  W '-image  are  mostly  white,  i.e.  they  correspond  to  a  positive  second  derivative,  so  it  appears 
that  taking  the  second  derivative  does  not  result  in  the  introduction  of  artifacts  in  this  region.  We 
have  found  this  to  be  the  case  with  all  W '-images  that  we  have  examined. 
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4.2.  Figure  5:  Case  267, 2  cm  cancer 

The  case  of  Patient  267,  a  76-year-old  woman  with  invasive  ductal  carcinoma  in  the  right  breast, 
is  an  example  of  a  low-contrast  iV-image  without  much  visible  structure.  The  tumor  is  barely 
discernible  in  the  craniocaudal  projection  of  the  iV-image  (Fig.  5(a))  and  cannot  be  easily 
differentiated  from  other  dark  areas  in  the  image.  In  the  oblique  projection  (Fig.  5(b)),  the  tumor 
is  altogether  eclipsed  by  another  feature  (circle).  The  iV '-image,  however,  clearly  reveals  the 
location  of  the  tumor  in  the  craniocaudal  projection  (Fig.  5(c)),  while  the  other  dark  areas  in  the 
TV-image  now  appear  to  be  due  to  blood  vessels.  Although  the  oblique  projection  (Fig.  5(d)) 
continues  to  be  dominated  by  the  circled  structure,  the  area  corresponding  to  the  location  of  the 
tumor  is  not  white  (i.e.  it  has  a  negative  second  derivative)  and  can  therefore  be  distinguished 
from  the  background. 

4.3.  Figure  6:  Case  165,  mastopathy 

Patient  165,  a  52-year-old  woman,  has  a  benign  lesion  in  the  right  breast.  This  feature  dominates 
the  iV-image  and  as  a  result,  not  much  else  is  visible.  But  in  the  A '-image,  we  see  finer  structure 
likely  due  to  blood  vessels  emerge.  In  particular,  in  the  oblique  projection,  we  can  see  that  what 
appeared  to  be  a  rather  murky  and  undifferentiated  feature  in  the  A-image  shows  up  as  a 
combination  of  two  resolved  structures  in  the  A '-image. 

4.4.  Figure  7:  Case  215, 3  cm  cancer 

The  case  of  Patient  215,  a  53  year-old  woman  with  invasive  ductal  carcinoma  in  the  left  breast,  is 
particularly  interesting.  In  the  craniocaudal  projection  of  the  A-image  (Fig.  7(a)),  the  cancer  is 
readily  apparent,  as  is  another  structure:  a  blood  vessel.  But  even  in  this  situation  there  is  a 
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substantial  improvement  in  the  contrast  and  level  of  detail  visible  in  the  iV '-image  (Fig.  7(c)).  For 
example,  in  the  AT '-image  we  can  now  make  out  what  seems  to  be  a  network  of  blood  vessels  at 
the  tumor  site.  The  7^-image  oblique  projection  (Fig.  7(b))  has  a  lower  contrast,  and  the 
improvement  in  the  '-image  (Fig.  7(d))  is  therefore  more  pronounced.  The  visibility  of  the 
tumor  in  this  projection  is  much  greater  in  the  AT '-image  than  in  its  counterpart. 

5.  Discussion 

From  the  examples  presented,  it  is  clear  that  applying  the  second-derivative  method  enhances 
the  structural  information  content  of  A^-images.  A^ '-images  reveal  attributes  that  were  just  barely 
visible  in  A^-images  or,  in  some  cases,  not  really  visible  at  all.  In  those  images  that  are  dominated 
by  one  feature  (Figs.  4  and  6),  we  are  now  able  to  see  additional  structure  away  from  the 
dominant  feature  and  to  better  resolve  finer  details  of  the  dominant  feature.  In  cases  where  the  N- 
image  has  a  low  contrast  (Figs.  5(a)  and  7(b)),  or  when  the  lesion  is  not  the  dominant  structure 
(Fig.  5(b)),  applying  this  method  can  lead  to  the  detection  of  a  previously  missed  tumor. 
Moreover,  since  we  normalize  the  A^ '-images  and  select  the  linear  contrast  stretch  parameters 
once  for  all,  the  A^ '-images  can  be  generated  without  any  user  input.  The  detectability  of  a 
particular  lesion  does  not  depend  on  a  fortunate  choice  of  threshold  or  contrast  level. 

As  Fig.  2  illustrates,  the  second  derivative  is  more  sensitive  to  smaller  departures  from  the 
local  background  absorbance.  Furthermore,  it  is  insensitive  to  the  breast  edge.  The  net  result  is  a 
process  capable  of  bringing  out  “buried”  features  (like  the  peak  at  x  =  8.8  cm  in  Fig.  2(a)) 
without  introducing  artifacts  close  to  the  breast  edge. 

The  greater  detail  visible  in  A '-images  improves  the  sensitivity  of  tumor  detection,  but  this 
may  come  at  the  price  of  a  reduced  specificity,  and  Fig.  7(d)  brings  home  this  point  nicely.  Were 
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it  not  for  the  arrow  indicating  the  location  of  the  tumor  in  this  image,  one  would  be  hard-pressed 
to  argue  that  this  structure  is  a  lesion  and  not  just  part  of  a  blood  vessel.  Structural  information 
alone  will  not  allow  us  to  properly  classify  the  various  features  visible  in  an  iV '-image.  For  this 
we  must  make  use  of  data  at  multiple  wavelengths  and  exploit  the  potential  of  optical 
mammography  to  provide  functional  information  (in  the  form  of  a  measurement  of  oxygenation) 
from  spectral  information. 

.There  are  several  groups  currently  working  to  develop  an  accurate  way  of  measuring  the 
oxygenation  level  of  breast  lesions  in  vivo  by  combining  data  from  two  or  more  wavelengths.^’*^ 
Our  second-derivative  method  can  play  an  important  role  in  the  interpretation  of  optical 
mammograms  by  robustly  selecting  areas  of  interest  to  be  analyzed  spectrally  in  order  to 
discriminate  benign  from  malignant  lesions.  The  second-derivative  operator  is  an  ideal  choice  for 
this  pre-filtering  step.  By  setting  a  threshold  at  zero  and  considering  only  pixels  with  a  negative 
second  derivative,  one  is,  by  definition,  picking  out  any  area  that  represents  a  local  absorption 
maximum,  irrespective  of  its  magnitude,  size  or  shape.  It  is  for  this  reason  that  we  have  elected 
to  use  the  minimum  value  of  //"instead  of  the  average  (Section  3.4).  Although  this  tends  to 
emphasize  narrow,  elongated  features  (e.g.  blood  vessels),  we  felt  it  best  to  err  on  the  side  of 
being  more  inclusive  and  not  to  rely  on  the  assumption  that  breast  lesions  would  be  largely 
symmetric.  The  second  derivative  is  analytically  straightforward  and  easy  to  implement;  it  is  the 
driving  mechanism  behind  many  edge-detection  algorithms  in  use  today. 

Finally,  we  should  comment  on  the  issues  of  depth  discrimination  and  resolution.  From  a 
planar  projection,  it  is  not  possible  to  determine  the  depth  of  structures  visible  in  A'-images.  But 
because  these  images  possess  a  relatively  high  contrast,  they  may  be  particularly  well-suited  for 
multi-source  and/or  multi-detector  approaches  to  depth  discrimination.*'*’*^  As  for  resolution,  we 
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should  point  out  that  the  second-derivative  method  does  not  improve  the  quality  of  the  data 
available.  It  does,  however,  improve  the  display  of  the  data  thereby  allowing  for  the 
discrimination  of  nearby  structures  that  are  not  visibly  resolved  in  the  original  images. 

6.  Conclusion 

We  have  developed  an  image  processing  method  based  on  a  spatial  second-derivative 
operator  to  enhance  the  detection  of  breast  tumors  in  optical  mammograms.  Applying  this 
method  has  revealed  the  presence  of  breast  tumors  and  of  fine  structures,  likely  blood  vessels, 
that  were  not  visible  in  the  original  images.  As  a  result,  this  second-derivative  method  enhances 
the  structural  imaging  capability  of  optical  mammography,  thus  leading  to  a  potentially  higher 
sensitivity  in  the  detection  of  breast  cancer.  In  fact,  in  addition  to  the  direct  visualization  of 
breast  tumors,  a  modified  spatial  pattern  of  the  vascularization  may  also  provide  an  indirect 
indication  of  the  presence  of  cancer.  Furthermore,  the  identification  of  suspicious  areas  of 
interest  provided  by  second-derivative  images  may  guide  the  selection  of  image  pixels  for  a 
spectral  analysis  aimed  at  the  assessment  of  the  local  oxygen  saturation  of  hemoglobin.  This 
second  step,  which  provides  fimctional  information,  may  improve  the  specificity  of  optical 
mammography  by  possibly  allowing  for  the  discrimination  of  benign  and  malignant  breast 
lesions. 
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Figure  captions 

Fig.  1.  Schematic  diagram  of  the  frequency-domain  research  prototype  developed  by  Siemens 
Medical  Engineering,  Erlangen,  Germany,  for  optical  mammography.  PMT:  photomultiplier 
tube. 

Fig.  2.  (a)  Edge  corrected  A^-image  at  690  nm  of  the  left  breast,  craniocaudal  view  (Icc),  of  58- 
year-old  Patient  310.  (b)  Graph  of  the  N  data  vs.  x  along  the  line  y  =  3.2  cm  shown  in  panel  (a), 
(c)  Second-derivative  image  at  690  nm  of  the  same  breast  shown  in  panel  (a),  (d)  Graph  of  the 
negative  second  derivative  of  N  (-N")  vs.  x  along  the  line  y  =  3.2  cm  shown  in  panel  (c).  The 
arrow  in  panels  (a)  and  (c)  indicates  the  location  of  a  3-cm  invasive  ductal  carcinoma. 

Fig.  3.  Conceptual  representation  of  the  steps  involved  in  the  second-derivative  image  processing 
scheme  that  converts  the  input  A^-image  into  the  second-derivative  AT '-image. 

Fig.  4.  A^-images  at  690  nm  of  the  left  breast  of  72-year-old  Patient  197  in  craniocaudal 
projection  (panel  (a))  and  oblique  projection  (panel  (b)),  and  corresponding  second-derivative 
images  (panels  (c)  and  (d)).  The  arrows  indicate  the  location  of  a  2.5-cm  invasive  ductal 
carcinoma. 

Fig.  5.  A^-images  at  690nm  of  the  right  breast  of  76-year-old  Patient  267  in  craniocaudal 
projection  (panel  (a))  and  oblique  projection  (panel  (b)),  and  corresponding  second-derivative 
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images  (panels  (c)  and  (d)).  The  arrows  indicate  the  location  of  a  2.0-cm  invasive  ductal 
carcinoma. 

Fig.  6.  A^-images  at  690  nm  of  the  right  breast  of  52-year-old  Patient  165  in  craniocaudal 
projection  (panel  (a))  and  oblique  projection  (panel  (b)),  and  corresponding  second-derivative 
images  (panels  (c)  and  (d)).  The  arrows  indicate  the  location  of  a  benign  mastopathy. 

Fig.  7.  A/-images  at  690  nm  of  the  left  breast  of  53-year-old  Patient  215  in  craniocaudal 
projection  (panel  (a))  and  oblique  projection  (panel  (b)),  and  corresponding  second-derivative 
images  (panels  (c)  and  (d)).  The  arrows  indicate  the  location  of  a  3.0-cm  invasive  ductal 
carcinoma. 
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Quantitative  oximetry  of  breast  tumors:  a  near-infrared 
method  that  identifies  two  optimal  wavelengths 
for  each  tumor 


Erica  L.  Heffer  and  Sergio  Fantini 


We  present  a  noninvasive  optical  method  to  measure  the  oxygen  saturation  of  hemoglobin  in  breast 
lesions.  This  method  introduces  the  novel  concept  that  the  best  choice  of  near-infrared  wavelengths  for 
noninvasive  tumor  oximetry  consists  of  a  wavelength  pair  (Xj,  Xg)  within  the  range  680-880  nm,  where 
the  specific  values  of  Xj  and  Xj  depend  on  the  optical  properties  of  the  specific  tumor  under  examination. 
Our  method  involves  two  steps:  (1)  identify  the  optimal  wavelength  pair  for  each  tumor  and  (2)  measure 
the  tumor  oxygenation  using  the  optical  data  at  the  two  selected  wavelengths.  We  have  tested  our 
method  by  acquiring  experimental  optical  data  from  turbid  media  containing  cylindrical  or  irregularly 
shaped  inhomogeneities  and  by  computing  theoretical  data  for  the  case  of  spherical  lesions  embedded  in 
a  highly  scattering  medium.  We  have  found  that  oior  optical  method  can  provide  accurate  and  quanti¬ 
tative  measurements  of  the  oxygenation  of  embedded  lesions  without  requiring  knowledge  of  their  size, 
shape,  and  depth.  ©  2002  Optical  Society  of  America 

OCIS  codes:  110.7050,  170.3830,  170.6510,  170.7050,  300.1030. 


1.  Introduction 

Breast  cancer  is  the  most  common  cancer  diagnosed 
and  the  second  leading  cause  of  cancer  death  among 
women  in  the  United  States.^  The  current  method 
for  screening  is  x-ray  mammography,  which  pro¬ 
vides  high-resolution  images  but  uses  ionizing  ra¬ 
diation,  thus  presenting  the  risk  of  inducing  cancer. 
Furthermore,  significant  variations  in  interpreter 
performance  have  been  observed  that  are  due  to  the 
qualitative  nature  of  the  image  analysis.^  Other 
possible  methods  of  breast  cancer  detection  are 
computed  tomography,  which  is  used  to  detect  ab¬ 
normalities  that  are  difficult  to  pinpoint  with  con¬ 
ventional  mammography  (i.e.,  in  cases  in  which 
tumors  are  close  to  the  chest  wall);  ultrasound, 
which  is  used  to  distinguish  fluid-filled  cysts  from 
other  types  of  lesion;  and  magnetic  resonance  im¬ 
aging  and  positron  emission  tomography  which  are 
used  to  determine  abnormally  active  tissues.^ 
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Magnetic  resonance  imaging  and  positron  emission 
tomography  are  being  studied  as  supplementary 
tests  to  x-ray  mammography  to  distinguish  benign 
from  malignant  lesions  in  high-risk  patients.^ 
In  addition,  thermography  and  immunodetection 
have  been  mentioned  as  additional  detection 
modalities.®-’ 

Optical  techniques  have  been  proposed  for  many 
years  as  an  alternative  breast  imaging  modality  that 
provides  a  safe  and  noninvasive  study  of  the  human 
breast.  The  initial  investigation  of  optical  methods 
for  detection  of  breast  cancer  began  in  1929,  when 
Cutler  proposed  transillumination  of  the  breast  with 
broad-beam  continuous-wave  (cw)  light,®  a  technique 
for  which  the  terms  diaphanography®  and  light  scan¬ 
ning^®  were  later  adopted.  Eventually  diaphanogra- 
phy  and  light  scanning  were  abandoned  after  clinical 
studies  reported  inferior  performance  with  respect  to 
x-ray  mammography,  Recently,  however,  tech¬ 
nical  advances  and  the  application  of  diffusion  theory 
to  model  the  propagation  of  light  in  tissue^^-®®  have 
led  to  new  approaches  to  optical  mammography.  As 
a  result,  new  time-domain  (based  on  pulsed  light 
sources),®!-®®  frequency-domain  (based  on  intensity- 
modulated  light  sources),®®-®®  and  cw  methods®!-®® 
for  the  optical  study  of  the  human  breast  have 
emerged. 

Optical  imaging  in  the  near  infrared  relies  mainly 
on  the  absorption  of  hemoglobin  for  the  source  of 
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image  contrast.  Hemodynamic  changes  such  as  an 
increase  in  the  vascular  density  (resulting  from  an¬ 
giogenesis)  and  changes  in  the  blood  flow  and  oxy¬ 
genation  typically  occur  at  tumor  sites.^^  The 
increase  in  vascular  density  induces  a  local  increase 
in  the  optical  absorption  that  may  allow  for  the  de¬ 
tection  of  breast  lesions  but  does  not  necessarily  pro¬ 
vide  indications  on  the  nature  (benign  or  malignant) 
of  the  lesion.  The  oxygenation  level  of  the  lesion, 
however,  may  provide  this  distinction.  Measure¬ 
ments  of  the  partial  pressiu-e  of  oxygen  in  tumors 
have  shown  that  hypoxic  or  anoxic  conditions  often 
exist  in  malignant  tumors  but  not  in  benign 
lesions.®®-^®  Therefore  a  measurement  of  the  oxy¬ 
genation  level  in  vivo  has  the  potential  to  distinguish 
benign  from  malignant  lesions  in  the  human  breast. 
As  a  result  of  these  findings,  several  groups  have 
attempted  to  obtain  measurements  of  tumor  oxygen 
saturation.  Zhu  et  al.  have  reported  deoxyhemoglo¬ 
bin  and  oxyhemoglobin  concentration  differences  be¬ 
tween  tumors  and  background  tissue,  but  did  not 
obtain  quantitative  assessments  of  oxygen  saturation 
(SO2).®®  Holboke  et  al.  have  reported  tumor  oxygen 
saturation  measurements  where  ultrasoimd  is  used 
for  localization  and  the  optical  methods  are  used 
purely  for  spectroscopic  measurements.^®  In  a  mea¬ 
surement  on  a  single  patient,  they  foimd  a  value  of 
tumor  oxygenation  (63%)  significantly  lower  than  the 
values  measured  in  the  surrounding  tissue  (73%  and 
68%).*°  Using  a  nonimaging  method  on  relatively 
large  (approximately  2  cm  x  1  cm)  and  superficid 
tumors,  Tromberg  et  have  also  reported  a 

lower  hemoglobin  oxygenation  in  tumor  with  respect 
to  normal  tissue  [S02(tumor)  ~  65%  and  S02(„ormai)  ~ 
80%].  McBride  et  al.  have  been  able  to  obtain  ox¬ 
ygen  saturation  measurements  to  within  15%  of  the 
actual  values  in  phantoms  and  have  reported  sim¬ 
ilar  oxygenation  values  in  normal  human  breast 
tissue  as  found  in  the  research  of  Tromberg  et  al. 
[SOzinormai)  =  64%  ±  11%].'*®  Fantini  et  al.**  have 
performed  similar  measurements  in  which  oxygen 
saturation  of  a  papillary  cancer  was  measured  to  be 
71%  ±  9%. 

In  this  paper  we  present  a  novel  spectral  imaging 
approach  that  is  aimed  at  quantifying  the  oxygen 
saturation  of  the  hemoglobin  in  breast  lesions.  The 
strength  of  our  new  approach  is  its  insensitivity  to 
the  tumor  size,  shape,  and  depth  within  the  breast. 
We  report  experimental  results  on  tissuelike  phan¬ 
toms  and  theoretical  results  for  an  ideahzed  case  that 
illustrate  the  capability  of  our  method  to  provide  ac¬ 
curate  and  quantitative  oxygenation  measurements 
of  embedded  tumors.  The  basic  idea  is  that  an  ap¬ 
propriate  choice  of  a  pair  of  wavelengths  (Xj,  \2), 
which  depends  on  the  oxygenation  level  of  the  tumor 
and  on  the  optical  properties  of  the  background 
,  healthy  breast  tissue,  leads  to  a  measurement  of  the 
tumor  oxygenation  that  is  largely  independent  of  the 
txunor  size,  shape,  and  location  inside  the  breast. 
The  fact  that  the  best  choice  of  wavelengths  for  the 
near-infrared  measurement  of  tumor  oxygenation  is 
not  fixed,  but  rather  depends  on  the  tumor  oxygen- 
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Fig.  1.  Schematic  representation  of  the  perturbation  approach. 
A  small  optical  perturbation  (lesion)  causes  a  maximal  reduction  in 
intensity  at  the  detector  when  the  source,  detector,  and  lesion  are 
collinear.  The  distance  from  the  center  of  the  lesion  to  the  detec¬ 
tor  is  To,  and  the  source-detector  separation  is  r. 


ation  itself,  is  the  most  significant  new  concept  intro¬ 
duced  by  our  spectral  imaging  approach. 


2.  Methods 


A.  Mathematical  Model 

Our  starting  point  is  to  treat  the  tumor  as  an  optical 
perturbation  within  a  highly  scattering  background 
medium  (breast  tissue).  To  a  first  approximation, 
a  localized  optical  perturbation  embedded  in  a  tur^ 
bid  medium  can  be  modeled  with  the  first-order 
perturbative  solution  to  the  diffusion  equation. 
First-order  perturbation  applies  to  small  optical 
perturbations,  where  small  means  that  the  linear 
dimensions  of  the  perturbation  are  much  smaller 
than  the  distance  r  between  the  illumination  and 
the  collection  points,  that  induce  a  small  (with  re¬ 
spect  to  1)  relative  change  in  the  optical  signal. 
T^is  case  is  schematically  illustrated  in  Fig.  1  for  a 
lesion  embedded  in  a  transilluminated  human 
breast. 

Let  us  denote  the  absorption  and  reduced  scat¬ 
tering  coefficient  of  the  background  medium 
(healthy  breast  tissue)  with  |jl„o  and  respec¬ 
tively,  and  the  absorption  and  scattering  perturba¬ 
tions  (associated  with  the  tumor)  with  Aijl^  and 
ApUj,',  respectively.  This  means  that  the  absorption 
and  reduced  scattering  coefficients  at  the  location  of 
the  optical  perturbation  (tumor)  are  given  by  |x„o  + 
A(j,„  and  ix^q'  +  Alx^',  respectively.  The  relative 
intensity  change  AI/Iq  (where  Iq  is  the  unperturbed 
intensity  measured  in  the  background  medium)  in¬ 
duced  by  the  optical  perturbation  is  maximized  (in 
absolute  value)  when  the  source,  detector,  and  the 
perturbation  are  collinear  as  shown  in  Fig.  1.  The 
first-order  perturbative  solution  to  the  diffusion 


equation  leads  to  the  following  expression  for  this 
maximal  intensity  change:'*® 
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Here  V  is  the  volume  of  the  lesion,  and  the  geometric 
parameters  r  and  Tq  are  defined  in  Fig.  1.  The  second 
term  inside  the  braces  in  Eq.  (1),  the  scattering  per¬ 
turbation  term,  is  neglected  on  the  basis  of  in  vivo 
studies  that  have  shown  that  the  scattering  tmnor-to- 
backgrormd  contrast  is  much  smaller  than  the  absorp¬ 
tion  contrast.2*-42,44  Therefore  Eq.  (1)  is  reduced  to 
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As  shown  by  Eq.  (2),  first-order  perturbation  theory 
predicts  that  the  maximal  intensity  effect  of  an  opti¬ 
cal  inclusion  (for  the  case  Ap.^'  =  0)  is  given  by  the 
product  of  a  wavelength-independent  geometric  fac¬ 
tor  and  a  wavelength-dependent  factor  given  by 
Pso'Ap,a.  Chemomordik  et  al.  have  extended  the 
limit  of  validity  of  Eq.  (2)  to  larger  inclusions  by  add¬ 
ing  a  multiplicative  factor  equal  to  exp[-p,go'Ap,o 
/2]  to  the  right-hand  side  of  Eq.  (2).*® 

We  now  proceed  on  the  hypothesis  that  Eq.  (2)  can 
be  generalized  to  correctly  predict  the  functional  de¬ 
pendence  of  A///o|max  on  p.ao>  Pso’>  ond  Apo  beyond  the 
limits  of  validity  of  the  first-order  perturbation  analy¬ 
sis.  Specifically,  we  hypothesize  that,  in  the  case  of 
Apj'  =  0,  we  can  generalize  Eq.  (2)  to  the  case  of 
spatially  extended  objects  that  induce  significant 
changes  in  the  optical  intensity  by  saying  that  A// 
^olmax  depends  only  on  the  product  pgo'Ap„  and  on 
wavelength-independent  parameters  that  are  related 
to  the  soimce- detector  separation  r  and  to  the  object- 
detector  distmce  Tq,  size  V,  and  shape  s  of  the  object. 
Therefore  we  write 
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implicitly  in  the  argument  p^o’^P-a  because  the  geo¬ 
metric  parameters  r,  Tq,  V,  and  s  are  independent  of 
the  wavelength.  Consequently,  because  of  the 
monotonicity  of  A//7o|max  P'so'^P'a>  if  two  wave¬ 
lengths  X,i  and  X.2  are  such  that  Ai//o|^^£j  =  A// 
Io\mix>  fhea  we  can  conclude  that  pgo'(ki)Apa(\i)  = 
Pgo’(^2)^l*'o(^2)-  Therefore  the  ratio  of  the  absorp¬ 
tion  perturbations  at  these  two  wavelengths  is  just 
given  by  the  inverse  Of  the  ratio  of  the  background 
reduced  scattering  coefficients  at  the  same  two 
wavelengths: 


Apa(X2)  _  Pso'lXi) 

Apo(Xi)  Pso'(k2) 

This  analysis  indicates  that,  by  appropriately 
choosing  the  two  wavelengths  Xj  and  Xg,  one  can 
translate  a  measurement  of  the  background  scat¬ 
tering  ratio  into  a  measurement  of  the  absorption- 
perturbation  ratio  associated  with  the  embedded 
inclusion.  This  result  is  relevant  for  the  near- 
infrared  determination  of  the  oxygen  saturation  of 
hemoglobin  in  breast  lesions  because  (1)  the  near- 
infrared  spectral  properties  of  hemoglobin  and 
breast  tissue  are  such  that  it  is  usually  possible  to 
identify  two  wavelengths  at  which  the  tumor- 
induced  intensity  perturbations  are  similar  and  be¬ 
cause  (2)  the  oxygen  saturation  of  hemoglobin  is 
only  a  function  of  the  ratio  of  the  optical  absorption 
at  two  wavelengths."*"^  If  the  absorption  at  the  tu¬ 
mor  location  is  given  by  the  sum  of  the  contribu¬ 
tions  from  the  background  (poo)  and  from  the  tumor 
[p-a^],  then  Ap  can  be  identified  with  the  tumor 
absorption  [p^  =  Ap„].  If,  instead,  the  absorption 
at  the  tumor  location  is  due  only  to  the  tumor,  then 
P-a^  =  P'ao  +  Apo.  However,  if  Ap„  »  p„o  (high- 
contrast  tumor),  one  can  still  argue  that  Ap^  is 
representative  of  the  tumor  absorption  [p^‘^  Ap^]. 

Here  we  consider  the  oxygen  saturation  (SOg)  of 
hemoglobin  that  is  associated  with  the  additional 
absorption  Ap^.  At  least  in  the  two  cases  men¬ 
tioned  above,  SOg  is  representative  of  the  tumor 
oxygenation.  When  we  assume  that  Ap„  is  solely 
due  to  hemoglobin,  the  expression  for  SOg  in  terms 
of  Ap„(Xi)  and  Apo(X2)  is  the  following: 


S02  = 


_ ^HbC^z)  ~  £Hb(kl)Apa(X2)/Apa(Xi) _ 

[^HbC^z)  “  EHb02(^^2)]  +  [£Hb02(^l)  ~  EHb(^l)]Apa(X2)/ Apo(Xi) 


(5) 


where /indicates  an  unknown  function  of  its  argu¬ 
ments.  We  further  hypothesize  that,  as  in  the  per¬ 
turbation  case,  A//7o|max  is  a  monotonic  function  of 
the  product  Pso'Apj,.  These  two  hypotheses  are 
consistent  with  Eq.  (2)  and  with  its  extension  to 
larger  inclusions  reported  by  Chemomordik  et  al.^^ 
At  this  point,  it  is  important  to  observe  that  the 
wavelength  dependence  of  A7/7o|max  appears  only 


where  EHb  and  eHbOg  fi*®  molar  extinction  coeffi¬ 
cients  of  deoxyhemoglobin  and  oxyhemoglobin,  re¬ 
spectively. 

In  practice,  it  may  not  be  possible  to  identify  two 
wavelengths  X^  and  Xg  that  exactly  satisfy  the  require¬ 
ment  that  A7/7o|'^i  =  In  this  case,  we  se¬ 

lect  the  wavelength  pair  (X^,  Xg)  that  minimizes  the 
absolute  value  of  the  difference  iJ/Io\mix.  ~ 
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To  correct,  at  least  in  part,  for  a  difference  between 
M/Iotg,axydiJ/Iott,  we  assume,  on  the  basis  of  Eq. 
(2),  that  M/Io\mL  “  so  that 

^>^0(^2)  _  P-so'(^l)  ^f/folinax 

When  we  combine  Eqs.  (5)  and  (6),  the  lesion  satura¬ 
tion  is  given  by 


with  different  optical  properties  (the  first  with  (jl^  ~ 
0.05-0.06  cm“^  and  ~  9-10  cm~^  and  the  second 
with  |x„  ~  0.11-0.15  cm“^  and  ~  9-10  cm“^  over 
the  wavelength  range  of  752-840  nm  considered 
here)  to  cover  a  range  of  Ap^  that  is  representative  of 
the  expected  absorption  contrast  of  breast  lesions  in 
vivo.  We  performed  the  optical  characterization  of 
the  inclusions  using  the  arrangement  shown  in  Fig. 
2.  The  silicone  mixtures  were  formed  into  two  cy- 
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which  is  the  equation  we  use  to  quantify  the  tumor 
oxygenation  from  measm-ements  of  (1)  the  back¬ 
ground  (healthy  tissue)  reduced  scattering  coefficient 
[pgo'(X)]  and  (2)  the  maximal  relative  change  in  the 
intensity  caused  by  the  tumor  [A///o|J(J^]. 

As  a  final  comment  on  oiu  mathematical  model,  we 
observe  that,  in  addition  to  requiring  that  the  inten¬ 
sity  change  induced  by  the  inclusion  is  similar  (ide¬ 
ally  equal)  at  the  two  wavelengths,  we  also  need  to 
impose  that  these  wavelengths  are  not  too  close  to 
one  another.  In  fact,  Sevick  et  al.  have  shown  that 
the  sensitivity  of  the  oxygenation  measurement  is 
degraded  if  the  two  near-infrared  wavelengths  are 
too  close  to  each  other.'*®  In  fact,  a  sensitivity  anal¬ 
ysis  shows  that  lim^i_;.^2  3(Apa^^/Apo''^)/6(S02)  =  0, 
because  if  =  X2,  the  ratio  Apo(Xi)/Apo(X2)  is  equal 
to  1  independent  of  the  value  of  SO2.  It  can  also  be 
shown  that  the  sensitivity  of  near-infrared  hemoglobin 
oximetry  is  higher  if  the  two  wavelengths  Xj  and  Xg  are 
on  the  opposite  sides  of  the  ~800-nm  isosbestic  point. 

We  adopt  the  criterion  that  [Xg  -  X^j  >  40  nm  to 
guarantee  that  the  minimization  of  the  absolute 
vsdue  of  the  difference  A///olmlic  “  A///o|roiL  yields  an 
appropriate  pair  of  wavelengths. 

B.  Experimental  Procedures 

The  experimental  portion  of  this  study  was  divided 
into  three  segments:  (1)  preparation  and  optical 
characterization  of  inclusions  to  simulate  tumors, 
(2)  preparation  and  optical  characterization  of  the 
background  material  (a  highly  scattering,  liquid, 
effectively  infinite  medium),  and  (3)  experimental 
procedures  to  investigate  the  dependence  of  A// 
Zolniax  oil  iiso’A|x„  for  the  case  of  cylindrical  and 
irregularly  shaped  objects  embedded  in  a  uniform 
turbid  medium. 

1.  Optical  Inclusions 

Inclusions  were  comprised  of  a  mixture  of  General 
Electric  silicones.  Model  RTV615  (clear)  and  Model 
RTVll  (white).  The  white  silicone  was  used  as  the 
scattering  material,  and  black  India  ink  was  used  as 
the  absorber.  Two  different  mixtures  were  prepared 
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lindrically  shaped  blocks  (one  to  characterize  each 
mixture)  of  11  cm  in  diameter  and  9  cm  in  height.  A 
frequency-domain,  near-infrared  spectrometer  (Oxi- 
PlexTS,  ISS,  Inc.,  Champaign,  Rl.)  housed  and  con¬ 
trolled  the  laser  sources  and  optical  detectors  used  to 
obtain  the  measurements.  T^e  sources  were  laser 
diodes  at  six  discrete  wavelengths  (752, 778, 786, 813, 
830,  and  840  nm),  and  the  optical  detector  was  a 
photomultiplier  tube  (Hamamatsu  Photonics  R928). 
The  sources  were  intensity  modulated  at  a  frequency 


Source  fiber  (scanned)  Detector  fiber  (fixed) 


11  cm 

Fig.  2.  Experimental  arrangement  for  the  optical  characteriza¬ 
tion  of  the  material  used  to  cast  the  optical  inclusions.  Each 
silicone  mixture  was  formed  into  a  cylindrically  shaped  block  that 
is  11  cm  in  diameter  and  9  cm  in  height.  The  initial  source- 
detector  separation  was  1  cm.  The  detector  fiber  bundle  remained 
stationary  and  was  in  contact  with  the  surface  of  the  block.  The 
end  of  the  source  fiber  bundle  was  placed  close  to  the  surface 
without  touching  (<0.25  mm)  and  was  translated  in  the  negative 
X  direction  at  a  rate  of  0.65  mm/s.  Intensity  and  phase  were 
acquired  every  0.5  s.  We  determined  the  optical  properties  at  six 
wavelengths  (752,  778,  786,  813,  830,  and  840  nm)  using  the  dif¬ 
fusion  model  for  light  propagation  in  a  semi-infinite  medium. 


of  110  MHz,  electronically  multiplexed  at  a  rate  of 
approximately  10  Hz  to  time  share  the  detector,  and 
were  coupled  to  400-|xm  core-diameter  optical  fibers 
that  were  collected  into  a  fiber  bundle  with  a  rectan¬ 
gular  cross  section  of  1.2  mm  in  width  and  3  mm  in 
length.  The  detector  was  coupled  to  another  fiber 
bundle  of  circular  cross  section  (3-mm  internal  diam¬ 
eter).  The  detector  fiber  bimdle  remained  fixed  and 
was  in  contact  with  the  surface  of  the  silicone  blocks, 
whereas  the  end  of  the  source  bundle  was  brought 
close  to  the  surface  of  the  blocks  (<0.25  mm  away). 
The  starting  distance  between  the  source  and  liie 
detector  fibers  was  1  cm  (x  direction).  The  source 
fiber  was  then  moved  in  the  negative  x  direction  de¬ 
fined  in  Fig.  2  (away  from  the  detector  fiber)  at  a  rate 
of  0.65  mm/s.  Data  were  acquired  at  eveiy  0.5  s 
providing  a  measurement  every  325  p.m  over  a  total 
traveled  distance  of  2  cm.  We  recorded  and  trans¬ 
lated  the  amplitude  (ac),  ayerage  value  (dc),  and 
phase  of  the  detected  modulated  intensity  into  mea¬ 
surements  of  the  reduced  scattering  and  absorption 
coefficients  by  employing  a  multidistance  method 
based  on  the  diffusion  equation  and  semi-infinite 
boundary  conditions.^® 

2.  Background  Turbid  Medium 

The  background  medium  was  comprised  of  1  liter  of 
Liposyn  10%  (Abbott  Laboratories,  North  Chicago, 
Ill.)  to  8  liters  of  deionized  water  and  was  contained 
in  a  rectangular  vessel  with  dimensions  of  27  cm  in 
width,  32  cm  in  length,  and  13  cm  in  height.  Again, 
the  ISS  frequency-domain  spectrometer  was  used  to 
perform  the  measurements.  The  experimental  ar¬ 
rangement  was  similar  to  that  used  in  Fig.  2  except 
that  the  ends  of  the  source  and  fiber  bundles  were 
fully  immersed  in  the  Liposyn  mixture  to  simulate  an 
infinite  medium.  Acquisition  times,  laser  multiplex¬ 
ing  rate,  and  source-displacement  speed  (with  the 
detector  remaining  fixed)  were  also  the  same  as  in  the 
inclusion  characterization.  The  ac,  dc,  and  phase 
data  were  used  in  the  diffusion  model  for  light  prop¬ 
agation  in  an  infinite,  highly  scattering  medium  to 
determine  the  background  reduced  scattering  (p-so') 
and  absorption  coefficients  (Poo)-  Measurements  of 
Poo  over  the  wavelengths  used  ranged  from  0.02  to 
0.04  cm“^  and  those  of  p^q'  ranged  from  10  to  12  cm"^ 
and  were  chosen  to  match  typical  absorption  and 
scattering  coefficients  in  breast  tissue  for  this  wave¬ 
length  range  [po(breast)  ~  0.03  cm“^  and  p^'fbreast) 
~  12  cm“^].49-5i 

3.  Optical  Measurements  of  Inclusions  Embedded 
in  a  Turbid  Medium 

The  experimental  procedure  to  investigate  the  de¬ 
pendence  of  A///oLax  on  was  based  on  the 

arrangement  shown  in  Fig.  3.  The  ISS  frequency- 
domain  tissue  spectrometer  was  employed  at  the 
same  six  wavelengths  used  above  to  determine  the 
optical  properties  of  the  inclusion  material  and  the 
background.  In  this  arrangement,  the  source  and 
detector  fiber  bundles  were  arranged  collinearly, 
and  their  ends  were  fully  immersed  in  the  formerly 


Fig.  3.  Experimental  setup  for  the  optical  measurements  of  in¬ 
clusions  embedded  in  a  turbid  medium.  Six  laser  diodes  from  the 
frequency-domain  near-infrared  spectrometer  were  coupled  to  the 
source  fiber  bundle,  and  the  photomultiplier  tube  (PMT)  was  cou¬ 
pled  to  the  detector  fiber.  The  lasers  were  multiplexed  (MUX)  to 
time  share  the  optical  detector.  The  radio  frequency  (rf)  synthe¬ 
sizer  provided  the  110-MHz  intensity  modulation  of  the  sources 
and  the  110.005-MHz  modulation  of  the  PMT  gain.  The  PMT 
output  is  low-pass  filtered  to  isolate  the  downconverted  5-kHz 
frequency  that  is  then  digitally  converted  and  processed.  Source 
and  detector  fibers  are  arranged  collinearly  and  are  fully  immersed 
in  the  Liposyn  aqueous  suspension.  Source  and  detector  separa¬ 
tion  was  6  cm  and  remained  constant.  The  inclusions  (either 
irregular  or  cylindrical)  were  suspended  in  the  Liposyn  mixture 
halfivay  between  the  source  and  the  detector  (inclusion  center  was 
3  cm  from  the  source  and  detector)  by  use  of  Pasteur  pipets  filled 
with  the  background  medium.  The  source  and  detector  were 
scanned  together  at  a  rate  of  0.65  mm/s  over  a  total  distance  of  14 
cm  starting  at  7  cm  away  from  the  center  of  the  inclusion  in  the  x 
direction.  Optical  data  were  acquired  every  0.88  s  during  the  scan. 


characterized  background  medium  to  simulate  an 
infinite  geometry.  The  source-  detector  separation 
for  these  experiments  remained  a  constant  6  cm, 
which  is  representative  of  the  thickness  of  a  slightly 
compressed  breast.  Inclusions  of  different  sizes 
and  shapes  were  then  suspended  in  the  medium 
equidistant  from  the  source  and  detector  by  use  of 
Pasteur  pipets  to  hold  them  in  place.  The  pipets 
were  filled  with  a  background  medium  to  reduce  the 
optical  perturbation  they  might  cause. 

We  formed  the  inclusion  material  into  irregular 
shapes  (by  cutting  cylindrical  shapes  with  razor 
blades)  and  into  a  10-cm-long  cylinder  using  the  two 
different  mixtures,  thus  creating  two  different  sets  of 
the  same  sizes  and  shapes.  The  cylinder  had  a  di¬ 
ameter  of  1.0  cm,  whereas  the  irregular  shapes  were 
created  to  have  the  same  volumes  as  the  spheres  with 
a  0.9-cm  diameter  (V"  =  0.43  cm^)  and  a  1.4-cm  di¬ 
ameter  (V  =  1.31  cm®),  respectively.  The  source  and 
detector  optical  fibers  were  scanned  together  over  a 
14-cm  distance  in  the  x  direction  (as  shown  in  Fig.  3) 
beginning  at  a  distance  of  approximately  7  cm  from 
the  center  of  the  inclusion  in  the  x  direction.  Scan¬ 
ning  was  performed  at  a  rate  of  0.65  mm/s,  and  data 
were  acquired  every  0.88  s,  providing  a  data  point 
every  572  |xm. 
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C.  Theoretical  Computation  of  Optical  Data  for  a 
Spherical  Inclusion 

We  calculated  the  theoretical  estimates  of  the  optical 
signals  using  an  analytical  solution  to  the  difl^sion 
equation  for  a  spherical  inclusion  embedded  in  an 
infinite  turbid  medium,  This  solution  was  imple¬ 
mented  in  a  photon  migration  imaging  software  pack¬ 
age  developed  by  Boas  et  al.  at  Massachusetts 
General  Hospital,  Charlestown,  Mass.,  as  part  of 
pubhcly  available  software.®^  TVo  types  of  iiieoret- 
ical  analysis  were  performed. 

Our  first  analysis  was  aimed  at  testing  the  hypoth¬ 
esis  that  the  dependence  of  AZ/Zolmax  OJI  (J-oOi 
A(x„  is  well  approximated  by  a  function  of  the  product 
®ven  outside  of  the  perturbation  regime  as  in 
the  cases  of  spheres  having  a  diameter  that  is  not 
much  smaller  than  the  source- detector  separation 
and  for  values  of  A|x„  that  are  not  much  smaller  than 
p„o-  This  means  that  A//7o|max>  c^^se  of  A|x„' 

=  0  considered  here,  is  independent  of  ijl^o  and  is  not 
affected  by  ix^o'  and  A|x„  separately,  but  only  by  their 
product  We  carried  out  this  theoretical 

analysis  for  two  sphere  diameters  (1.4  and  3.0  cm)  for 
the  case  in  which  the  sphere  is  equidistant  from  the 
source  and  detector  scanning  lines  (sphere  center  is 
3.0  cm  from  either  fiber  in  the  collinear  case).  For 
the  smaller  sphere  (1.4  cm  in  diameter),  we  also  con¬ 
sidered  a  1.5-cm  off-center  position,  where  the  dis¬ 
tances  from  the  sphere  center  to  the  source  and 
detector  fibers  were  1.5  and  4.5  cm,  respectively,  in 
the  collinear  condition. 

Our  second  theoretical  analysis  was  aimed  at  test¬ 
ing  the  effectiveness  of  our  new  method  for  the  mea¬ 
surement  of  tumor  oxygenation.  In  this  analysis,  we 
set  the  backgroimd  absorption  and  scattering  spectra 
p,„o(?^)  and  |Xso'(M,  respectively,  equal  to  typical  ab¬ 
sorption  and  reduced  scattering  spectra  for  breast 
tissue.  We  determined  the  absorption  spectra  by 
combining  the  absorption  contributions  from  typicM 
concentrations  of  oxyhemoglobin  (~4.4  (aM),  deoxy¬ 
hemoglobin  (~2.7  (J.M),  water  (~39.5%  volmne  by 
voliune),  and  lipids  (~60.5%  volume  by  volume)  in 
healthy  breast  tissue,  as  reported  by  Quaresima  et 
al.^^  In  the  spectral  region  that  we  considered  (680- 
880  nm),  |jl„o  ranged  from  0.023  cm~^  (at  680  nm)  to 
0.076  cm“^  (at  880  nm).  The  background-scattering 
spectrum  was  estimated  from  data  reported  by  Cu- 
beddu  et  al.  on  two  healthy  hmnan  subjects.^®  In  the 


spectral  region  that  we  considered  (680-880  nm), 
figo*  ranged  from  10.0  cm“^  (at  680  nm)  to  7.8  cm“^ 
(at  880  mn).  We  then  considered  spherical  lesions 
with  no  scattering  contrast  (Ajij,'  =  0)  and  with  an 
absorption  contrast  provided  by  a  hemoglobin  con¬ 
centration  of  60  |xM  (corresponding  to  Ap.^  =  0.12 
cm~^  at  800  nm).  As  in  the  first  analysis,  we  con¬ 
sidered  two  sphere  diameters  (1.4  and  3.0  cm)  in  the 
centered  case  (sphere  halfivay  between  the  som-ce 
and  the  detector  scanning  fines)  and  one  sphere  di¬ 
ameter  (1.4  crn)  in  the  off-center  case  (sphere  1.5-cm 
off  center).  The  maximum  relative  change  in  the 
optical  signal  induced  by  the  spherical  lesion  (A// 
^olraax)  was  Calculated  at  nine  wavelengths  (680,  720, 
730,  758,  768,  776,  800,  840,  and  880  nm)  as  a  func¬ 
tion  of  hemoglobin  saturation  values  within  the 
sphere  over  the  range  0-100%.  This  choice  of  wave¬ 
lengths  covered  the  680-880-nm  diagnostic  window 
and  included  the  local  maxima  and  minima  in  the 
deoxyhemoglobin  absorption  spectrum  (730  and  758 
nm,  respectively)  and  the  local  minimum  in  the  oxy¬ 
hemoglobin  absorption  spectrum  (680  nm). 

3.  Results 

A.  Measurement  of  the  Optical  Properties  of  the 
Inclusions  and  Background  Medium 

Table  1  shows  the  results  of  the  measurements  of  the 
optical  properties  of  the  inclusions  and  background 
medium.  The  range  of  Ap.^  is  from  0.014  to  0.12 
cm“^  when  we  consider  both  silicone  mixtures, 
whereas  the  range  of  Ap.^'  is  from  -0.5  to  -2.9  cm“^. 
Given  the  background  optical  properties  of  the  order 
of  0.02  cm“^  for  p-^o  and  9  cm~^  for  pgo't  the  absorp¬ 
tion  perturbations  are  approximately  70-600%  of  the 
background  absorption,  whereas  the  scattering  per¬ 
turbations,  in  absolute  value,  do  not  exceed  31%  of 
the  background-reduced  scattering  coefficient. 
These  conditions  are  representative  of  the  range  of 
optical  contrast  offered  by  tumors  in  the  human 
breast  in 

B.  Experimental  Measurements  of  for  Cylindrical 

and  Irregularly  Shaped  Inclusions 

Figure  4  shows  a  typical  result  of  the  optical  intensity 
I  measimed  during  a  linear  scan  across  the  object 
location  at  x  =  0.  Because  Ap^  >  0,  there  is  a  de¬ 
crease  in  detected  intensity  as  the  source- detector 


Table  1.  Summaty  of  the  Optical  Properties  of  the  Background  Material  (Liposyn  Suspension)  and  Inclusions  (Siiicone  Mixtures  A  and  B)  Used  in  the 

Experiments 


X  (nm) 

Silicone  Mixture  A 

Silicone  Mixture  B 

Lipos3m  Suspension 

p,„  (cm  *) 

P.'  (cm  ^) 

p,„  (cm  *) 

P.'  (cm  ') 

3 

i 

fi.’  (cm  ') 

752 

0.062(3) 

9.8(4) 

0.148(6) 

9.3(4) 

0.029(1) 

12.2(6) 

778 

0.055(2) 

9.7(4) 

0.127(5) 

9.8(4) 

0.028(1) 

11.7(6) 

786 

0.058(2) 

9.8(4) 

0.130(5) 

9.8(4) 

0.026(1) 

11.6(6) 

813 

0.055(2) 

9.3(4) 

0.119(5) 

9.6(4) 

0.024(1) 

11.1(5) 

830 

0.054(2) 

9.4(4) 

0.117(5) 

9.6(4) 

0.031(2) 

i0.5(5) 

840 

0.053(2) 

8.9(4) 

0.111(5) 

9.4(4) 

0.039(2) 

10.2(5) 

3832  APPLIED  OPTICS  /  Vol.  41 ,  No.  19  /  1  July  2002 


-7  -6  -5  -3  -2  -1  0  1  2  3  4  5  6  7 

Scan  coordinate,  x  (cm) 

Fig.  4.  Intensity  data  collected  at  813  nm  during  a  tandem  scan 
of  the  source  and  detector  optical  fibers  in  the  turbid  medium 
containing  an  irregular  inclusion  (volume  of  1.3  cm^).  The  ab¬ 
sorption  and  the  reduced  scattering  coefficients  of  the  inclusion 
were  0.119  and  9.6  cm“',  respectively.  Background  absorption 
p,„o  was  0.024  cm“^,  and  background-reduced  scattering  n,,o'  was 
11.1  cm”*.  The  scan  coordinate  1  =  0  corresponds  to  the  location 
of  the  center  of  the  inclusion  in  the  scan.  The  maximum  intensity 
change  caused  by  the  inclusion  and  the  background  inten¬ 

sity  /q  are  indicated. 


pair  approaches  the  inclusion  during  the  scan.  The 
background  value  Iq  and  the  maximum  (in  absolute 
value)  intensity  change  |  indicated  in  Fig.  4. 

The  spectrum  of  (A7)^ax/^(^)  is  then  used  by  our 
method  to  guide  the  choice  of  the  two  wavelengths 
and  X2  that  are  used  to  measure  the  oxygenation  of 
the  embedded  object  according  to  Eq.  (7). 

The  experimental  results  for  -A///o|„ax  as  a  func¬ 
tion  of  the  product  |Xgo'^|J‘'a  reported  in  Fig.  5(a) 
for  the  irregularly  shaped  inclusions  and  in  Fig.  5(b) 
for  the  cyhndrical  inclusion.  In  both  cases,  the  fact 
that  the  experimental  data  of  AI/Io\^^  for  a  range  of 
values  of  fjLgo'  and  (see  Table  1)  are  distributed 
along  a  single  curve  as  a  function  of  the  product 
(Xgo' A|x„  is  indicative  of  the  dependence  of  A/ //oLax 
|jLso'A|Xa.  In  Figs.  5(a)  and  5(b),  the  functions  of 
are  represented  by  continuous  curves.  The 
deviations  of  the  experimental  points  from  the 
smooth  lines  are  assigned  to  experimental  errors  and 
to  the  approximate  fulfillment  of  the  condition  Ap.^'  = 
0  (see  Table  1).  These  experiments  confirm  our  hy¬ 
pothesis  that  is  only  a  function  of  the  prod¬ 

uct  p,so'Ap,o  [as  hypothesized  in  Eq.  (3)]  even  for 
objects  with  a  relatively  large  size,  cylindrical  or  ir¬ 
regular  shape,  and  relatively  high-absorption  con¬ 
trast.  Fiurthermore,  as  also  hypothesized,  A7 /lolmax. 
varies  monotonically  with  p,so'Ap,„. 

G.  Theoretical  Calculations  of  A///o|ma„  for  Spherical 
Inclusions 

Figure  6(a)  shows  the  calculated  dependence  of  —A// 
/olmax  oil  the  product  p.^o'^li'a  for  a  spherical  object 
embedded  in  a  uniform  turbid  medium.  As  de¬ 
scribed  in  Subsection  2.C,  we  considered  two  sphere 
diameters  (1.4  and  3.0  cm)  for  the  case  in  which  the 


Fig.  5.  Experimental  results  for  as  a  function  of 

p,„o'Ap,„  for  (a)  irregular  inclusions  and  (b)  a  cylindrical  inclusion. 
The  volume  V  of  the  irregular  inclusions  and  the  diameter  d  of  the 
cylindrical  inclusion  are  indicated  in  (a)  and  (b),  respectively. 


sphere  is  equidistant  from  the  source  and  detector 
fibers  and  one  sphere  diameter  (1.4  cm)  for  the  off- 
axis  case  in  which  the  sphere  is  1.5  cm  off  the  midline 
between  the  source  and  the  detector.  The  absorp¬ 
tion  coefficient  of  the  background  medium  (p-^o)  is 
0.06  cm“^,  and  the  scattering  perturbation  (Ap.^')  is 
set  to  zero.  In  all  three  cases  considered,  we  found 
that  A///o|n,ax  is  nof  separately  dependent  on  p,go'  and 
Ap,„,  but  it  only  depends,  monotonically,  on  their 
product  [see  Fig.  6(a)].  Furthermore,  Fig.'  6(b) 
shows  that  A///ojmax  is  weakly  dependent  on  p,„o  over 
the  range  of  optical  properties  of  interest. 

D.  Theoretical  Test  of  the  New  Method  to  Measure  the 
Oxygenation  of  Optical  Inclusions 

To  test  the  effectiveness  of  our  new  method,  we  com¬ 
puted  the  values  of  -AZ/Zolmax  at  ame  wavelengths 
(680,  720,  730,  758,  768,  776,  800,  840,  and  880  nm) 
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mo'An.(cm^ 


Fig.  6.  Dependence  of  versus  (a)  and  (b)  |x<,o 

calculated  by  the  diffusion  theory  for  a  spherical  object  in  an  infi¬ 
nite  turbid  medium.  In  (a)  ix^o  =  0.06  cm”*;  in  (b)  p.,o'AM-a  =  1.5 
cm”*;  in  both  (a)  and  (b)  Ap.^'  =  0.  Two  sphere  diameters  d  were 
considered  (1.4  and  3.0  cm)  for  the  case  in  which  the  sphere  is 
centered  between  the  source  and  the  detector,  and  one  sphere 
diameter  (1.4  cm)  was  considered  for  the  case  in  which  the  sphere 
is  1.5  cm  ofif  center  (uncentered  case).  The  volume  V  of  the 
spheres  was  also  indicated — the  open  (closed)  symbols  in  (a)  refer 
to  constant  values  of  |Xso'(Ap,„). 


for  a  spherical  inclusion  in  a  case  that  mimics  a  re¬ 
alistic  condition  in  optical  mammography.  As  de¬ 
scribed  in  Subsection  2.C,  we  set  the  background 
scattering  and  absorption  spectra  equal  to  represen¬ 
tative  spectra  for  healthy  breast  tissue  obtained  from 
literature  data.^’®^  We  observe  that,  because  of  the 
results  of  Fig.  6(b),  the  background  absorption  spec¬ 
trum  plays  a  minor  role  in  the  determination  of  A// 
■^oimax'  We  set  the  hemoglobin  concentration  of  the 
embedded  lesion  to  a  value  60  |xM  higher  than  that  in 
the  background,  and  we  varied  the  hemoglobin  satu¬ 
ration  of  the  sphere  over  the  range  0-100%.  The 
resulting  spectra  of  the  product  ix^o'  Aij-o  for  SO2  val¬ 
ues  of  0,  20,  40,  60,  80,  and  100%  are  reported  in  Fig. 
7,  where  we  also  indicate  with  dashed  lines  the  wave¬ 
lengths  used  in  our  calculations.  On  the  basis  of  our 
key  hypothesis  [Eq.  (3)],  the  spectra  of  Fig.  7  are 
representative  of  the  spectra  of  Al/Iojmax-  We  com¬ 
pared  the  measurements  of  the  hemoglobin  satura- 
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Fig.  7.  Spectra  of  |x,o'Ap,„  used  in  the  theoretical  test  of  our 
method  for  SOj  values  of  0,  20,  40,  60,  80,  and  100%.  The  wave¬ 
lengths  used  in  our  theoretical  calculations  are  shown  by  dashed 
lines.  The  symbols  (matching  the  symbols  of  Fig.  8)  identify  the 
wavelength  pairs  that  minimize  the  difference  between  A///olSax 
and  (which  is  the  criterion  used  in  our  method  to  select 

the  particular  wavelength  pair)  for  each  value  of  SOj. 


tion  in  the  lesion  obtained  (1)  by  using  Eq.  (5)  and  a 
ratio  A|x„()v.2)/Ap,o(Xi)  computed  with  the  perturba¬ 
tion  theory  [Eq.  (2)]  from  the  intensity  change  AI/ 
/glmax  measured  at  two  fixed  wavelengths  and  (2)  by 
using  our  new  method  [Eq.  (7)]  at  two  wavelen^hs 
that  are  at  least  40  nm  apart  and  that  minimize  the 
absolute  value  of  the  difference  A//JoLax(^2)  ~  A// 
/oLax(^i)-  Both  approaches  require  knowledge  of 
the  backgroimd-reduced  scattering  coefficient,  which 
was  known  in  our  theoretical  computations  and 
which  can  be  measured  with  time-resolved  methods 
in  a  practical  implementation  to  the  human  breast. 
The  results  of  the  perturbation  analysis  for  a  number 
of  wavelength  pairs  are  shown  in  Fig.  8(a)  for  a  1.4- 
cm-diameter  sphere  (on  the  midline  between  the 
source  and  the  detector),  in  Fig.  8(c)  for  a  3.0-cm- 
diameter  sphere  (on  the  midline  between  the  source 
and  the  detector),  and  in  Fig.  8(e)  for  a  1.4-cm- 
diameter  sphere  off  the  midline  by  1.5  cm.  The  re¬ 
sults  of  our  new  method  are  shown  in  Fig.  8(b) 
(sphere  diameter  of  1.4  cm,  on  the  midline).  Fig.  8(d) 
(sphere  diameter  of  3.0  cm,  on  the  midline),  and  Fig. 
8(f)  (sphere  diameter  of  1.4  cm,  1.5  cm  off  the  mid¬ 
line).  These  results  show  that  our  new  method  can 
achieve  accurate  measurements  of  the  oxygenation  of 
spherical  regions  over  the  full  range  of  oxygenation 
values  and  independent  of  the  size  and  location  of  the 
sphere.  The  wavelength  pairs  that  minimize  the 
difference  between  A///o|ro£j  and  A//7oj[^£j  [which  is 
the  criterion  used  to  select  the  particular  wavelength 
pairs  in  Figs.  8(b),  8(d),  and  8(f)]  for  the  cases  of  SO2 
equal  to  0,  20,  40,  60,  80,  and  100%  are  indicated  in 
Fig.  7.  We  also  computed  SO2  using  all  nine  wave¬ 
lengths  [by  fitting  a  linear  combination  of  the  oxyhe¬ 
moglobin  and  deoxyhemoglobin  extinction  spectra  to 
Ap.„(Ki)  from  Eq.  (2)]  (data  not  shown),  and  we  found 
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Fig.  8.  Calculations  of  the  oxygen  saturation  (SOj)  of  spherical  inclusions  versus  their  actual  value  [80^“'^““'']  used  to  compute  the  optical 
data  from  diffusion  theory,  (a),  (c),  and  (e)  show  the  perturbation  approximation  method  when  two  fixed  wavelengths  were  used  to 
calculate  SO2.  (b),  (d),  and  (f)  use  the  new  method,  which  uses  appropriately  chosen  wavelength  pairs  to  determine  SO2.  (a)  and  (b)  are 
calculations  for  a  centered  1.4-cm-diameter  sphere;  (c)  eind  (d)  are  calculations  for  a  centered  3.0-cm-diameter  sphere;  and  (e)  and  (f)  are 
calculations  for  an  uncentered  (1.5-cm  off  center)  1.4-em-diameter  sphere,  The  criterion  to  choose  the  most  appropriate  wavelength  pair 
from  the  measured  optical  intensity  is  given  in  the  text  (Subsection  2.A). 
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no  improvement  on  the  fixed-wavelength  pair  results 
of  Figs.  8(a),  8(c),  and  8(e). 

4.  Discussion 

We  used  first-order  perturbation  theory  as  a  guide  to 
develop  our  new  method.  In  fact,  oiu-  major  hypoth¬ 
esis  (namely,  that  in  the  case  =  0,  the  ratio 
A//Jolmax  depends  only  on  wavelength  through  the 
product  is  suggested  by  the  proportionality 

between  ^//olma? ^  snd  found  in  the  pertur¬ 

bation  limit  [see  Eq.  (2)].  Furthermore,  the  expres¬ 
sion  for  the  ratio  Ap^lXa) / Apa(^i)  [EQ-  (6)1  ti^st  we  use 
to  compute  the  tiunor  saturation  according  to  Eq.  (5) 
is  the  same  as  the  one  provided  by  first-order  pertiu*- 
bation  theory  [Eq.  (2)].  Therefore  it  may  appear 
that  our  approach  is  exclusively  based  on  first-order 
perturbation  theory.  This  is  not  the  case  because 
one  key  feature  of  our  new  method,  namely,  the  cri¬ 
terion  to  select  the  two.  wavelengths  \i  and  X2,  is 
based  on  the  results  of  Fig.  6,  which  refer  to  situa¬ 
tions  that  are  beyond  the  limits  of  applicability  of 
first-order  perturbation  theory.  As  a  result,  even  if 
A7//olmax  does  not  show  a  linear  dependence  on 
ss  predicted  by  first-order  pertimbation  the¬ 
ory,  our  method  still  provides  accurate  readings  of 
the  tumor  saturation,  provided  that  one  can  identify 
two  wavelengths  and  X2  such  that  AZ/Zoimax 
AZ/ZolmlL-  Of  course,  this  latter  requirement  be¬ 
comes  redundant  in  the  perturbation  limit,  where 
AZ/Zolmax  is  indeed  proportional  to  pjo'Ap^,  and  less 
critical  in  a  regime  of  quasi-proportionality  between 
AZ/ZoLax  and  As  shown  by  Figs.  5  and  6(a), 

this  proportionality  occurs  approximately  for  values 
of  p-jo'Ap-o  that  are  smaller  than  ~0.5  cm“^  (i.e.,  for 
values  of  A|x„  <  0.05  cm“^  if  ~  10  cm~^),  even 
though  the  size  of  the  inclusion  dso  affects  the  extent 
of  the  quasi-proportionality  range.  In  summary,  the 
success  of  our  method  depends  on  the  fulfillment  of  at 
least  one  of  the  three  following  conditions: 

1.  relatively  small  tumors; 

2.  relatively  small  tumor  background  absorption 
contrast;  or 

3.  identification  of  two  wavelengths,  at  least  40 
nm  apart,  such  that  AZ/Zo|[J)i 

The  fulfillment  of  conditions  1  and  2  allows  the  ap¬ 
plicability  of  the  perturbative  relationship  given  in 
Eq.  (2),  whereas  the  fulfillment  of  condition  3  enables 
the  application  of  Eq.  (7)  on  the  basis  of  Eq.  (3).  In 
general,  if  condition  3  above  cannot  be  fiilMed,  the 
most  accurate  measurement  of  SOg  will  come  from 
the  wavelengths  where  the  optical  signal  is  least  af¬ 
fected  by  the  tumor,  i.e.,  for  the  wavelengths  at  which 
the  absolute  value  of  AZ/Zo|„,ax  is  the  smallest. 

The  idea  behind  the .  development  of  our  new 
method  is  that  a  robust  approach  to  the  optical  oxim¬ 
etry  of  breast  cancers  will  improve  the  diagnostic 
value  of  optical  mammography.  Instead  of  trying  to 
obtain  a  full  solution  of  the  inverse  imaging  problem 
to  determine  the  size,  shape,  location,  and  optical 
properties  of  the  tumor,  we  aim  at  measuring  one 
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physiological  parameter,  namely,  the  tiunor  oxygen¬ 
ation,  using  a  method  that  is  insensitive  to  the  size, 
shape,  and  location  of  the  tumor.  The  insensitivity 
to  the  shape  of  the  inclusion  is  shown  by  the  experi¬ 
mental  results  of  Fig.  5,  whereas  the  insensitivity  to 
the  size  and  location  of  the  inclusion  is  shown  by  the 
theoretical  results  of  Figs.  6  and  8.  This  approach 
has  the  potential  of  being  more  robust  in  practical 
clinical  measurements  with  respect  to  full  recon¬ 
struction  schemes.  The  only  information  required 
by  our  method  is  (1)  the  spectrum  of  the  background¬ 
scattering  coefficient  Pso'lX),  (2)  the  background  in¬ 
tensity  Zo(X),  and  (3)  the  maximum  intensity  change 
(AZ)„,ax  caused  by  the  tumor.  To  best  apply  our 
method,  the  spectral  measurements  should  be  con¬ 
ducted  at  a  large  number  of  wavelengths  in  the  range 
680-880  nm,  possibly  continuously  over  this  spectral 
band. 

In  view  of  the  actual  implementation  of  this  new 
method  to  clinical  optical  mammography,  it  is  worth 
commenting  on  the  required  measurements  of  Pso’ W 
and  Zo(X).  What  is  really  required  by  our  method  is 
the  ratio  Pso'(^i)/ P'so'(^2)  so  that  the  spectral  shape  of 
rather  than  its  absolute  value,  is  the  critical 
quantity.  This  fact  minimizes  the  influence  of  tissue 
inhomogeneity  because  it  has  been  reported  that  the 
spectral  shape  of  but  not  its  absolute  value,  is 
relatively  constant  at  different  breast  locations.^ 
As  a  result,  iXgo'M  can  be  measured  when  time- 
resolved  measurements  are  averaged  at  several 
breast  locations.  Because  of  the  featureless  scatter¬ 
ing  spectrum,  measurements  at  a  few  discrete  wave¬ 
lengths  X^  can  be  effectively  extrapolated  to  yield  a 
continuous  spectrum  of  Pso’(^)>  demonstrated  by 
Bevilacqua  et  al.^  With  respect  to  the  measure¬ 
ment  of  the  background  intensity  Zo(X),  in  the  pres¬ 
ence  of  a  heterogeneous  background  such  as  breast 
tissue,  it  may  be  appropriate  to  consider  an  average 
background  intensity  over  a  specifically  selected 
breast  area  rather  than  the  intensity  measured  at  a 
particular  breast  location. 

Our  method  is  expected  to  be  insensitive  to  bound¬ 
ary  conditions.  In  fact,  it  has  been  reported  that 
measurements  based  on  comparing  or  ratioing  data 
at  two  wavelengths  [our  method  is  based  on  a  condi¬ 
tion  that  involves  the  ratios  AZ/Zq|[J;^  and  AZ/Zo|m^  to 
assess  the  ratio  Apo(Xi)/Ap„(X2)]  are  highly  insensi¬ 
tive  to  boundary  conditions.®®’®®  For  this  reason,  we 
believe  that  the  experimental  and  theoretical  results 
presented  here,  which  we  obtained  using  effectively 
infinite  media,  are  applicable  to  the  bounded  breast 
case  of  Fig.  1. 

The  new  method  that  we  present  in  this  paper  is 
aimed  at  quantifying  the  oxygen  saturation  associ¬ 
ated  with  Apa,  i.e.,  with  the  additional  absorption  at 
the  tumor  location  with  respect  to  the  background 
tissue  [see  Eq.  (5)].  We  have  argued  that  Ap„  is 
indeed  representative  of  the  tumor  absorption  [p„  ]  if 
(1)  the  absorption  at  the  tumor  location  results  from 
the  sum  of  the  background  (healthy  tissue)  absorp¬ 
tion  (poo)  plus  the  tumor  contribution  [p„'  =  Ap^]  or 
if  (2)  the  tumor  absorption  pj,*’  is  equal  to  p„o  +  Ap„ 


and  A|x„  »  |jl„o  Qiigh-contrast  tumor).  For  the  case 
in  which  =  jju^o  +  A|x„,  but  A|jl„  is  not  much 
greater  than  ix^o,  the  tumor  saturation  may  not 
be  accurately  represented  by  SO2  of  Eq.  (5).  In  this 
case,  the  tumor  saturation  is  given  by 


is  independent  of  Ap,„(\i).  As  a  result,  SO2*  mono- 
tonically  increases  (or  decreases)  from  to  SO2  as 
the  tumor  contrast  increases.  This  is  graphically 
shown  in  Fig.  9  for  the  case  =  70%,  |ioo(800  nm) 
=  0.02  cm~^  (a  reasonable  estimate  of  the  back- 


SOf  = 


£Hb(^2)  ~  £Hb(ki) 


>*>00(^2)  +  I^Ap,a(Xi) 
P-oo(kl)  +  Ap,„(Xi) 


[EHb(k2)  ~  EHb02(k2)]  +  [eHb02(^l)  ~  £Hb(k:)] 


^■00(^2)  +  i?A[Xn(\i) 
M-ao(kl)  +  A|Xo(Xi) 


(8) 


where  R  =  A(jLo(X2)/A|Xo(Xi)  is  the  ratio  used  in  our 
method  to  calculate  SO2.  Because  R  is  of  the  order 
of  |Xso'(ki)/fJiso'(^2)>  if  is  typically  close  to  1.  As  ex¬ 
pected,  given  by  Eq.  (8)  tends  to  the  background 
saturation  [S02°^]  in  the  limit  A(i„  — »  0  and  to  the 
saturation  based  on  Aix„  (SO2)  in  the  limit  Ap-^  ^ 
p„o-  Th6  derivative  of  with  respect  to  Ap„(Xi) 
at  constant  R  is  given  by 


ground  hemoglobin  absorption  in  breast  tissue),  and 
SO2  values  of  0, 20, 40,  60,  80,  and  100%.  Therefore 
we  can  conclude  that  the  sign  of  SO2*  -  SO^°^,  which 
indicates  whether  the  tumor  is  more  oxygenated  or 
less  oxygenated  than  the  background  healthy  tissue, 
is  accurately  given  by  the  sign  of  SO2  -  inde¬ 
pendent  of  the  tumor  contrast.  Furthermore,  Fig.  9 
indicates  that,  for  Ap„  >  0.1  cm“^  and  tumor  satu- 


_ [P-ao(k2)  ■RP‘ao(ki)][£Hb(k2)EHb02(ki)  ~  £Hb(ki)£Hb02(k2)] _ 

{[eHb(k2)  —  eHb02(k2)][pao(^^l)  +  Apo(Xi)]  +  [SHbOjCkl)  “  eHb(ki)][pao(k2)  +  -KApoCXi)]}^ 


Equation  (9)  shows  that,  for  any  given  value  of  R,  the 
sign  of  the  derivative  of  SO2'  with  respect  to  Ap^Cki) 


Fig.  9.  Schematic  for  the  case  in  which  the  tumor  absorption  is 
better  represented  by  p,„o  +  Ap,„  then  by  Ap,„  and  showing  the 
dependence  of  the  tumor  saturation  [SO2’]  on  Ap,„(Xi)  for  a  back¬ 
ground  saturation  SO™*  =  70%  and  six  different  values  (0,  20,  40, 
60,  80,  100%)  of  SO2.  SO2  is  the  saturation  based  on  Ap,„(Xi)  and 
Ap,„(X2)  that  is  provided  by  our  new  method.  For  each  value  of 
SO2,  we  considered  the  corresponding  optimal  wavelength  pair 
that  is  given  in  Figs.  7  and  8.  If  p,J(’  >=  Ap,„,  then  SOj  provides  an 
accurate  measurement  of  the  tumor  saturation  [SO^'*  =  SOj],  and 
the  curves  in  this  figure  are  replaced  by  horizontal  lines  indepen¬ 
dent  of  Ap,„. 


ration  values  greater  than  40%,  S02^  and  SO2  differ 
by  no  more  than  —5%.  An  estimate  of  Ap„(Xi),  for 
example,  on  the  basis  of  Eq.  (2),  may  lead  to  a  refine¬ 
ment  of  the  tumor  saturation  measurement  from  the 
values  of  SO2  (with  oiu:  new  method)  and  S02°^  (mea- 
SOTable  on  healthy  breast  tissue).  We  conclude  by 
stressing  that  this  latter  discussion  based  on  Eqs.  (8) 
and  (9)  pertains  only  to  the  cases  in  which  the  tumor 
absorption  is  better  represented  by  p„o  +  by 

Apo.  If  p^'^  =«  Apo,  then  SO2  provides  an  accurate 
measurement  of  the  tumor  saturation. 

5.  Conclusion 

We  have  presented  a  novel  optical  method  to  quan¬ 
titatively  measure  the  oxygen  saturation  of  breast 
tumors.  In  the  field  of  optical  mammography,  the 
most  appropriate  number  of  wavelengths  to  be  used 
and  the  choice  of  those  wavelengths  are  commonly 
questioned.  According  to  our  method,  the  optimal 
number  of  wavelengths  to  measure  the  tumor  oxy¬ 
genation  is  two  (within  the  range  680-880  nm),  but 
the  two  specific  wavelengths  depend  on  the  particular 
value  of  the  tumor  oxygenation.  Therefore  our 
method  requires  the  collection  of  optical  data  at  mul¬ 
tiple  wavelengths,  ideally  a  continuum,  and  then  se¬ 
lection  of  the  two  optimal  near-infrared  wavelengths 
for  each  tumor  on  the  basis  of  a  specific  criterion 
[namely,  the  minimization  of  the  absolute  value  of 
the  difference  A7/7oi„a2.(X2)  -  A7/7oLax(^Vi)].  After 
the  optimal  wavelen^h  pair  has  been  selected,  our 
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method  describes  the  way  to  process  the  optical  data 
at  these  two  wavelengths  to  obtain  the  tumor  oxy¬ 
genation.  From  laboratory  experiments  and  theo¬ 
retical  calculations,  we  have  foxmd  that  we  can 
accurately  measure  the  oxygenation  of  embedded  le¬ 
sions  over  the  full  range  0-100%  independently  of 
their  size,  shape,  and  depth.  This  method  offers  the 
potential  to  improve  the  diagnostic  capability  of  op¬ 
tical  mammography. 

We  conclude  by  observing  that,  even  if  we  have 
described  an  application  to  the  oximetry  of  breast 
tumors,  our  method  lends  itself  to  measuring  the 
oxygenation  of  other  hemoglobin-rich  localized  tissue 
areas  as  well.  For  example,  the  focal  increase  in 
cerebral  hemoglobin  concentration  induced  by  se¬ 
lected  cerebral  activity,  a  localized  hematoma,  or  rel¬ 
atively  large  blood  vessels  can  be  investigated  by 
some  of  the  basic  ideas  presented  here  to  measure 
their  oxygenation  levels. 
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Abstract 

We  present  a  model  that  describes  the  effect  of  physiological  parameters 
such  as  the  speed  of  blood  flow,  local  oxygen  consumption,  capillary 
recruitment,  and  vascular  dilation/constriction  on  the  concentration  and  oxygen 
saturation  of  haemoglobin  in  tissue.  This  model  can  be  used  to  guide  the 
physiological  interpretation  of  haemodynamic  and  oximetric  data  collected 
in  vivo  with  techniques  such  as  optical  imaging,  near-infrared  spectroscopy 
and  functional  magnetic  resonance  imaging.  In  addition  to  providing  a 
formal  description  of  well-established  results  (exercise-induced  hyperemia, 
reperfusion  hyperoxia,  decrease  in  the  concentration  of  deoxyhaemoglobin 
induced  by  brain  activity,  measurement  of  arterial  saturation  by  pulse  oximetry, 
etc.),  this  model  suggests  that  the  superposition  of  asynchronous  contributions 
from  the  arterial,  capillary  and  venous  haemoglobin  compartments  may  be  at 
the  origin  of  observed  out-of-phase  oscillations  of  the  oxyhaemoglobin  and 
deoxyhaemoglobin  concentrations  in  tissue. 


1.  Introduction 

Several  medical  imaging,  diagnostic  and  research  tools  are  sensitive  to  the  haemoglobin, 
in  its  oxygenated  and/or  deoxygenated  forms,  that  is  present  in  the  blood.  For 
example,  near-infrared  spectroscopy  (NIRS)  measures  the  optical  absorption  associated 
with  oxyhaemoglobin  and  deoxyhaemoglobin,  and  BOLD  (blood  oxygen  level-dependent) 
functional  magnetic  resonance  imaging  (fMRI)  is  based  on  magnetic  susceptibility  changes 
induced  by  paramagnetic  deoxyhaemoglobin.  NIRS  measurements  of  the  concentration  and 
oxygen  saturation  of  haemoglobin  in  tissue,  the  fMRI  BOLD  signal  and  any  measurement  of 
blood  oxygenation  in  vivo  are  the  result  of  the  interplay  among  a  number  of  physiological 
parameters  such  as  blood  volume,  blood  flow  and  metabolic  rate  of  oxygen.  Several  models 
have  been  developed  for  the  coupling  between  cerebral  blood  flow  and  oxygen  metabolism 
(Buxton  and  Frank  1997,  Hyder  etal  1998),  for  the  relationship  between  the  BOLD  signal 
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Figure  1.  Schematic  representation  of  our  model.  A  blood  vessel  of  cross  section  Obv  intersects 
for  a  length  Lbv  the  volume  V  probed  by  the  measurement  technique  of  interest  The  average  blood 
speed  within  the  vessel  is  indicated  with  r**’*“^\  while  62  represents  the  rate  of  oxygen  diffusion 
from  the  blood  vessel  to  the  tissue  within  volume  V. 


and  the  cerebral  blood  volume,  blood  flow  and  oxygen  consumption  (Ogawacfa/  1993, 
Mandeville  ef  a/  1999,  Hogeefa/  1999),  and  for  the  dynamic  bioenergetic  relationship 
between  the  deoxyhaemoglobin  concentration  measured  by  NIRS  and  muscle  oxygen 
consumption  (Binzoni  etal  1999).  It  has  been  shown  that  the  interpretation  of  optical  data 
can  be  guided  by  the  same  haemodynamic  modelling  principles  used  for  the  fMRI  BOLD 
signal  (Mayhew  etal  2001).  In  this  note,  we  present  a  general  haemodynamic  model  that 
relates  the  concentration  and  oxygen  saturation  of  haemoglobin  in  tissue  to  a  number  of 
physiological  parameters  such  as  the  speed  of  blood  flow,  the  local  oxygen  consumption, 
capillary  recruitment  and  vascular  dilation/constriction.  This  model  specifies  the  conditions 
that  determine  a  higher  or  lower  sensitivity  of  the  concentration  and  saturation  of  haemoglobin 
in  tissue  to  these  physiological  parameters.  The  analytical  relationships  derived  here  can  be 
used  to  guide  the  physiological  interpretation  of  haemoglobin-related  measurements  in  living 
tissue. 

2.  The  model 

The  schematic  representation  of  the  problem  is  illustrated  in  figure  1.  A  blood  vessel  of  cross 
section  Obv,  in  which  blood  flows  with  an  average  speed  intersects  for  a  length  Lbv  the 

volume  V  of  interest.  For  instance,  V  may  be  a  voxel  in  fMRI  or  optical  imaging,  or  the  tissue 
region  probed  by  NIRS,  i.e.  the  volume  that  contains  most  of  the  photon  migration  paths  from 
the  illumination  point  to  the  collection  optical  fibre.  As  the  blood  flows  within  volume  V, 
the  concentration  of  oxygen  in  the  blood  ([02]^*’'"^^)  may  decrease  as  a  result  of  oxygen 
diffusion  to  tissue  cells,  where  the  decrease  rate  is  proportional  to  the  difference  between  the 
oxygen  concentrations  in  the  plasma  and  in  the  tissue  ([02]*"““'^) .  This  diffusion 

process  may  be  described  by  assigning  to  each  oxygen  molecule  a  probability  of  extraction 
per  unit  time  (k),  which  depends  on  the  permeability  and  surface  area  of  the  blood  vessel  wall 
(Buxton  and  Frank  1997).  By  using  the  speed  of  blood  flow  the  probability  of  oxygen 

extraction  per  unit  length  along  the  blood  vessel  can  be  written  as  As  a  result,  if  I 

is  the  line  coordinate  along  the  blood  vessel,  one  can  write 

-  [02]“’-"'>)  =  (1) 

where  r  =  ([02]*’’'“®"’“'  —  [02]*‘'““'’)/[02]'*’''’'’‘‘^  By  defining  ag,  =  kr,  and  assuming  that 
Oq,  and  are  independent  of  / 

gp, 

[O^]  (blood)  (,)  ^  [O^l^bloocDg-^itK,.,,/  ^2) 
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where  the  subscript  0  in  indicates  the  oxygen  concentration  in  the  blood  at  /  =  0, 

i.e.  before  any  oxygen  extraction  occurs  within  volume  V.  From  equation  (2),  the  total  rate 
of  oxygen  extraction  (62)  over  the  length  Lbv  of  the  blood  vessel  is  given  by  62  = 
[O2]o*’  [1  —  exp  (— / c^'’'“^*)]c''’'“^Vbv  which  shows  the  dependence  of  the  oxygen 

extraction  rate  on  Oq,  and  c®*™**.  Tlie  average  value  of  [02]*'’'“*'’  within  volume  V  can  be 
easily  calculated  as  follows; 


I  /'t'bv  . /  “6,t-bv\  y,(blOOd) 

(f02](Wood))^  =  —  /  [02]'‘’'“*'>(/)  dZ  =  [02]^'”“^’  (  1  -  e"  .  (3) 

^bv  JO  y  y 

The  derivation  of  equation  (2)  is  based  on  the  assumption  that  ofo2  ^  function  of  /. 
If  [02]*'’'°™“*  »  [02]^''““'',  which  is  an  approximation  that  has  been  used  for  brain  tissue 
(Buxton  and  Frank  1997,  HyderefaZ  1998)  the  spatial  uniformity  of  implies  that  the 
ratio  [02]^'’'“™”’/[02]*'’’“’‘'*  is  not  a  function  of  the  blood  oxygenation.  Because  of  the 
nonlinear  oxygen  equilibrium  curve  of  haemoglobin,  this  assumption  is  not  strictly  correct, 
but  Buxton  and  Frank  found  that  the  nonlinear  correction  to  equation  (2)  is  not  significant 
(Buxton  and  Frank  1997).  However,  Hyder  et  al,  who  also  used  r  «  [02]<p'“"’‘'V[02]“’'“^\ 
allowed  for  a  variable  diffusivity  aq,  in  their  model  for  the  regulation  of  cerebral  oxygen 
delivery  (Hyder  efaZ  1998).  Mayhew  et  al  proposed  that  [02]'"®*““^  should  not  be  neglected 
in  r  (Mayhew  et  al  2001),  so  that  an  increased  cellular  utilization  rate  of  oxygen  can  directly 
increase  the  probability  of  oxygen  extraction  a(^  by  decreasing  [02]^*“®“'^  and  thereby 
increasing  the  [O2]  gradient  across  the  blood  vessel  wall.  Here,  we  proceed  on  the  assumption 
that  Q!oj  is  uniform  over  the  length  L\r,  of  the  blood  vessel,  but  we  allow  for  temporal  changes 
of  associated  with  changes  in  [02]*'“®“®'  that  reflect  changes  in  the  cellular  metabolic 
rate  of  oxygen.  The  concentration  of  oxygen  in  the  blood  [02]'*’'°“”  results  from  two 
contributions;  from  dissolved  oxygen  in  the  plasma  ([02]*'’'®®"'®^)  and  from  oxygen  bound 
to  haemoglobin  ([02]*''“"’°*'°’’"’').  Because  [02]^’’’“"’“*  normally  accounts  for  only  1-3%  of 
[02]^'’''’°''’  (Guyton  and  Hall  2000),  we  will  consider  [02]*’’'“°^'  ^  [Q^jOiBemogiobin)^  jp  jj,g 
concentration  of  oxyhaemoglobin  in  the  blood  [Hb02]*'’''^’  i[02]‘'’'“'^^  (where  the  factor 

1/4  accounts  for  the  four  binding  sites  for  oxygen  at  each  haemoglobin  molecule).  The 
concentration  of  oxyhaemoglobin  in  the  tissue  volume  V([Hb02]^'''®“®’)  can  be  written  as 
the  average  concentration  of  oxyhaemoglobin  in  the  blood  times  the  blood-volume  fraction 
Vbv/  V.  Using  equation  (2)  and  the  approximate  proportionality  between  [Hb02]''’''’‘^'  and 
[02]^'’'°°''’,  [Hb02]^"““®^  can  be  expressed  as  follows: 


[Hb02]"“*“®’  =  ([Hb02]'‘’'‘’'’‘'% 


l^bv 


=  [Hb02]{|'’'°'^’ 


(- 


Vbv 

e  c^'Tood)  I 


=  SO 


I  (blood) 

-lo 


[HbT] 


(blood) 


/  OftDjLbv  y 

(l-e-5 


f<bloo«i)  I  . 

)  «o,V 


(4) 


where  the  subscript  0  indicates  the  initial  value  at  /  =  0,  before  any  oxygen  extraction  occurs 
in  volume  V,  [HbT]“’'°'’‘')  =  [HbOj]™”'^'  +  [Hb]™"^'  is  the  total  haemoglobin  concentration 
in  the  blood  (we  drop  the  subscript  0  in  [HbT]**’'”™'^  because  the  total  concentration  of 

haemoglobin  is  not  a  function  of  Z),  and  SO2I0  =  is  the  oxygen  saturation 

of  haemoglobin  at  Z  =  0.  From  equation  (4)  it  is  straightforward  to  derive  the  following 
expressions  for  the  concentrations  of  deoxyhaemoglobin  and  total  haemoglobin  in  tissue 
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([Hb]‘''“"')  and  [HbT]»““'»  =  [Hb02]'"““'»  +  [Hb]<'‘“‘“>.  respectively),  and  for  the  tissue 
saturation  (StOa  =  [Hb02]“‘“"'y[HbT]‘“““>); 


[Hb]"‘““‘^  _  j^j,yj(ti5sue)  _  |;Hb02]'''“"'' 


(g6,t.bv\  _(blood) 

1  _  e“7iw  ] - 

j  £*62  ^bv 


[HbT]'*'““’  =  [Hbr]'*”"^' 


Vb, 


(5) 

(6) 


St02  =S02lo 


(blood) 


“6i^t>v\  ^(blood) 


j  ^62  ^bv 


(7) 


Equations  (4)-(7)  provide  analytical  relationships  that  relate  the  concentration  and  oxygen 
saturation  of  haemoglobin  in  the  tissue  to  physiological  parameters  such  as  the  local  rate  of 
oxygen  extraction,  the  blood  oxygenation  and  the  speed  of  blood  flow. 

During  a  measurement,  depending  on  the  particular  protocol  and  the  individual 
physiological  response,  there  may  be  variations  in  S02|q'’'°^\  [HbT]*'’'‘’“*\  Obv.  or  c*’’’'™'*. 
We  assume  that  Z-bv  and  V  remain  constant  and  we  also  continue  to  consider  the  case  of  a 
single  blood  vessel.  The  assumption  of  constant  Lbv  and  V  is  based  on  the  fact  that  changes  in 
V  and  Lbv  (caused  for  instance  by  changes  in  the  tissue  optical  properties  in  the  case  of  NIRS) 
are  likely  to  induce  smaller  effects  in  the  measurements  of  concentration  and  saturation  of 
haemoglobin  with  respect  to  the  effects  of  the  other  mentioned  parameters.  The  changes  in 
[Hb02]*"**“®’,  [Hb]*‘'““'*,  [HbT]^"““®*  and  St02  can  be  expressed  as  follows  by  differentiation: 

I  (blood) 


A[Hb02]'‘““’  =  SO2I0  '[HbT] 


l(blood)  ‘ 


^(blood) 


^bv 


AfEbTl^”'”**'  Acrb^ 

(Tbv 

X  fl-e-^ 

I  ^^(blood) 


^+8021''”'^' 


V  )\  so2ir“‘> 


[HbT]* 


|(blood) ; 


.(blood) 


Cbv 


+  1 


«e>2V' 

XT  /  Aa(5j  ^c(biood)\ 

/  J  \  ^  ^  *7™^  ) 


(8) 


1  S02I™'™’'  ( 

1 

aojLbv  \ 

/J 

/  A[HbT]t^'"^’  ,  Aobv  )  ,  .(blood) 


il(b!ood) 


O’bv 

ASO2I, 


\  [HbT]' 


+  S02|„  '[HbT]"”®'^)- 

) 


„(blood) 


^bv 


*62  V 


^rblood)„ 

(blood)  ,+S02|r'"’[HbT]<-->?  "" 


«(i2'' 


^^(blood) 

^(blood) 


) 


(9) 


A[HbT]"'““®'  =  [HbT]' 


‘■i(blood) 


/  A[HbT]<‘’"^'  ^  A(7bv 
V  \  [HbT]“’'“’‘‘'  ^ 


Cfbv 


(10) 
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.(blood)  ASOil?"”*’' 

aA.Z,hv  Vt.fbhxx') 


\  n  / 


Aae,, 

ff£,,  c'*’’™')  ) ' 

(11) 


Because  the  factors  that  multiply  the  parentheses  containing  the  relative  changes  Ax/x  are 
all  positive  (where  x  stands  for  any  physiological  parameter),  the  sign  in  front  of  any  relative 
change  Ax/x  indicates  the  direction  of  the  change  (plus:  increase;  minus:  decrease)  in 
[Hb02]''''““®\  [HbT]'‘""“‘'  or  StOz  associated  with  an  increase  in  the  physiological 

parameter  x. 

The  case  of  multiple  blood  vessels  within  the  probed  volumeV  requires  a  summation  of 
the  corresponding  single-blood-vessel  terms  on  the  right  hand  side  of  equations  (4)  and  (5)  to 
obtain  [Hb02]l''““*'^'^  and  (the  superscript  MV  indicates  the  multi-vessel  case). 

[HbT]('i““')Mv  sjqMV  are  then  computed  from  [Hb02)<'‘**"'^’^''  and  [Hb]'““"=>'^''.  The 
more  general  case  where  the  blood  vessels  within  volume  V  include  arteries,  capillaries  and 
veins  can  be  examined  by  generalizing  equations  (4)-(7)  as  follows: 


[Hb02]"‘““’'^''  = 


so-,|'"’K 


\  /.(C“bIood)^(c) 


+  SO2 


|(v-blood)  ..(V) 

I  '^bv 


[HbT]' 


(blood) 


(12) 


[Hb] 


(tissue)MV  _  i(i-so2i'"')Vb':>+ 


1 -SO2 


j(c-blood) 

lo 


\  ^(c-blood) 
1  _  fX  ^(c-blo^)  I  . 


[HbT]' 


l(tissue)MV 


-( 


I/(a)  ,  y(C)  y 

•^bv  ^  '^bv  ^  '^bv 


(V)' 


[HbT]' 


bv 
(blood) 


(13) 

(14) 


g02l(=-b'«x"y«  +  SO: 


(c-blood) 

-lo 


StO?^''  = 


/  fOjC) 
I  1  —  e  J 


■<c-bl».xO„ftl  ^  ^^^|(v-blood)^(v) 


“0, 


/(a) 


+  vj;’  +  v,!"’ 


'bv 


(15) 


where  the  superscripts  (a),  (c),  and  (v)  indicate  the  arterial,  capillary  and  venous  haemoglobin 
compartments,  respectively,  and  we  have  considered  that  the  oxygen  extraction  occurs  only  in 
the  capillaries  (i.e,  =  0  for  arteries  and  veins)  so  that  we  have  dropped  the  subscript  0  in 

S02|(“  gjjfj  S02|*'^  blood)  ^  [HbT]'*’'”**”  to  be  the  same  for  all  blood  vessels 

for  simplicity.  The  fact  that  the  small-vessel  haematocrit  is  typically  lower  than  the  large-vessel 
haematocrit  can  be  accommodated  in  the  model  by  using  different  values  for  [HbT]'"''’'°‘’'^\ 
[HbT]*'^''’'‘’°‘''  and  [HbT]*''"'’*™''’  rather  than  factorize  a  common  value  for  [HbT]''’'°°‘’>  as  done  in 
equations  (12)-(14).  However,  the  regional  difference  between  the  haematocrit  in  small  and 
large  vessels  is  hard  to  estimate  in  vivo.  Data  in  the  literature  indicate  that  the  small-vessel  to 
large-vessel  haematocrit  is  on  the  order  of  0.8-0.9  (Grubb  et  al  1974). 
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3.  Discussion 

The  relationships  derived  here  provide  indications  on  the  relative  contributions  of  SO2 
[HbT]*'’'“**\  ffbv.  ao,  and  to  the  average  concentration  and  saturation  of  haemoglobin 
in  tissue,  and  on  the  conditions  that  affect  such  contributions.  The  quantitative  predictions 
of  this  model,  however,  should  be  used  with  caution  and  their  applicability  evaluated  for 
each  particular  case.  In  fact,  in  addition  to  the  assumptions  already  mentioned  (uniform 
^(biood)  gjjjj  ijjg  length  of  the  blood  vessel,  time-independent  V  and  Lbv)  our  model 

simplifies  the  treatment  of  the  partial  contributions  within  the  volume  V  by  assuming  that  all 
volume  elements  within  V  contribute  equally  to  the  measurement  of  the  haemoglobin-related 
parameters  (see  equation  (3)).  This  may  not  always  be  the  case,  for  example,  because  of 
the  non-unifonn  density  of  the  photon  migration  paths  within  V  in  NIRS.  In  this  case,  a 
quantitative  treatment  of  the  problem  would  require  the  introduction  of  spatially  dependent 
weight  functions  (Graber  e/  a/ 1 993)  or  a  more  rigorous  treatment  of  photon  transport  in  tissue 
(Arridge  and  Hebden  1997).  Furthennore,  the  size  of  individual  blood  vessels  also  plays  a  role 
in  determining  their  relative  contribution  to  the  optical  measurements  (Liu  et  al  1995).  When 
the  size  of  V  is  smaller,  as  may  be  the  case  for  optical  imaging  and  fMRI  voxels,  this  problem  is 
minimized  but  one  has  to  consider  that  SO2  |q  for  small  portions  of  capillaries  may  depend 

on  and  thus  introducing  an  additional  variable  in  the  model.  Nevertheless,  our 

model  provides  simple  analytical  relationships  of  general  applicability,  at  least  for  qualitative 
analyses,  which  would  not  be  available  with  more  complex,  quantitative  models. 

Our  model  is  applicable  to  the  description  of  equilibrium  states  or  changes  induced 
by  transitions  from  one  equilibrium  state  to  another.  However,  this  model  is  not  restricted 
to  stationary  conditions  but  it  is  also  applicable  to  dynamical  processes,  provided  that  the 
variations  associated  with  these  processes  occur  on  a  time  scale  that  is  longer  than  the 
time  needed  to  reach  equilibrium.  Examples  of  such  processes  are  the  pressure-induced 
volume  oscillations  of  the  arterial  and  venous  compartments,  which  occur  on  a  time  scale  of 
seconds,  much  longer  than  the  essentially  instantaneous  pressure-volume  equilibrium  process 
determined  by  the  incompressibility  of  blood.  In  the  case  of  changes  associated  with  the  blood 
flow,  with  the  cellular  metabolic  rate  of  oxygen,  or  with  a  vascular  bolus  of  oxyhaemoglobin  or 
deoxyhaemoglobin,  the  time  needed  to  reach  equilibrium  is  determined  by  the  vascular  transit 
time  across  volume  V.  This  time  depends  on  the  size  of  V  and  on  the  speed  of  blood  flow.  An 
in  vivo  study  on  rhesus  monkeys  has  found  a  cerebral  vascular  mean  transit  time  in  the  range 
2-6  s  (Grubb  etal  1974),  which  can  be  considered  as  an  upper  limit  for  the  vascular  transit 
time  through  the  volume  of  interest  V  (~mm^  to  ~cm^)  considered  here.  These  equilibrium 
requirements  should  be  considered  when  using  this  model  for  quantitative  analyses.  However, 
qualitative  analyses  of  the  relative  contributions  to  [Hb02]'''““'',  [Hb]‘"**“®\  [HbT]*"““''  and 
St02  from  the  physiological  parameters  considered  here  can  be  performed  on  a  more  general 
basis. 

A  number  of  results  reported  in  the  literature  find  a  formal  description  in  the  model 
presented  here.  For  example,  equations  (10)  and  (14)  account  for  the  observed  increase  in 
[HbT]*''**“'’  as  a  result  of  the  dilation  of  blood  vessels  (i.e.  positive  Aobv  in  equation  (10)) 
and  capillary  recruitment  (i.e.  increase  in  in  equation  (14))  during  muscle  exercise 
(Quaresima  et  al  1995).  Equation  (1 1)  describes  how  an  increase  in  the  speed  of  blood  flow 
(positive  may  exactly  compensate  a  moderate  increase  in  the  oxygen  consumption 

(positive  Akoj)  (walking  exercise  (Quaresima  e/ a/  1995)).  undercompensate  a  significant 
increase  in  oxygen  consumption  (running  exercise  (Quaresima  et  al  1995))  or  overcompensate 
the  local  oxygen  demand  (reperfusion  hyperoxia  (Smith  et  al  1990,  Hampson  and  Piantadosi 
1988)).  In  fact,  the  term  with  Ac**’''”'”  has  a  positive  sign  in  equation  (1 1)  (so  that  an  increase 
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in  the  blood  speed  cause  an  increase  in  St02),  while  the  term  with  AQf(y,  has  a  negative  sign 
(so  that  an  increase  in  the  oxygen  consumption  causes  a  decrease  in  St02).  Furthermore, 
equation  (11)  indicates  that  the  relative  increase  in  c****^'  should  match  the  relative  increase 
in  ofo,  to  exactly  compensate  its  effect  on  StOi. 

An  important  point  of  equation  (10)  is  that  a  change  in  the  speed  of  blood  flow  (c™“°‘”), 
by  itself,  does  not  modify  [HbT]*‘'“"'\  which  is  only  affected  by  the  partial  volume  of  blood 
in  the  tissue  (which  is  proportional  to  Obv)  and  by  the  total  haemoglobin  concentration  in  the 
blood  (see  also,  equation  (6)).  By  contrast,  if  a(y^  ^  0,  the  speed  of  blood  flow  does  have  an 
effect  on  the  concentrations  of  oxyhaemoglobin  and  deoxyhaemoglobin  in  tissue  (if  =  0, 
the  terms  that  multiply  in  equations  (8)  and  (9)  become  zero).  As  can  be  seen 

in  equations  (8)  and  (9),  the  contributions  from  Aot^,  to  A[Hb02]*''®®“‘'^  and  A[Hb]^"““®^  have 
opposite  signs  with  respect  to  the  corresponding  contributions  from  An  increase 

in  (i.e.,  a  positive  Ac*'’'®®^*)  induces  an  increase  in  and  a  decrease  in 

[Hb]'*'®''"®*.  This  accounts  for  the  fact  that  the  increase  in  the  cerebral  [Hb02]'"““®*  and  the 
decrease  in  [Hb]*''"''"®’  observed  during  brain  activation  result  from  a  greater  Increase  in  blood 
flow  with  respect  to  the  increase  in  the  oxygen  consumption  induced  by  neuronal  activation 
(Fox  and  Raichle  1986,  Villringer  and  Chance  1997).  Studies  on  animal  models  have  shown 
that  cerebral  blood  flow  increases  are  mostly  determined  by  increased  flow  velocity  rather 
than  by  capillary  recruitment  (Bereczki  et  al  1993),  so  that  c'**'®®^^  is  the  relevant  parameter  to 
describe  blood  flow  in  this  case. 

Equations  (8)  and  (9)  only  predict  in-phase  (same  sign)  or  180°  out-of-phase  (opposite 
signs)  changes  in  [Hb02]^‘'*’’‘'®’  and  [Hb]'"^®®'.  In  particular,  in-phase  changes  are  associated 
with  modifications  to  the  total  haemoglobin  concentration  in  the  blood  ( A  [HbT]*'*'®®^')  or  blood 
partial  volume  (~Aorbv),  while  180°  out-of-phase  changes  are  associated  with  modifications 
to  the  initial  blood  oxygen  saturation  (AS021q*’'°°*'^),  oxygen  utilization  rate  (Aotoj)  or  speed 
of  blood  flow  (Ac**’'®®'**).  Whileeitherin-phase(Wolf  cf  a/ 1997)  or  180°  out-of-phase  (Elwell 
et  al  1994)  oscillations  in  [Hb02]*‘'**“®’  and  [Hb]*''““®*  are  typically  recorded,  intermediate 
phase  shifts  have  also  been  observed  (Taga  et  al  2000).  These  intermediate  phase  shifts  can 
result  from  the  superposition  of  out-of-phase  contributions  from  different  blood  vessels,  for 
instance  arteries,  capillaries  and  veins,  as  considered  in  equations  (12)  and  (13).  For  example, 
if  the  partial  blood  volumes  associated  with  arteries  and  veins,  and  Vjj',  respectively, 
oscillate  with  an  arbitrary  phase  difference,  then  [Hb02]*"““®”’^'*  and  [Hb]‘"““®*'’^''  may  also 
oscillate  with  an  arbitrary  phase  difference  because  of  the  different  relative  contributions  of 

and  Vjj’  to  [Hb02]*‘'““‘’’'^'*  and  [Hb]*‘‘““®**^'*  (see  equations  (12)  and  (13)).  In  fact,  the 
arterial/venous  partial  volume  contribution  ratio  is  SO2 1  in  equation  (12), 

while  it  is  (l  -  S02|'“’’’'"'^’)/(l  -  SO2I'''  in  equation  (13).  Equations  (12)-(14)  also 
illustrate  how  the  volume  oscillations  of  the  arterial  and  venous  compartments  can  be  used  to 
measure  the  arterial  saturation  (pulse  oximetry)  (Mendelson  1992)  and  the  venous  saturation 
(spiroximetry)  (Franceschini  et  al  2002),  respectively.  In  fact,  by  assuming  that  Vj"*  oscillates 
at  the  heartbeat  frequency  and  that  vjj’  oscillates  at  the  respiratory  frequency,  equations 
(12)  and  (14)  show  that  the  ratio  of  the  amplitudes  of  the  [Hb02]*"®'‘“®*'^'*  and  [HbT]*"^®'*''’''' 
oscillations  at  the  heart  rate  and  respiratory  frequency  are  equal  to  S02|*°  (the  arterial 
saturation  or  Sa02)  and  SO2 1 '''  (the  venous  saturation  or  SvOi),  respectively. 

4.  Conclusion 

We  have  presented  a  haemodynamic  model  that  can  be  used  to  guide  the  physiological 
interpretation  of  oxyhaemoglobin  and  deoxyhaemoglobin  concentration  measurements  in 
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living  tissue  with  techniques  such  as  optical  imaging,  NIRS  and  functional  MRI.  In  particular, 
this  model  elucidates  the  role  played  by  the  partial  blood  volume,  local  oxygen  consumption, 
speed  of  blood  flow  and  vascular  dilation/contraction,  on  the  measurements  of  concentration 
and  oxygen  saturation  of  haemoglobin  in  tissue.  Our  model  also  indicates  the  possible  sources 
of  oscillatory  components  of  the  oxyhaemoglobin  and  deoxyhaemoglobin  concentrations  that 
are  in-phase,  180°  out-of-phase,  or  out-of-phase  by  an  arbitrary  angle. 
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David  W.  Lin,  John  B.  Moore,  and  Sergio  Fantini.  Near- 
infrared  spiroximetry:  noninvasive  measurements  of  venous 
saturation  in  piglets  and  human  subjects.  J  Appl  Physiol  92: 
372-384,  2002. — ^We  present  a  noninvasive  method  to  mea¬ 
sure  the  venous  oxygen  saturation  (Svoj)  in  tissues  using 
near-infrared  specfroscopy  (NIRS).  This  method  is  based  on 
the  respiration-induced  oscillations  of  the  near-infrared  ab¬ 
sorption  in  tissues,  and  we  call  it  spiroximetry  (the  prefix 
spiro  means  respiration).  We  have  tested  this  method  in 
three  piglets  (hind  leg)  and  in  eight  human  subjects  (vastus 
medialis  and  vastus  lateralis  muscles).  In  the  piglet  study, 
we  compared  our  NIRS  measurements  of  the  Svoj  (Svoj- 
NIESresp)  with  the  Svoj  of  blood  samples.  Svoj-NIRSresp  and 
Svoj  of  blood  samples  agreed  well  over  the  whole  rsmge  of 
Svoj  considered  (20-95%).  The  two  measurements  showed 
an  average  difference  of  1.0%  and  a  standard  deviation  of  the 
difference  of  5.8%.  In  the  human  study,  we  found  a  good 
agreement  between  Svoj-NIRSresp  and  the  Svoj  values  mea¬ 
sured  with  the  NIRS  venous  occlusion  method.  Finally,  in  a 
preliminary  test  involving  muscle  exercise,  Svoj-NIRSreBp 
showed  an  expected  postexercise  decrease  from  the  initial 
baseline  value  and  a  subsequent  recovery  to  baseline. 

tissue  spectroscopy;  frequency-domain;  pulse  oximetry;  he¬ 
moglobin  saturation 


THE  POSSIBILITY  OF  USING  LIGHT  to  measure  the  oxygen 
saturation  of  hemoglobin  in  vivo  has  been  explored 
since  the  1940s  (37).  The  feasibility  of  optical  blood 
oximetry  stems  from  the  oxygenation  dependence  of 
the  pptical  spectrum  of  hemoglobin.  This  is  illustrated 
in  Fig.  1,  which  shows  the  absorption  spectra  of  100 
p.M  hemoglobin  for  oxygen  saturation  values  of  0,  20, 
40,  60,  80,  and  100%.  The  spectra  of  Fig.  1  were 
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calculated  from  published  values  of  the  molar  extinc¬ 
tion  coefficients  of  oxyhemoglobin  (Hb02)  and  deoxyhe¬ 
moglobin  (Hb)  (43,  53). 

Oxygen  saturation  of  the  pulmonary  capillary  blood 
in  rabbits  has  been  measured  by  using  dynamic  inva¬ 
sive  techniques  (48).  Near-infrared  light  in  the  wave¬ 
length  range  from  700  to  900  nm  results  in  a  sufficient 
penetration  depth  for  the  noninvasive  optical  monitor¬ 
ing  of  skeletal  muscle,  cerebral  gray  matter,  and  breast 
tissue.  As  a  result,  near-infrared  techniques  allow  a 
noninvasive  assessment  of  hemoglobin  saturation  for  a 
wide  range  of  applications,  such  as  the  study  of  muscle 
metabolism  (7,  9,  12,  29,  45),  the  diagnosis  of  vascular 
disorders  (2,  20,  32,  33,  44,  49),  functional  brain  imag¬ 
ing  (3,  10,  24,  30,  35,  50),  and  breast  cancer  detection 
(23,  28,  40,  42,  46). 

If  near-infrared  light  is  highly  sensitive  to  the  oxy¬ 
gen  saturation  of  hemoglobin,  then  its  large  penetra¬ 
tion  depth  inside  tissues  implies  that  the  arterial, 
venous,  and  capillary  compartments  all  contribute  to 
the  optical  signal.  Tlie  average  hemoglobin  oxygen¬ 
ation  measured  with  near-infrared  spectroscopy  (NIRS) 
(19,  34,  41)  is  usually  referred  to  as  tissue  oxygen 
saturation  (Stoj).  Sto^  values  are  assumed  to  be  in 
between  arterial  and  local  venous  saturation  values 
(Saoj  and  Svoj,  respectively).  A  number  of  research 
studies  have  investigated  the  relationship  between  the 
near-infrared  (noninvasive)  measurement  of  Sto^  and 
the  values  of  Saoj  and  local  Svqj  measured  invasively 
from  drawn  blood  samples  (31,  51).  The  contribution  of 
the  ,  arterial  compartment  to  the  noninvasive  optical 
signal  can  be  isolated  because  of  its  unique  temporal 
dynamics  associated  with  the  systolic-diastolic  blood 
pressure  variation  at  the  heartbeat  frequency  (1).  The 
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Fig.  1.  Near-infrared  absorption  spectra  of  100  p,M  hemoglobin  con¬ 
centration  ([Hb-Tl,  where  T  stands  for  total)  for  different  values  of 
the  oxygen  saturation  (S02)  in  the  range  of  0-100%.  The  curve  for 
SO2  =  0%  corresponds  to  the  deoxyhemoglobin  (Hb)  absorption  spec¬ 
trum,  whereas  the  curve  for  S02  =  100%  corresponds  to  the  oxyhe¬ 
moglobin  (Hb02)  absorption  spectrum.  These  spectra  have  been 
computed  from  published  spectra  of  the  molar  extinction  coefficients 
of  Hb02  and  Hb  (43,  53). 

pulsatile  component  of  the  optical  signals  at  two  or 
more  wavelengths  at  the  heartbeat  frequency  is  used 
by  conventional  (1,  36)  or  self-calibrated  (21)  pulse 
oximeters  to  measure  the  Saoj.  Sao^  is  a  parameter 
that  provides  information  about  the  ventilation  and 
the  oxygen  exchange  in  the  lungs.  In  contrast,  Svqj  is  a 
parameter  that  reflects  the  local  balance  between  blood 
flow  and  oxygen  consumption.  The  noninvasive  optical 
measurement  of  Svoj  is  complicated  by  the  fact  that 
the  isolation  of  the  contribution  of  the  venous  compart¬ 
ment  to  the  noninvasive  optical  signal  is  not  straight¬ 
forward.  There  are  no  clinical  devices  presently  capa¬ 
ble  of  monitoring  Svoj  noninvasively. 

A  number  of  experimental  approaches  have  been 
proposed  to  measure  Svoj  from  induced  local  changes 
in  the  venous  blood  volume.  For  instance,  proposed 
approaches  involve  a  venous  occlusion  in  a  limb  (13, 39, 
55,  56),  tilting  the  patient’s  head  down  by  15  degrees 
(47),  a  pEirtial  jugular  vein  occlusion  (15,  54),  or  me¬ 
chanical  ventilation  (52).  In  all  these  approaches,  Svo^ 
is  optically  measured  as  the  ratio  between  the  in¬ 
creases  in  the  HbOz  concentration  ([Hb02])  and  the 
total  hemoglobin  concentration  (equal  to  [Hb02]  + 
[Hb],  where  [Hb]  is  deoxyhemoglobin  concentration) 
induced  by  the  local  increase  in  venous  blood  volume. 
To  overcome  the  limitations  of  these  methods,  which 
can  either  be  applied  only  to  the  limbs  (venous  occlu¬ 
sion  method)  or  require  an  external  perturbation  (par¬ 
tial  jugular  vein  occlusion,  mechanical  ventilation,  and 
tilting  methods),  we  propose  an  alternative  approach 
that  is  an  extension  of  the  method  of  Wolf  et  al.  (52). 
This  approach  involves  no  external  perturbations  and 
is  applicable  to  subjects  who  are  breathing  either  spon¬ 
taneously  or  synchronously  with  a  metronome  set  at 
their  average  respiratory  frequency.  Furthermore,  this 
method  can  provide  continuous  and  real-time  monitor¬ 
ing  of  Svoj.  The  basic  idea  is  to  measure  Svoj  from  the 


amplitude  of  the  optically  measured  [HbOd  and  [Hb] 
oscillations  at  the  respiratory  frequency.  The  basic 
hypothesis,  originally  formulated  in  this  context  and 
tested  on  the  brain  of  mechanically  ventilated  infants 
by  Wolf  et  al.,  is  that  the  oscillatory  components  of 
[Hb02]  and  [Hb]  at  the  breathing  rate  are  mostly 
representative  of  the  venous  compartment.  Because 
the  venous  compliance  is  ~20  times  as  large  as  the 
arterial  compliance  (4),  a  given  change  in  the  blood 
pressure  in  the  veins  causes  a  venous  volume  change 
—20  times  as  large  as  the  arterial  volxime  change 
corresponding  to  the  same  pressure  change  in  the  ar¬ 
teries.  During  normal  breathing,  the  inspiration  phase 
involves  a  decrease  in  the  intrathoracic  pressure  and 
an  increased  pressure  gradient  between  the  peripheral 
venous  system  and  the  intrathoracic  veins.  This  causes 
blood  to  be  drawn  from  the  extrathoracic  veins  into  the 
intrathoracic  vessels  and  heart  (26).  Because  of  the 
vein  valves,  venous  return  is  increased  more  hy  inspi¬ 
ration  than  it  is  decreased  by  expiration  (38).  The  net 
effect  is  the  so-called  respiratory  pump  that  facihtates 
the  venous  return  from  the  periphery  by  the  respira¬ 
tion-induced  periodic  fluctuations  in  the  central  venous 
pressure  (38).  As  a  resialt  of  the  respiratory  pump,  the 
peripheral  venous  blood  voliime  oscillates  at  the  respi¬ 
ratory  frequency,  decreasing  during  inspiration  and 
increasing  during  expiration. 

It  is  on  this  oscillatory  component  at  the  respiratory 
frequency  that  we  base  our  near-infrared  measure¬ 
ment  of  the  Svoj.  We  coin  the  term  spiroximeter  to 
indicate  an  instrument  for  measuring  the  Svqj  from 
respiration-induced  oscillations  in  the  venous  blood 
pressure  and  in  the  venous  volume  fraction  in  tissues. 
It  must  be  observed  that  respiration  may  also  induce 
perturbations  to  the  heart  rate  (respiratory  sinus  ar¬ 
rhythmia)  and  consequently  to  the  cardiac  output  and 
arterial  blood  pressure.  As  a  result,  the  arterial  com¬ 
partment  volume  may,  in  general,  also  oscillate  at  the 
respiratory  frequency;  thus  near-infrared  spiroximetry 
data  must  be  carefully  examined  to  guarantee  a  reli¬ 
able  reading  of  Svqj. 

We  report  a  validation  study  conducted  on  the  hind 
leg  of  three  piglets,  in  which  we  compared  the  near- 
infrared  measurements  of  Svoj  (Svoj-NIRS)  with  the 
Svoj  values  obtained  by  the  gas  analysis  of  venous 
blood  samples  (Svo^-blood).  To  show  the  applicability  of 
spiroximetry  to  human  subjects,  we  also  conducted  a 
preliminary  test  on  the  vastus  medialis  and  vastus 
lateralis  muscles  of  healthy  volunteers  at  rest  and 
postexercise. 

MATERIALS  AND  METHODS 

Tissue  spectrometer.  The  near-infrared  measurements 
were  performed  with  a  frequency-domain  tissue  spectrome¬ 
ter  (model  96208,  ISS,  Champaign,  IL)  (18,  25).  This  instru¬ 
ment  uses  two  parallel  photomultiplier  tube  detectors  that 
are  time  shared  by  eight  multiplexed  laser  diodes  emitting  at 
636,  675,  691,  752,  780,  788,  830,  and  840  nm,  respectively. 
The  frequency  of  intensity  modulation  is  110  MHz,  and 
heterodyne  detection  is  performed  with  a  cross-correlation 
frequency  of  5  kHz.  The  multiplexing  rate,  i.e.,  the  frequency 
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of  sequential  laser  switching,  is  100  Hz.  As  a  result,  50 
cross-correlation  periods  are  acquired  during  the  on  time  of 
each  laser  diode,  and  a  complete  acquisition  cycle  over  the 
eight  wavelengths  is  completed  every  80  ms.  The  laser  diodes 
and  the  photomultiplier  tubes  are  all  coupled  to  fiber  optics. 
The  eight  individual  illumination  fibers,  each  400  pm  in 
internal  diameter,  are  arranged  into  a  fiber  bundle  having  a 
rectangular  cross-section  of  3.5  X  2.0  mm®.  The  collecting 
circular  fiber  bundles  are  3.0  mm  in  internal  diameter.  The 
optical  fibers  are  placed  in  contact  with  the  skin  by  means  of 
a  flexible  plastic  probe.  The  optical  probe  arranges  the  tips  of 
the  illuminating  and  collecting  fiber  bundles  along  a  line, 
with  the  two  collecting  fiber  bundles  at  distances  of  1.0  and 
2.0  cm  from  the  single  illuminating  bxmdle.  In  some  cases,  we 
have  used  a  second  tissue  spectrometer  to  perform  simulta¬ 
neous  measurements  on  hoth  legs  (piglets  2  and  3)  or  at 
different  locations  on  the  same  leg  (human  subjects).  In  the 
second  tissue  spectrometer  (which  used  the  optical  probes  PL 
and  HVL  defined  below),  the  840-nm  laser  diode  was  replaced 
by  a  laser  diode  emitting  at  814  nm. 

Measurements  on  piglets.  We  performed  measurements  on 
three  piglets  that  were  15  ±  1  days  old  and  weighed  5  ±  1  kg. 
The  experimental  arrangement  for  the  piglet  measurements 
is  schematically  illustrated  in  Fig.  2.  The  piglets  were  anes¬ 
thetized  by  inhalation  of  3-4%  isoflurane  administered  by 
means  of  a  breathing  mask  applied  to  the  piglet’s  snout.  The 
animals  were  not  mechanically  ventilated,  and  they  breathed 
freely  throughout  the  experiment.  A  strain-gauge  belt  (Sleep- 
mate/Newlife  Technologies,  Resp-EZ)  was  placed  around  the 
piglet’s  thorax  to  continuously  monitor  the  respiratory  excur¬ 
sion.  A  pulse  oximeter  (Nellcor,  N-200)  continuously  recorded 
the  heart  rate  at  the  foot  of  the  right  hind  leg.  Tlie  analog 
outputs  from  the  strain  gauge  and  the  pulse  oximeter  were 
fed  to  the  auxiliary  input  ports  of  the  tissue  spectrometer  for 
continuous  coregistration  of  optical  and  physiological  data.  A 
femoral  outdown  was  performed  into  the  left  inferior  femoral 
vein  to  insert  a  catheter  for  periodic  blood  sampling.  The 
femoral  venous  blood  samples  were  run  through  a  commer¬ 
cial  blood-gas  analyzer  (Instrumentation  Laboratory,  model 


1304  pH/blood-gas  analyzer)  to  obtain  invasive  readings  of 
Svoj-blood.  One  optical  probe  (identified  as  probe  PR)  was 
always  located  on  the  right  (noncatheterized)  hind  leg.  In 
piglets  2  and  3,  a  second  probe  (probe  PL)  was  placed  on  the 
catheterized  (left)  leg.  The  protocol  consisted  of  varying  the 
femoral  Svo,  over  the  approximate  range  of  20-95%  by  mod¬ 
ulating  the  volume  fraction  of  oxygen  inspired  by  the  piglet 
(Fioj)  over  the  range  of  10-100%.  The  oxygenation  cycles 
performed  on  the  three  piglets  are  illustrated  in  Fig.  3.  Each 
(ycle  consisted  of  varying  the  Fioj  approximately  every  4-6 
min  through  the  values  of  ~40,  15,  10,  and  100%  (piglets  1 
and  2)  or  -40,  20, 17.5, 15, 12.5, 10,  and  100%  (piglet  3).  We 
performed  two  Fioj  cycles  on  piglet  1,  four  on  piglet  2,  and 
three  on  piglet  3.  For  each  specific  value  of  Fioj.  we  acquired 
about  3,000  optical  data  points  [4  min  X  (60  s/min)/(80 
ms/data  point)]  or  more.  During  cycles  C  and  D  on  piglet  2, 
the  optical  probe  PR  was  slightly  moved  with  respect  to  the 
location  examined  during  cycles  A  and  B,  to  collect  data  on 
two  different  muscle  volumes  during  the  two  cycle  pairs  A-B 
and  C-D.  Optical  probe  PR  always  collected  data  on  the  right 
hind  leg,  whereas  probe  PL  was  placed  on  the  left  hind  leg 
during  cycles  A  and  B  of  piglet  2  and  cycles  A  and  B  of  piglet 
3  (we  did  not  collect  data  with  the  optical  probe  PL  on  piglet 
1,  during  cycles  C-D  on  piglet  2,  and  during  cycle  C  on  piglet 
3).  In  all  three  piglets,  the  invasive  measurement  of  Svoj 
from  a  femoral  vein  blood  sample  was  performed  at  the  end  of 
each  Fioj  interval,  as  shown  in  Fig.  3.  Motion  artifacts  were 
minimized  in  the  optical  data  by  securing  the  piglet’s  legs  to 
the  operating  table.  The  protocol  was  approved  by  the  Insti¬ 
tutional  Review  Board  of  the  Massachusetts  General  Hospi¬ 
tal,  where  the  piglet  experiments  were  performed. 

Measurements  on  human  subjects.  We  performed  measure¬ 
ments  on  eight  healthy  human  subjects  (6  men  and  2  women; 
mean  age  of  24.5  yr,  age  range  of  20-35  yr).  The  subjects  sat 
on  a  comfortable  chair  and  rested  for  10-15  min  before  the 
experimental  protocol  was  started.  A  pneumatic  cuff  was 
placed  around  the  right  thigh  of  the  subject  to  later  induce  a 
venous  occlusion  by  inflating  the  cuff  to  a  pressure  of  70 
mmHg.  A  pulse  oximeter  probe  (Nellcor,  N-200)  was  placed 


Fig.  2.  Experimental  arrangement  for  the  piglet  study.  A  breathing  mask  applied  to  the  piglet’s  snout  provided  the 
3-4%  isoflurane  anesthetic  and  was  connected  to  the  oxygen  line  for  variations  in  the  fraction  of  inspired  oxygen 
(Floj).  A  strain-gauge  belt  and  a  pulse  oximeter  monitored  the  respiratory  excursion  and  the  heart  rate, 
respectively,  and  their  analog  outputs  were  directed  to  the  auxiliary  inputs  of  the  frequency-domain  tissue 
spectrometer  (ISS,  Champaign,  IL,  model  96208).  One  or  two  optical  probes  (PR  on  the  right  hind  leg  and  PL  on 
the  left  hind  leg)  of  the  tissue  spectrometer  were  used  to  measure  the  near-infrared  tissue  absorption  with  a  time 
resolution  of  80  ms.  The  absorption  oscillations  at  the  respiratory  frequency  were  processed  to  provide  measure¬ 
ment  of  the  venous  O2  saturation  (Svoj-NIRStop)  (NIRS  is  near-infrared  spectroscopy).  Invasive  measurements  of 
the  venous  O2  saturation  (designated  Svoj-blood)  were  obtained  by  gas  analysis  of  venous  blood  samples  collected 
by  a  femoral  vein  catheter,  aux.  Auxiliary;  optical  I/O,  optical  input/output. 
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Fig.  3.  Schematic  representation  of 
Floj  cycles  for  piglet  1  (A),  piglet  2  (B), 
and  piglet  3  (C).  •,  Time  at  which  ve¬ 
nous  blood  samples  were  run  through 
the  blood-gas  analyzer  for  Svoj-blood 
measurements. 


on  the  index  finger  of  the  left  hand.  A  strain-gauge  belt 
(Sleepmate/Newlife  Technologies,  Resp-EZ)  was  placed  around 
the  subject’s  upper  abdomen  to  monitor  the  respiratory  ex¬ 
cursion.  As  in  the  piglet  experiment,  we  used  the  analog 
outputs  of  the  pulse  oximeter  and  strain  gauge  for  continuous 
coregistration  of  the  physiological  and  near-infrared  data. 
Two  optical  probes  were  placed  on  the  right  thigh;  the  first 
probe  (probe  HVM)  was  positioned  on  top  of  a  visible  super¬ 
ficial  vein  of  the  vastus  medialis  muscle,  and  the  second 
probe  (probe  HVL)  was  placed  on  the  vastus  lateralis  muscle, 
far  from  visible  superficial  veins.  During  the  measurements, 
we  asked  the  subject  to  breathe  regularly,  following  a  met¬ 
ronome  whose  frequency  was  set  to  the  average  breathing 
rate  of  the  subject  at  rest  (typically  14-15  breaths/min). 
During  the  whole  experiment,  the  subject  was  asked  to 
breathe  at  the  same  frequency  as  the  metronome  pace.  No 
subjects  experienced  any  discomfort  or  difficulties  with  this 
procedure.  The  measurement  protocol  consisted  of  2  min  of 
baseline  (we  acquired  1,535  optical  data  points  at  80  ms/ 
point),  followed  by  40  s  of  venous  occlusion,  and  a  final 
recovery  period  of  a  few  minutes.  A  few  subjects  performed 
an  additional  exercise  routine  to  test  the  effect  of  exercise  on 
the  measured  value  of  Svoj-NIRSresp  on  the  muscle.  The 
exercise  consisted  of  raising  the  right  foot,  voluntarily  con¬ 
tracting  the  leg  muscles  (isometric  contraction),  until  the 
subject  felt  tired.  The  human  study  was  approved  by  the 
Institutional  Review  Board  of  Txifts  University,  where  the 
human  experiments  were  performed;  all  subjects  gave  their 
written,  informed  consent. 

Near -infrared  data  processing  for  the  measurement  ofSvo^- 
We  used  a  modified  Beer-Lambert  law  approach  (14)  to 
translate  the  temporal  intensity  ratio  collected  at  each  wave¬ 
length  [I(k,  t)/I(k,  0),  where  I  is  intensity,  k  is  wavelength, 
and  t  is  time]  at  a  distance  of  1.0  cm  from  the  illumination 
point,  into  a  time  variation  in  the  tissue  absorption  [A|a,a(\,  t). 


where  p-a  is  the  tissue  absorption  coefficient).  This  approach 
was  implemented  by  applying  the  following  equation  (14) 


Afji„(X,t) 


JL]  [IM’ 


(1) 


where  Lotr  is  the  effective  optical  pathlength  from  the  illumi¬ 
nating  point  to  the  light  collection  point.  We  measured  Lefrby 
quanti^ng  p,a  and  the  reduced  scattering  coefficient  (pi) 
using  the  frequency-domain  multidistance  method  (17).  The 
diffrision-theory  relationship  that  gives  Left  in  terms  of  po, 
pj,  and  the  source-detector  separation  (r)  in  a  semi-infinite 
turbid  medium  (where  the  illumination  and  coUection  points 
are  at  the  boundary  of  the  turbid  medium)  is  the  foUowing 
(17) 


B.rr  — 


3pir^ 


2{r^l^+l) 
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More  details  on  this  hybrid  frequency-domain  [to  measure 
AeH(X)]  and  continuous  wave  (modified  Beer-Lambert  law) 
approach  are  given  in  Refs.  14,  17,  21,  and  22.  Equation  2 
shows  that  for  typical  values  of  the  near-infrared  pa  and  ps, 
say  Pa  =  0.1  cm“^  and  pi  =  10  cm~^,  the  value  of  Z-effis  —5.5 
cm  for  r  =  1  cm.  The  multi-distance  scheme  was  implemented 
by  considering  the  data  collected  by  the  two  fiber  bundles 
located  at  two  different  distances  (1.0  and  2.0  cm)  from  the 
source  fiber  bundle.  At  these  source  detector  distances,  the 
diffusion  regime  of  light  propagation  in  tissues  is  already 
established  (18).  As  an  alternative  to  the  diffusion  equation 
model  to  describe  the  spatial  dependence  of  the  optical  signal, 
empirical  approaches  have  been  proposed  (6).  The  different 
sensitivity  of  the  two  detector  channels  was  accounted  for  by 
a  preliminary  calibration  measurement  on  a  synthetic  tissue¬ 
like  sample.  The  applicability  of  the  initial  calibration  to  the 
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whole  data  set  was  verified  at  the  end  of  each  measurement 
session  by  repositioning  the  optical  probe  on  the  calibration 
sample.  We  typically  reproduced  the  calibration  values  of  the 
block  optical  coefficients  to  within  10%.  In  the  piglet  experi¬ 
ments,  we  updated  the  measured  values  of  L^tr  at  each 
wavelength  every  time  the  Fioj  was  changed.  Specifically, 
Leffwas  computed,  according  to  Eq.  2,  from  average  measure¬ 
ments  of  iXa  and  |xi  over  the  last  80  s  of  each  period  corre¬ 
sponding  to  a  specific  Fioj  value.  For  the  measurements  on 
human  subjects,  we  computed  an  initial  value  ofZ,efr(at  each 
wavelength)  over  the  first  2  min  of  baseline,  and  we  used  this 
value  for  the  analysis  of  the  data  over  the  whole  measure¬ 
ment  session.  The  long  integration  time  for  the  mean  path- 
length  measurements  (80  s  in  the  piglet  experiment,  120  s  in 
the  human  subjects  measurements)  realized  a  low-pass  filter 
that  minimized  the  time-varying  contributions  from  the  Hb 
oscillations  caused  by  the  arterial  pulsation  and  breathing. 
Furthermore,  the  two-distance  measurement  scheme  for  the 
mean  pathlength  measurement  also  provided  some  level  of 
spatial  averaging.  In  contrast,  the  optical  data  for  the  mea- 
.  surement  of  Svoj  were  acquired  with  an  80-ms  temporal 
resolution  and  with  the  use  of  a  single  source-detector  dis¬ 
tance  (1  cm). 

To  measure  the  Svoj,  we  followed  a  two-step  procedure. 
First,  we  computed  the  amplitude  of  the  absorption  oscilla¬ 
tions  at  the  respiratory  frequency  at  each  of  the  eight  wave¬ 
lengths  considered.  Second,  we  fit  the  spectrum  of  the  ex¬ 
perimental  absorption  amplitude  with  the  hemoglobin  ab¬ 
sorption  spectrum.  We  have  used  two  alternative  methods  to 
quantify  ffie  absorption  oscillations  at  the  respiratory  fre¬ 
quency.  The  first  method  is  based  on  the  fast  Fourier  trans¬ 
form  (FFT)  of  Ap.a(t).  The  sum  of  the  amplitudes  of  the  FFT  of 
Afia  over  the  respiratory  frequency  band  yields  a  measure  of 
the  amplitude  of  the  respiration-induced  absorption  oscilla¬ 
tions.  This  method  assumes  that  the  Fourier  spectrum  of  A|Xo 
clearly  shows  a  discemable  peak  at  the  respiratory  fre¬ 
quency.  The  second  method  is  based  on  a  band-pass  (BP) 
ffiter  of  Ap«(r)  and  on  a  modeling  algorithm  (MA)  (sine-wave 
fit).  The  BP  filter  serves  the  purpose  of  isolating  the  absorp¬ 
tion  oscillations  at  the  respiratory  frequency  by  suppressing 
higher  2md  lower  frequency  components  in  Ap,a(t).  The  MA 
consists  of  fitting  a  sine  wave  to  Ap.o(BP)  over  each  respira¬ 
tory  cycle.  The  amplitude  of  the  fitted  sine  wave  gives  an 
estimate  of  the  absorption  oscillation  amplitude  at  the  respi¬ 
ratory  frequency.  As  a  result,  the  second  method  (BP  +  MA) 
achieves  a  reading  of  Svoj  from  each  individual  respiration 
cycle,  whereas  the  first  method  (FFT)  requires  multiple  res¬ 
piration  cycles  to  produce  a  Svo,  reading.  Both  methods 
provide  phase  readings  that  can  be  used  to  verify  that  the 
respiration-induced  absorption  oscillations  at  different  wave¬ 
lengths  are  in  phase  with  each  other.  We  indicate  the  Svoj 
measurement  according  to  the  FFT  and  BP  +  MA  methods 
with  Svog-NIRSresptFFT)  and  Svoj-NIRSresp(BP),  respec¬ 
tively. 

In  the  piglet  experiments,  we  evaluated  the  FFT  of  Ajj-a 
over  256  data  points,  corresponding  to  a  time  trace  of  20.5  s, 
to  achieve  reliable  spectra  from  a  number  of  breathing  peri¬ 
ods  (typically  13-16).  Furthermore,  we  averaged  about  800 
successive  FFTs  (each  computed  from  a  data  set  shifted  by 
one  data  point  with  respect  to  the  previous  one),  so  that  the 
total  number  of  data  points  resulting  in  a  single  Svoj  reading 
was  on  the  order  of  1,00(),  corresponding  to  a  train  of  data 
80  s  long.  This  80-s-long  data  set  was  chosen  to  be  at  the  end 
of  each  Fioj  period,  and  it  coincides  with  the  80-s  period  over 
which  we  measured  Lcu.  In  the  human  subject  experiment, 
we  used  512  points  for  the  FFT  because  the  breathing  fre¬ 
quency  was  lower  (0.22-0.26  Hz)  than  that  of  the  piglets 


(0.6-0.9  Hz)  and  we  wanted  to  have  a  similar  number  of 
breathing  periods.  As  in  the  piglets  experiment,  we  averaged 
the  results  from  multiple  (500-1,000)  successive  FFTs. 

The  spectrum  of  the  amplitude  of  the  absorption  oscilla¬ 
tions  at  the  respiratory  frequency  [Ap.^*’(Xi)]  was  fitted  with 
a  linear  combination  of  the  HbOa  and  Hb  extinction  spectra, 
+  eHb(Xi)A[Hb]™®P,  where  EHb02(>^i)  and 
eHb(Xi)  are  the  extinction  coefficients  of  HbOa  and  Hb,  respec¬ 
tively  (43, 53).  The  fitting  parameters  were  the  amplitudes  of 
the  oscillatory  concentration  of  oxyhemoglobin  (A[Hb02]^'°®'’) 
and  deoxyhemoglobin  (A[Hb]™®P)  at  the  respiratory  fre¬ 
quency.  Tbe  minimization  of  the  sum  of  the  squares  of  the 
residuals,  i.e.,  2/[Ap.o*(Xi)  -  Ap.^P(Xi)]*,  yields  a  linear  sys¬ 
tem  whose  solution  gives  the  following  best  fit  concentrations 
of  amplitude  of  the  oscillatory  [Hb02]  and  [Hb]  (11) 


ALHbOJ"'”  = 


[2/  Ap.f''’(Xi)EHb02(^i)]C2i  Esbl^] 

-  [S,  Ap.”°'’(Xi)EHb(^i)]R  EHb02(^i)£Ht(\)3 

[S(  £Lo|,(^i)][2;  E^(X,)]  -  [2i  EHb02(^i)EHb(^i)P 


(3) 


A[Hb7“''  = 


[S,Ajbr'>(XdE„b(Xd][2.£^b02(>^i)] 

—  [Sj  Ap.^^(X,)EHbO;(Xi)][Xi  eHb02(ki)Eiih(^i)] 
[S;  EHbOjl^i)]^  EabC^i)]  ~  K  £Hb02(ki)EHb(l^i)f 
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The  oxygen  saturation  of  the  hemoglobin  compartment  oscil¬ 
lating  synchronously  with  respiration  (Svoj-NIRSresp)  is  then, 
given  by 

A[Hb02]'“'‘ 

Svoj  NIRS,^p  -  -I-  A[Hbr“'’ 


[2,AM.r(^.)eHb02(>^i)][2cE|b()^i)] 

_  -  [2i  Ap.™'’(Xi)eHb(X.t)][^i  EHbO;(^r)EHb(ki)] 

[Sj  A|iJ,“'’(X,)EHb02(ki)]{2i  EHb(X()[EHb{?'.i)  ~  £Hb02(^i)3} 

—  [2i  Ap,S“'’(X,)EHb(^i)]{2i  eHb02(^i)[£Hb(^i)  ~  EHb02(^>)]} 


(5) 


It  is  important  to  note  that  for  the  determination  of  Svoj- 
NIRSresp  one  only  needs  to  know  Letrto  within  a  wavelength- 
independent  factor.  In  fact,  Eq.  5  shows  that  a  common, 
wavelength-independent  multiplicative  factor  in  Ap.o(Xj)  can¬ 
cels  out  in  the  expression  for  Svoj-NIRSresp.  In  contrast,  the 
wavelength  dependence  of  Lea  is  important  for  the  measure¬ 
ment  of  Svoj  with  our  method,  and  this  is  why  we  have  opted 
to  measure  Lea  at  each  wavelength  using  the  multidistance, 
frequency-domain  technique.  It  is  also  important  to  observe 
that  our  method  requires  1)  oscillations  of  p,a  at  the  respira¬ 
tory  frequency  to  be  reliably  attributed  to  hemoglobin  (and 
not,  for  instance,  to  motion  artifacts),  2)  the  hemoglobin 
concentration  fluctuations  to  result  from  the  volume  oscilla¬ 
tion  of  a  hemoglobin  compartment  rather  than  from  periodic 
fluctuations  in  the  blood  flow,  and  3)  the  fluctuating  hemo¬ 
globin  compartment  responsible  for  the  measured  Ap,a  to  be 
mainly  the  venous  compartment.  In  our  measurements,  we 
have  considered  each  one  of  the  three  above  points.  The 
assignment  of  the  absorption  oscillations  to  hemoglobin 
{point  1)  was  done  by  requiring  that  the  hemoglobin  spec¬ 
trum  fits  the  absorption  data  relatively  well.  To  this  aim,  we 
requested  that  the  average  absolute  value  of  the  relative 
residuals,  defined  as  e^^  =  |  AtJi«‘(Xi)  -  Aixr^O^i)  I  / 

Ap,J‘(Xi),  where  N  is  the  number  of  wavelengths  considered, 
be  at  most  twice  the  experimental  percent  error  in  We 

also  used  the  standard  deviation  of  the  Svo2-NIRSresp(FFT) 
values  obtained  with  the  800  (piglet  experiment)  or  500- 
1,000  (human  experiment)  successive  FFTs  to  estimate  the 
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error  in  Svoj-NIRSresp(FFT).  We  discarded  the  cases  having 
a  standard  deviation  error  in  Svo,'NIRSresp  ^eater  than 
15%.  The  assignment  of  the  absorption  oscillations  to  volume 
rather  than  blood  flow  fluctuations  (point  2)  is  achieved  by 
verifying  that  the  absorption  oscillations  at  the  eight  wave¬ 
lengths  are  in  phase.  In  fact,  blood  flow  fluctuations  induce 
out-of-phase  oscillations  in  tjfie  [Hb02]  and  [Hb]  (because  of 
the  increased  rates  of  inflow  of  Hb02  and  washout  of  Hb),  as 
opposed  to  the  in-phase  oscillations  of  Hb02  and  Hb  that 
result  from  volume  pulsations.  The  third  point,  namely  the 
requirement  that  the  absorption  oscillations  at  the  respira¬ 
tory  frequency  are  representative  of  venous  blood,  is  investi¬ 
gated  by  I)  comparing  the  Svoj-NIRS  from  the  respiratory 
hemoglobin  oscillations  (Svoj-NIRSreap)  with  the  correspond¬ 
ing  values  measured  by  gas  analysis  of  Svoj-blood  (piglet 
experiments)  or  by  the  NIRS  venous  occlusion  method  (Svoj- 
NIRSyo)  (human  subject  experiments),  2)  stud3ring  the  effect 
on  the  [Hb]  and  [Hb02]  oscillations  at  the  respiratory  fre¬ 
quency  of  a  venous  occlusion  induced  between  the  lungs  and 
the  peripheral  measurement  area  (the  thigh  muscles  in  hu¬ 
man  subject  experiments),  and  3)  by  recording  the  effect  of 
muscle  exercise  on  the  near-infrared  measinrements  of  Svqj 
[Svoj-NIRSresp(BP)]  in  human  subjects. 

RESULTS 

Figure  4  reports  average  spectra  of  Leff  measured  for 
a  source-detector  separation  of  1  cm.  Figure  4A  refers 
to  piglet  measurements  conducted  at  two  different  val¬ 
ues  of  FiOj,  whereas  Fig.  4B  refers  to  human  measure¬ 
ments  with  probes  HVM  and  HVL.  The  error  bars  in 


A 


Fig.  4.  Near-infrared  spectra  of  the  effective  optical  pathlength  (Lcir) 
measured  on  the  piglet’s  leg  (A)  and  a  human  thigh  muscle  (B)  for  a 
source-detector  separation  (r)  of  1  cm.  In  A,  different  symbols  refer  to 
2  different  values  of  Floj.  In  B,  different  symbols  refer  to  2  different 
thigh  muscles  (vastus  medialis  for  probe  HVM  and  vastus  lateralis 
for  probe  HVL).  The  lines  join  the  points  as  an  aid  to  the  eye. 


Fig.  4  represent  the  standard  deviations  over  multiple 
measurements  (multiple  Fiqj  cycles  and  piglets  for  Fig. 
4A  and  multiple  subjects  for  Fig.  4B). 

In  the  piglet  experiment,  we  discarded  11  (from  a 
total  of  67)  Svoj-NIRSresp(FFT)  measurements  because 
the  standard  deviation  over  800  FFTs  exceeded  15%. 
These  discarded  Svoj-NIRSrespCFFT)  readings  occurred 
as  follows:  one  (of  8)  in  piglet  1,  two  (of  26)  in  piglet  2, 
and  eight  (of  33)  in  piglet  3.  One  discarded  reading  was 
assigned  to  motion  artifacts,  whereas  the  other  ten 
discarded  measurements  all  occurred  at  low-Fio^  val¬ 
ues  (10-17.5%)  corresponding  to  Svoj-blood  values  of 
20-50%.  We  were  not  able  to  apply  the  BP  method  to 
piglet  2  and  to  the  Fiqj  cycles  A  and  B  of  piglet  3 
because  of  irregular  absorption  oscillation  waveforms 
that  were  not  reliably  processed  by  the  BP  +  MA 
approach. 

Figure  5  shows  typical  temporal  traces  of  the  relative 
[Hb02]  and  [Hb]  measured  on  the  piglet’s  leg  (with 
optical  probe  PR)  (Fig.  5iA)  and  on  the  human  vastus 
medialis  muscle  at  rest  (Fig.  5B)  and  during  venous 
occlusion  on  the  upper  thigh  (optical  probe  HVM)  (Fig. 
5C).  The  temporal  traces  of  [Hb]  and  [Hb02]  are  ob¬ 
tained  by  fitting  the  measured  spectrum  of  A)Xo(X.,i) 
(whose  value  at  each  wavelength  was  obtained  from 
Eg.  2)  with  a  linear  combination  of  the  Hb02  and  Hb 
extinction  spectra.  This  procedure  results  in  the  appli¬ 
cation  ofEqs.  3  and  4  without  the  superscript  “resp”  on 
A)Xa,  A[Hb02],  and  A[Hb].  Two  oscillatory  components 
are  clearly  visible  in  the  relative  [Hb02]  and  [Hb] 
traces  of  Fig.  5A:  the  first  one,  associated  with  the 
heartbeat  (as  shown  by  the  pulse  oximeter  data;  top 
trace  in  Fig.  5)  is  at  a  frequency  of  ~2.5  Hz,  whereas 
the  second  one,  associated  with  respiration  (as  shown 
by  the  strain  gauge  signal;  second  trace  from  the  top  in 
Fig.  5),  is  at  a  frequency  of  ~0.65  Hz.  Only  the  latter 
oscillatory  component  (at  a  frequency  of  ~0.23  Hz  in 
human  subjects)  is  clearly  visible  in  Fig.  5B,  whereas 
neither  is  present  in  Fig.  5C.  Figure  5,  B  and  C,  shows 
additional  low-frequency  oscillations  associated  with 
changes  in  blood  pressure  and  heart  rate.  We  observe 
that  the  strain-gauge  signal  (second  trace  from  the  top 
in  Fig.  5)  increases  during  inspiration  and  decreases 
during  expiration.  The  BP  filter  described  in  the  pre¬ 
vious  section  aims  at  isolating  the  oscillatory  compo¬ 
nent  at  the  respiratory  frequency  by  filtering  out 
higher  and  lower  frequency  components.  The  relative 
[Hb02]  and  [Hb]  traces  after  BP  filtering  are  shown  in 
Fig.  5,  bottom.  In  the  case  reported  in  Fig.  5,  which  is 
representative  of  the  results  reported  in  this  article  for 
Svoj-NIRSresp,  the  oscillatory  components  of  [Hb02] 
and  [Hb]  at  the  respiratory  frequency  are  in  phase  with 
each  other  and  disappear  during  venous  occlusion. 

Figure  6  illustrates  representative  A|x™®'’  spectra 
measured  on  the  piglet’s  leg  (probe  PR)  (Fig.  6A)  and  on 
the  human  vastus  medialis  muscle  at  rest  (Fig.  6B)  and 
during  venous  occlusion  on  the  upper  thigh  (probe 
HVM)  (Fig.  6G).  Thej'-axis  of  each  panel  of  Fig.  6  refers 
to  the  values  of  obtained  with  the  BP  filter 

method.  The  values  of  A|Xo®®p  computed  with  the  FFT 
method  are  normalized  by  a  wavelength-independent 
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A  piglet  (FiO2=40%)  B  human  subject  at  rest  C  human  subject 

during  venous  occlusion 


Fig.  5.  Representative  traces  of  the  relative  HbOz  concentrations  ((Hb02l)  and  Hb  concentrations  ([Hb])  measured 
on  the  piglet’s  leg  (with  optical  probe  PR)  (A)  and  on  the  human  vastus  medialis  muscle  at  rest  (B)  and  during 
venous  occlusion  on  the  upper  thigh  (optical  probe  HVM)  (C).  Bottom  panels  report  the  [Hb]  traces  after  processing 
with  the  digital  band-pass  filter  [band  pass  (BP)  +  modeling  algorithm  (MA)]  designed  to  isolate  the  oscillations 
at  the  respiratory  fi-equency.  Top  trace  represents  the  piglet’s  heartbeat  monitored  by  the  pulse  oximeter.  Second 
trace  from  the  top  is  the  strain  gauge  signal  that  monitors  the  respiratory  excursion.  The  strain  gauge  signal 
increases  during  inspiration  and  decreases  during  expiration,  a.u.,  Arbitrary  units. 


factor  to  match  the  BP  value  of  at  636  nm.  The 
relatively  high  value  of  e®*  during  venous  occlusion 
(Fig.  6C)  is  an  indication  of  the  poor  fit,  which  in  tium 
results  from  the  lack  of  hemoglobin  oscillations  at  the 
respiratory  frequency  (see  Fig.  5C,  bottom,  and  the 
y-axis  values  of  Fig.  5C  compared  with  those  of  Fig. 
SB).  Figure  6  also  shows  the  best  fit  of  the  hemoglobin 
absorption  spectrum  to  the  BP  Ap”®'’  and  to  the  FFT 
Apo®®P.  The  best-fit  hemoglobin  spectra  represent  the 
oxygen  saturation  of  hemoglobin,  as  illustrated  in  Fig. 
1.  The  value  of  Svoj-NIRSresp  is  given  by  Eg.  5. 

Figure  7  compares  the  measurements  of  Svoj- 
NIRSresp(BP),  Svo2-NIRSresp(FFT),  and  Svo^-blood  dur¬ 
ing  cycle  A  of  piglet  1  and  during  cycle  C  of  piglet  3.  The 
SvOj-NIRSresp(BP)  traces  reported  in  Fig.  7  were  ob¬ 
tained  by  performing  a  running  average  of  the  breath- 
to-breath  values  obtained  with  the  BP  method.  In  Fig. 
7,  the  averaging  procedure  consists  of  a  5-point  (in  Fig. 
7A)  or  15-point  (in  Fig.  IB)  running  average.  The 
assessment  of  the  agreement  between  the  measure¬ 
ments  of  Svo2-NIRSresp(FFT)  and  Svo^-blood  in  the  full 
piglet  study  is  carried  out  according  to  the  procedure 
described  by  Bland  and  Altman  (5).  Figure  8A  plots  the 


results  of  the  NIRS  method  based  on  the  respiratory 
oscillations  of  the  tissue  absorption  against  the  inva¬ 
sive  measm-ement  of  Svoj-blood.  The  shape  of  the  sym¬ 
bols  in  Fig.  8A  indicates  the  piglet  number,  whereas 
the  type  of  fill  indicates  the  location  of  the  NIRS  mea¬ 
surement.  The  range  of  Svoj-blood  values  considered  in 
tliis  study  is  —20-95%.  The  error  bars  in  Fig.  8A  are 
the  standard  deviations  (SD)  computed  from  the  re¬ 
sults  of  —800  successive  FFTs  (as  described  in  materi¬ 
als  AND  methods).  Figure  8S  displays  the  difference 
between  the  two  readings  vs.  their  average,  and  it 
quantifies  the  discrepancy  between  the  two  methods 
and  the  possible  dependence  of  such  a  difference  on  the 
level  of  Svo2-  Tire  mean  difference  between  Svq^- 
NIRSresp  and  Svoj-blood  over  the  full  oxygenation 
range  considered  in  this  study  is  1.0%  (a  measurement 
of  the  bias  of  the  Svo^-NIRSresp  measurement),  and  the 
SD  of  the  difference  is  5.8%.  Figure  85  does  not  show 
any  striking  dependence  of  the  difference  on  the  mean. 
If  we  take  the  values  of  mean  difference  ±  2  SD  as  the 
limits  of  agreement  of  the  two  methods  (5),  we  get  an 
estimate  of  the  maximal  discrepancies  between  Svqj- 
NIRSresp(FFT)  and  Svo^-blood  of  -10.6%  and  +12.6%. 
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piglet  (FiO2=40%) 


human  subject  at  rest 


wavelength  (nm) 


human  subject  during  venous  occlusion 


wavelength  (nin) 

■  band  pass  O  FFT 

Fig.  6.  Representative  change  in  respiratory  tissue  absorption  coef¬ 
ficient  (Ap,™®’’)  spectra  measured  with  the  BP  and  fast  Fourier 
transform  (FFT)  methods  on  the  piglet’s  leg  (probe  PR)  (A)  and  on  the 
human  vastus  medialis  muscle  at  rest  (B)  and  during  venous  occlu¬ 
sion  on  the  upper  thigh  (probe  HVM)  (C).  The  experimental  8-point 
Ap”®’’  spectra  were  fitted  with  the  hemoglobin  absorption  spectrum 
(with  the  oxy-  and  deoxyhemoglobin  concentrations  as  fitting  param¬ 
eters).  The  values  of  e*'*  (defined  in  the  text)  for  the  BP  and  FFT 
spectra  give  a  measure  of  the  quality  of  the  fit. 

In  the  human  experiment,  we  found  that  the  NIRS 
values  of  Svo^  measured  with  probe  HVM  (placed  on 
top  of  a  visible  vein)  were  typically  smaller  than  those 
measured  with  probe  HVL  (placed  far  from  any  visible 
vein).  Furthermore,  the  amplitude  of  the  oscillatory 
absorption  at  the  respiration  (heartbeat)  frequency 
was  typically  greater  (smaller)  for  the  data  collected 
with  probe  HVM  than  vrith  probe  HVL.  Of  the  16 
Svoa-NIRSresp  measurements  (8  subjects,  2  locations), 


we  discarded  only  2  measurements  (because  of  a  value 
of  S®*  greater  than  twice  the  error  in  Aix”®**),  both 
collected  vrith  probe  HVL.  Figure  9  compares  the  Svoj- 
NIRSresp  values  measured  in  the  human  subjects  at 
rest  in  which  the  FFT  method  and  the  BP  filtering 
approach  were  used.  Figure  9A  shows  the  good  agree¬ 
ment  of  the  two  measurements,  and  Fig.  9J5  quantifies 
the  average  difference  (0.9%)  and  the  maximum  dis¬ 
crepancies  of  -5.1  and  +6.9%,  as  given  by  the  mean  ± 
2  SD  of  the  differences.  Figure  10  reports  a  similar 
comparison  between  Svoj-NIRSresplFFT)  and  Svoj- 
NIRSvo.  As  described  by  Yoxall  and  Weindling  (56), 
under  the  assumption  that  a  venous  occlusion  induces 
an  initial  increase  in  the  venous  blood  volume,  Svo^- 
NIRSvo  is  ^ven  by  [Hb02]ci/[Hb  -TJo,  where  the  dots 
indicate  a  time  derivative  and  the  subscript  0  indicates 
the  initial  time  that  immediately  follows  the  onset  of 
venous  occlusion.  The  agreement  between  Svoj- 
NIRSresp(FFT)  and  Svoj-NIRSvo  is  good,  with  an  aver¬ 
age  deviation  of  0.8%  and  maximum  discrepancies  of 
-4.2  and  +5.8%.  Two  horizontal  lines  in  Figs.  SB  and 
9S  indicate  the  range  given  by  the  mean  difference  ±  2 
SD.  The  maximum  discrepancy  among  Svoj-NIRSresp- 
(FFT),  Svoj-NIRSreBp(BP),  and  Svo^-NIRSvo  is  less  than 
the  maximum  deviation  between  Svoj-NIRSresplFFT) 
and  Svoj-blood  found  in  piglets  (see  Fig.  8B). 

The  effect  of  muscle  exercise  on  the  measurement  of 
Svoj-NIRSresp(BP)  on  top  of  a  visible  superficial  vein 
{probe  HVM)  is  illustrated  in  Fig.  11.  Although  Sao^ 
(measured  with  a  pulse  oximeter)  is  unaffected  by  the 
exercise,  Svoj-NIRSresp(BP)  shows  a  significant  postex¬ 
ercise  decrease  from  a  baseline  value  of  75-78%  down 
to  a  minimum  value  of  ~54%.  The  recovery  to  the 
baseline  value  of  Svoj-NIRSresp(BP)  occurs  after  ~30  s. 
By  using  the  BP  approach,  we  could  monitor  Svo^- 
NIRSresp  at  every  breathing  period,  i.e.,  every  ~5  s, 
thus  achieving  a  real-time  monitoring  of  Svojj.  We 
observe  that  we  cotdd  not  obtain  meaningful  measure¬ 
ments  of  Svoj-NIRSresp  during  exercise  because  of  mo¬ 
tion  artifacts. 

DISCUSSION 

Various  methods  for  measuring  Svo^  The  method 
presented  in  this  article  to  measure  Svo^  from  the 
near-infrared  absorption  oscillations  at  the  respiratory 
frequency  (spiroximetry)  can  be  implemented  by  using 
a  FFT  or  a  digital  BP  filter  in  conjunction  with  a  MA. 
We  have  indicated  the  measurements  of  Svqj  obtained 
with  these  two  approaches  with  the  notations  Svo^- 
NIRSreBp(FFT)  and  Svo2-NIRSresp(BP),  respectively. 
An  alternative  method  for  measuring  Svqj  with  NIRS 
is  based  on  a  previously  described  venous  occlusion 
protocol  (13,  39,  55,  56).  We  have  identified  the  results 
of  this  measurement  procedure  with  the  notation  Svo,- 
NIRSvo-  In  the  human  study,  the  NIRS  measurements 
were  conducted  at  two  locations  on  the  thigh.  One 
location  was  on  top  of  a  visible  superficial  vein  of  the 
vastus  medialis  muscle  {probe  HVM),  and  the  second 
location  was  far  from  visible  superficial  veins  on  the 
vastus  lateralis  muscle  {probe  HVL).  Finally,  the  inva- 
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Fig.  7.  Comparison  between  the  con¬ 
tinuous  measurement  of  Svoj-NIRSresp 
(BP)  and  the  discontinuous  measure¬ 
ments  of  Svoa-NIRSrenpCFFT)  and  Svoj- 
blood.  A  refers  to  cycle  A  of  piglet  1, 
whereas  B  refers  to  cycle  C  of  piglet  3. 
The  values  of  Floj  (%,  left  y-axes) 
during  the  experiment  are  indicated  by 
the  shaded  profiles. 


B 


time  (min) 


OSvO,-BLOOD  B  SvO,-NmS„,p(FFT)  — SvOrNIRS^CBP) 


sive  measurement  of  Svoj  performed  by  the  gas  anal¬ 
ysis  of  venous  blood  samples  is  indicated  with  Svoj- 
blood.  In  this  section,  we  discuss  the  different  features 
of  these  measurements  of  Svqj,  and  the  comparison  of 
their  results,  as  reported  in  Figs.  7-9. 

The  FFT  and  BP  filter  approaches  to  near-infrared 
spiroximetry.  The  major  advantage  of  the  BP  approach 
is  that  it  allows  for  a  real-time  measurement  of  Svoj  by 
providing  a  reading  of  Svoj-NIRSrespfBP)  at  every  res¬ 
piration  cycle.  Consequently,  this  method  is  particu¬ 
larly  effective  during  transients,  as  illustrated  by  the 
recovery  of  the  Svoj-NrRSresp(BP)  traces  corresponding 
to  the  sudden  increase  of  FiOj  to  100%  in  piglets  ,  (see 
Fig.  6,  A  and  B),  or  to  the  end  of  the  exercise  period  in 
human  subjects  (see  Fig.  11).  On  the  other  hand,  the 
BP  filter  +  MA  method  is  susceptible  to  fluctuations  in 
the  respiratory  frequency  and  to  irregular  respiration 
patterns.  This  accounts  for  the  fact  that  we  did  not  get 
reliable  readings  of  Svo^-NIRSrespfBP)  in  piglet  2  and 
in  FiOj  cycles  A  sind  B  of  piglet  3.  The  FFT  method  was 
more  robust,  producing  reliable  readings  in  56  of  67 
cases  (84%)  in  the  piglet  study  and  in  14  of  16  cases 
(87%)  in  the  human  study.  It  is  important  to  observe 
that  10  of  the  11  discarded  readings  in  piglets  occurred 
at  low-Svoj-NIRS-blood  values  (20-50%),  and  one  was 


assigned  to  motion  artifacts.  Both  discarded  readings 
in  the  human  study  were  collected  with  probe  HVL, 
which  was  placed  far  fi-om  visible  veins.  Therefore,  we 
have  found  indications  that  the  measurement  of  Svoj- 
NIRSresp(FFT)  is  particularly  robust  at  Svoj  values 
>50%  (in  piglets)  and  when  the  optical  probe  is  placed 
on  top  of  a  visible  superficial  vein  (in  human  subjects). 
Although  the  FFT  method,  which  is  based  on  a  mea¬ 
surement  of  the  integrated  peak  at  the  respiratory 
firequency,  is  less  sensitive  than  the  BP  method  to 
irregular  respiration  patterns,  it  is  not  apphcable  dur¬ 
ing  transients.  In  fact,  we  did  not  obtain  reliable  read¬ 
ings  of  Svo^  when  the  time  frame  used  to  compute 
Svoj-NIRSrespCFFT)  (80  s  in  piglets,  80-120  s  in  human 
subjects)  included  significant  changes  in  the  Svo^. 
When  both  the  FFT  and  the  BP  methods  can  be  ap¬ 
plied,  they  provide  Svoj-NIRSresp  measurements  that 
are  in  excellent  agreement,  as  shown  in  Figs.  6  and  9. 
The  differences  between  the  two  measurements  (SD  of 
3.0%)  are  comparable  with  measurement  errors  and 
significantly  less  than  the  maximum  deviation  be¬ 
tween  Svoj-NIRSresp(FFT)  and  Svoj-blood  (approxi¬ 
mately  ±10%)  observed  in  the  piglet  study  (see 
Fig.  8B). 


Fig.  8.  Comparison  of  Svoj-NIRSresp 
(FFT)  and  Svo2-blood  in  the  piglet  study. 
The  shape  of  the  symbols  refer  to  the 
piglet  (circles,  piglet  1;  squares,  piglet  2; 
triangles,  piglet  3),  whereas  the  filling 
indicates  the  measurement  side  (filled 
symbols,  right  leg,  i.e.,  probe  PR;  open 
symbols,  left  leg,  i.e.,  probe  PL).  A:  Svo2- 
NIRSrasp(FFT)  is  plotted  ys.  Svo.2-blood. 
B:  difference  is  plotted  vs.  the  average  of 
the  2  measurements.  Two  horizontal 
lines  indicate  the  range  given  by  mean 
difference  ±  2  SD  (SD  is  the  standard 
deviation  of  the  difference  between  the  2 
measurements). 
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Fig.  9.  Comparison  of  Svoj-NIRSresp 
(FFT)  and  Svoj-NIRSraBpIBP)  in  the 
human  study.  •,  Vastus  medialis 
muscle;  i.e.,  probe  HVM.  O,  Vastus 
lateralis  musde;  i.e.,  probe  HVL.  Probe 
HVM  was  place  on  top  of  a  visible 
superficial  vein,  whereas  probe  HVL  was 
far  fium  visible  veins.  A:  Svoj-NIRSroap- 
(FFT)  is  plotted  vs.  Svoj-NIRS^CBP).  B: 
difference  is  plotted  vs.  the  average  of  the 
2  measurements.  Two  horizontal  lines  in 
B  indicate  the  range  given  by  mean  differ¬ 
ence  i  2  SD. 


Measurements  of  Svo^-NIRSresp  and  Svo^-NIRSuo- 
Both  of  these  NIRS  methods  to  measure  the  Svoj 
(resp  and  vo)  rely  on  a  change  in  the  volume  fraction 
of  venous  blood  in  the  tissue.  The  two  major  differ¬ 
ences  between  the  two  methods  are  as  follows.  1)  The 
VO  method  requires  an  external  perturbation  consist¬ 
ing  of  a  pneumatic-cuff-induced  venous  occlusion, 
whereas  the  resp  method  is  only  based  on  the  intrin¬ 
sic  blood  pressure  oscillations  induced  by  normal 
respiration  and  can  be  applied  continuously.  2)  The 
VO  method  can  be  applied  only  to  limbs,  whereas  the 
resp  method  can,  in  principle,  be  applied  to  any 
tissue  and  in  particular  to  the  brain,  as  already 
shown  by  Wolf  et  al.  (52).  However,  we  stress  that  it 
is  always  important  to  verify  that  the  [Hb02l  and 
[Hb]  oscillate  in  phase  at  the  respiratory  frequency 
for  the  resp  method  to  provide  reliable  measure¬ 
ments  of  Svoj.  For  instance,  Elwell  et  al.  (16)  re¬ 
ported  out-of-phase  oscillations  of  [Hb]  and  [Hb02] 
in  the  human  brain,  which  would  indicate  a  blood 


flow  rather  than  volume  oscillations,  thus  rendering 
the  resp  method  inapplicable.  In  our  human  study, 
we  found  an  excellent  agreement  between  Svqj- 
NIRSresp(FFT)  and  Svq^-NIRSvo,  with  a  maximum 
deviation  on  the  order  of  ±4-5%  (see  Fig.  10). 

Optical  probes  PR,  PL,  HVM,  and  HVL.  In  the  piglet 
study,  we  have  found  no  significant  difference  be¬ 
tween  the  Svoj-NIRSresp(FFT)  data  collected  with 
probes  PR  (on  the  right  leg)  and  PL  (on  the  left  leg, 
where  the  venous  catheter  was  inserted)  (see  Fig. 
8A).  This  result  indicates  that  noninvasive  measure¬ 
ments  of  Svoj  on  one  leg  can.  be  meaningfully  com¬ 
pared  w-ith  invasive  measurements  of  Svqj  on  the 
other  leg.  In  the  human  study,  we  found  some  differ¬ 
ences  between  the  Svoj-NIRS  measurements  with 
probe  HVM  (placed  on  top  of  a  visible  superficial  vein 
in  the  vastus  medialis  muscle)  and  with  probe  HVL 
(placed  far  from  visible  veins  on  the  vastus  lateralis 
muscle).  As  shown  in  Figs.  8  and  9,  the  Svoj-NIRS 
readings  (with  both  the  NIRSresp  and  NIRSvo 


A  B 


[SvOj-NlRS,,J)/2(%) 
•  probe  HVM  O  probe  HVL 


Fig.  10.  Comparison  of  Svoj-NIRSresp 
(FFT)  and  Svoj-NIRSvo  (venous  occlu¬ 
sion)  in  the  human  study.  •,  Vastus 
medialis  muscle;  i.e.,  probe  HVM.  o. 
Vastus  lateralis  muscle;  i.e.,  probe 
HVL.  Probe  HVM  viras  place  on  top  of  a 
visible  superficial  vein,  whereas  probe 
HVL  was  far  from  visible  veins.  A:  Svoj- 
NIRSresp(FFT)  is  plotted  vs.  Svoj- 
NIRSvo.  B:  difference  is  plotted  vs.  the 
average  of  the  2  measurements.  Two 
horizontal  lines  in  B  indicate  the  range 
given  by  mean  difference  ±  2  SD. 
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Fig.  11.  Continuous  measurement  ofSvo2-NIRSroap(BP)  with  optical 
probe  HVM  (vastus  medialis  muscle,  on  top  of  a  visible  superficial 
vein)  on  a  healthy  human  subject  during  baseline  and  after  isometric 
muscle  exercise  (recovery). 


method)  of  probe  HVM  (see  Figs.  8  and  9)  were 
typically  smaller  than  the  readings  of  probe  HVL 
(see  Figs.  8  and  9).  We  assign  this  result  to  a  partial 
contribution  from  the  capillary  and/or  arterial  com¬ 
partments  picked  up  by  probe  HVL.  In  fact,  although 
the  optical  data  from  probe  HVM  shown  in  Fig.  4,  B 
and  C,  do  not  show  any  visible  contribution  from  the 
arterial  pulsation,  data  from  probe  HVL  (not  shown) 
do  contain  pulsatile  components  at  the  heartbeat 
frequency.  As  a  result,  we  believe  that  the  optical 
probe  should  be  placed  on  top  of  visible  superficial 
veins  for  more  accurate  readings  of  Svoj-NIRSresp  on 
human  subjects.  We  believe  that  the  reason  that 
Svoj-NIRSreap  readings  in  the  piglet  study  were  in 
close  agreement  with  the  invasive  measurement  of 
Svoj,  despite  the  evident  arterial  pulsation  in  Fig. 
5A,  is  related  to  the  smaller  extent  of  respiratory 
sinus  arrhjdihmia  in  piglets  with  respect  to  humans. 
In  fact,  respiratory  sinus  arrhythmia  is  the  main 
origin  of  the  arterial  oscillations  at  the  respiratory 
frequency  (38).  The  larger  role  played  by  respiratory 
sinus  arrh5d;hmia  in  human  subjects  with  respect  to 
•  piglets  will  probably  require  a  more  careful  interpre¬ 
tation  of  the  optical  data  for  spiroximetry.  However, 
the  results  of  Fig.  11  show  the  practical  applicability 
of  spiroximetry  to  human  subjects,  so  that  we  do  not 
expect  respiratory  sinus  arrhythmia  to  introduce  an 
intrinsic  limitation  of  the  method. 

Noninvasive  vs.  invasive  measurements  of  Svo^-  The 
comparison  between  Svo,^-NIRSresp(FFT)  and  Svq^- 
blood  in  the  piglet  study  shows  a  maximum  deviation 
range  of  -10.6%  to  +12.6%.  The  local  character  of 
the  Svq^  (as  opposed  to  the  systemic  nature  of  the 
Saoj)  requires  some  caution  in  the  comparison  of 
invasive  (Svc^-blood)  and  noninyasive  (Svoj-NIRS) 
measurements  of  Svqj.  In  fact,  in  our  piglet  study, 
Svoj-blood  was  measured  from  blood  samples  drawn 
from  the  femoral  vein,  whereas  Svoj-NIRSresp  was 
measured  with  an  optical  probe  placed  on  the  leg 
muscle.  It  is  likely  that  the  NIRS  oscillatory  signal 


(at  the  respiratory  frequency)  is  not  just  representa¬ 
tive  of  the  femoral  vein  and  may  therefore  be  indic¬ 
ative  of  the  oxygen  consumption  at  different  tissue 
areas  than  those  affecting  the  femoral  vein  satura¬ 
tion.  This  fact  may  not  lead  to  significant  differences 
under  rest  conditions,  but  it  may  be  important  un¬ 
der  stress.  Although  we  found  a  good  agreement 
between  Svoj-NIRSresplFFT)  and  Svo„-blood  over 
the  whole  range  of  Fio,  V2dues  considered  (see  Fig.  8), 
we  observed  a  meaningfully  greater  SD  of  the  differ¬ 
ences  over  the  20-55%  Svoj-blood  range  (SD  =  7.8%) 
than  in  the  55-95%  range  (SD  =  3.6%). 

Effect  of  muscle  exercise  on  Svo^-NIRSrespCBP).  The 
result  reported  in  Fig.  11  serves  the  purpose  of  further 
illustrating  the  potential  of  the  Svo2-NIRSresp(BP) 
measurement  approach.  In  fact,  Fig.  11  shows  the 
feasibility  of  monitoring  the  Svoj  in  real  time  on  a 
breath-to-breath  basis  (one  data  point  every  4-5  s). 
Furthermore,  the  baseline  Svoj-NIRSrespfBP)  value  of 
75-78%  and  the  exercise-induced  drop  indicate  the 
venous  origin  of  the  saturation  measurement,  since  the 
Saoj  measurement  provided  by  the  pulse  oximeter 
stayed  constant  at  98  ±  1%  for  the  whole  measurement 
period.  On  the  other  hand.  Fig.  11  reports  only  one 
representative  case,  and  more  studies  are  required  to 
quantify  the  effect  of  muscle  exercise  on  the  measure¬ 
ment  of  SvOj-NIRSresp. 

In  conclusion,  we  have  presented  a  noninvasive 
approach  to  measure  the  Svqj  in  tissues  from  the 
near-infrared  spectrum  of  the  amplitude  of  respira¬ 
tion-induced  absorption  oscillations.  We  have  imple¬ 
mented  this  approach,  which  we  call  near-infrared 
spiroximetry,  by  processing  the  optical  data  with  a 
FFT  method  or  with  a  digital  BP  filter  in  conjunction 
with  a  MA.  More  sophisticated  data  processing 
schemes  may  further  improve  the  effectiveness  and 
the  range  of  applicability  of  spiroximetry.  The  Svoj 
measurements  reported  in  this  article  complement 
previously  demonstrated  NIRS  measurements  of 
Stoj  (8,  27)  and  Saoj  (21).  Therefore,  our  results  may 
lead  to  the  design  of  a  noninvasive  optical  instru¬ 
ment  capable  of  providing  simultaneous  and  real¬ 
time  measurements  of  local  Saoj,  Sto.^,  and  Svoj. 
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Chapter  7 


7.1  Introduction 


In  frequency-domain  spectroscopy,  the  intensity  of  the  light  source  is  sinusoidally 
modulated  at  a  frequency  /.  One  can  fully  describe  the  modulated  intensity  using 
three  parameters;  namely,  the  average  intensity  (DC  intensity),  the  amplitude  of  the 
intensity  oscillations  (AC  amplitude),  and  the  phase  (4>)  of  the  intensity  wave.  The 
modulation  is  defined  by  the  ratio  AC/DC.  Because  the  phase  measurement  and  the 
intensity  modulation  are  the  key  features  of  frequency-domain  spectroscopy,  the 
term  phase  modulation  is  sometimes  used  interchangeably  'niih  frequency  domain. 
The  phase  measurement  is  related  to  the  time-delay  experienced  by  the  probing  in¬ 
tensity  wave.  If  T  is  a  typical  time  delay,  the  phase  is  of  the  order  of  cur,  where 
0)  =  Inf  is  the  angular  modulation  frequency.  To  obtain  phase  measureme:nts 
with  good  signal-to-noise  ratio,  it  is  required  that  cur  ~  1,  which  is  the  condition 
that  guides  the  choice  of  the  modulation  frequency,  /.  In  the  case  of  near-infrared 
spectroscopy  and  imaging  of  tissues,  r  ~  1  ns  for  source-detector  separations  on 
the  order  of  a  few  centimeters.^’^  Consequently,  the  condition  cur  ~  1  detemiines 
/  ~  100  MHz,  which  falls  within  the  radio-frequency  range.  The  100-MHz  fre¬ 
quency  range  is  the  one  typically  used  for  frequency-domain  optical  studies  of 
biological  tissues. 

In  this  chapter,  we  describe  the  frequency-domain  instrumentation  (Sec¬ 
tion  7.2),  the  theoretical  modeling  of  light  propagation  in  tissue  (Section  7.3),  and 
in  vivo  applications  of  frequency-domain  spectroscopy  (Section  7.4)  and  imaging 
(Section  7.5).  We  have  tried  to  make  this  chapter  self-contained;  while  providing 
extensive  reference  to  the  literature  as  a  guide  for  additional  reading  and  for  in- 
depth  coverage  of  topics  that  are  only  briefly  mentioned  here. 

7.2  Instrumentation,  Modulation  Methods,  and 
Signal  Detection 


Frequency-domain  spectroscopy  can  be  implemented  using  several  instrumen¬ 
tal  schemes.  For  instance,  homodyne  techniques  [in-phase  quadrature  (IQ),  or 
zero-cross  detection]  perform  amplitude  and  phase  measurements  without  down¬ 
converting  the  radio  frequency,  while  heterodyne  detection  (using  two  oscillators) 
relies  on  down  conversion  of  the  radio  frequency  from  the  100-MHz  range  to  the 
kilohertz  range.  Furthermore,  signal  processing  may  involve  zero  crossing  detec¬ 
tors  and  analog  filters,  or  analog-to-digital  conversion  and  Fourier  filters.  A  com¬ 
prehensive  review  of  the  instrumentation  for  optical  studies  of  tissue  in  the  fre¬ 
quency  domain  can  be  found  in  Ref.  [3].  In  Sections  7.2.1-7.2.5,  we  describe 
the  various  light  sources  and  modulation  methods,  and  the  principles  of  hetero¬ 
dyne  detection  with  digital  signal  processing  and  Fourier  filtering.  In  Section  7.2.6, 
we  describe  a  specific  frequency-domain  instrument  for  near-infrared  tissue  spec¬ 
troscopy. 
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7.2.1  Lasers  and  arc  lamps 

The  emission  of  continuous-wave  lasers  and  are  lamps  can  be  modulated  using 
devices  based  on  the  electro-optical  (Pockels  cells)'^  or  acoustp-optical^’^  effect. 
A  Pockels-  cell  is  a  birefringent  crystal  whose  indices  of  refraction  c^  be  varied-by 
applying  an  electric  field.  The  application  of  a  time- varying  voltage  to  the  Pockels 
cell  modulates  the  relative  phase  delay  of  the  light  components  polarized  along  the 
two  principal  axes  of  the  cell.  If  this  relative  phase  delay,  or  retardation^  oscillates 
between  0  and  7t  when  the  modulated  Pockels  cell  is  sandwiched  between  two 
crossed  linear  polarizers,  each  at  an  angle  of  45  deg  with  respect  to  the  principal 
axes  of  the  cell,  one  achieves  an  intensity  modulator.  In  fact,  no  light  is  transmitted 
when  the  retardation  is  0,  while  all  light  is  transmitted  when  the  retardation  is  7t. 
An  acousto-optic  modulator  is  a  material  that  uses  piezoelectric  and  photoelastic 
effects  to  convert  an  oscillating  electric  field  into  mechanical  vibrations,  which  in 
turn  induce  a  spatially  dependent  index  of  refraction.  When  a  standing  acoustic 
wave  is  established,  the  acousto-optic  crystal  behaves  as  an  oscillating  refractive 
index  grating  that  modulates  the  transmitted  light  by  time-varying  diffraction.  Both 
electro-optic  and  acousto-optic  devices  require  the  light  beam  to  be  collimated.  In 
the  case  of  arc  lamps,  appropriate  coUimation  optics  are  required.  Pockels  cells 
provide  effective  modulations  up  to  about  500  MHz,  and  acoustO-optic  modulators 
up  to  about  300  MHz. 

The  wavelength  of  the  laser  is  chosen  on  the  basis  of  the  requirements  of 
the  particular  application  (absorption  band  of  a  chromophore,  optimal  penetration 
depth  in  tissues,  etc.).  Examples  of  externally  modulated  CW  lasers  suitable  for 
optical  studies  of  tissues  include  the  krypton  ion  (647  nm)  and  He-Ne  (633  nm) 
lasers.  Dye  lasers  pumped  by  either  argon  or  krypton  lasers  afford  contmuous  tun- 
ability  over  a  wide  spectral  range  that  covers  the  whole  visible  band.  Arc  lamps 
(Xe,  Xe-Hg,  etc.)  provide  continuous  spectral  emission  from  the  UV  (230  nm)  to 
the  near-infrared  (1100  nm).  Therefore,  they  are  ideal  sources  for  spectroscopic 
studies  when  a  wide  and  continuous  spectral  range  is  required. 

7.2.2  Pulsed  sources 

It  is  possible  to  achieve  a  large  modulation  bandwidth  by  exploiting  the  harmonic 
content  of  pulsed  sources  with  high  repetition  rates.  These  sources  can  be  either 
mode-locked  pulsedTasers  (Nd:YAG,  Ti;sapphire,  dye  lasers,  etc.)^  or  synchrotron 
radiation.*’^  The  repetition  rate  of  the  pulses  gives  the  fundamental  frequency, 
whereas  the  pulse  width  determines  the  width  of  the  power  spectrum  band.  The 
power  spectmm  of  raode-focked  lasers  extends  well  above  10  GHz,  an  upper  limit 
in  frequency-domain  spectroscopy  imposed  by  the  optical  detectors  rather  than  the 
light  sources.  The  wavelengths  of  the  above-mentioned  lasers  are  1064  nm  for  the 
Nd:YAG,  660-1180  nm  (tunable)  for  the  Tirsapphire,  and  625-780  nm  (tunable) 
for  dye  lasers  using  DCM  or  oxanine  1  dyes.  A  unique  pulsed  source  is  provided 
by  synchrotron  radiation,  which  continuously  covers  the  UV/visible/near-infrared 
spectrum.  * 
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7.2.3  Laser  diodes  and  light-emitting  diodes  (LEDs) 

Semiconductor  lasers  and  LEDs  can  be  intensity  modulated  by  driving  them  with 
an  oscillating  current.  As  a  result  of  the  relatively  fast  response  time  of  laser  diodes, 
they  can  be  modulated  at  frequencies  up  to  the  gigahertz  range.  The  LEDs’  mod¬ 
ulation  frequency  bandwidth  is  typically  limited  to  150  MHz,  and  they  emit  Tight 
over  a  spectral  bandwidth  of  about  50-80  nm.  Consequently,  LEDs  can  be  used 
to  measure  continuous  spectra.^*^  For  frequency-domain  tissue  spectroscopy,  one 
can  find  a  number  of  laser  diodes  and  LEDs  emitting  in  the  wavelength  region 
of  interest  extending  from  600  to  1300  nm.  Laser  diodes  are  the  most  commonly 
used  light  sources  in  frequency-domain  optical  studies  of  tissue  because  of  their 
cost-effectiveness,  ease  of  modulation,  and  effective  coupling  to  fiber  optics,  in  ad¬ 
dition  to  the  fact  that  tissue  spectroscopy  can  be  effectively  performed  using  a  few 
discrete  wavelengths  (see  Sections  7.4.2  and  7.4.3). 

7.2.4  Optical  detectors 

optical  detectors  employed  in  frequency-domain  spectroscopy  include  photomul¬ 
tiplier  tubes  (PMTs),*^-^'^  microchannel  plate  photomultipliers  (MCP-PMT),^^’^^ 
avalanche  photodiodes  (APD),*^’*®  and  charge-coupled  device  (CCD)  cameras  in 
conjunction  with  a  gated  image  intensifier.*^>^°  In  all  cases,  the  down-conversion 
from  the  source  modulation  frequency  /  to  the  cross-correlation  frequency  A/ 
(see  Section  7.2.5)  can  occur  either  internally  to  the  detector  by  modulating  the  de¬ 
tector  gain  at  frequency  f+Af,ov  externally  by  electronically  mixing  the  detector 
output  at  frequency  /  with  the  down-conversion  signal  at  frequency  f  +  Af.  Pho¬ 
tomultiplier  tubes  are  very  sensitive  detectors.  The  cathode  sensitivity  is  typically 
50  mAAV,  and  a  current  amplification  by  about  10^  determines  an  anode  sensitiv¬ 
ity  as  high  as  1  A/p-W.  PMTs  can  operate  in  the  visible  and  in  the  near-infrared  up 
to  about  1000  nm.  For  internal  down-conversion,  their  gain  is  modulated  by  a  sig¬ 
nal  applied  to  the  second  dynode  of  the  amplification  chain.  The  typical  rise  time 
of  a  PMT,  which  is  in  the  nanosecond  range,  allows  for  a  modulation  bandwidth 
of  several  hundred  megahertz.  The  faster  response  of  microchannel  plates  makes 
them  suitable  devices  for  modulation  frequencies  of  up  to  several  gigahertz.  The 
frequency  down-conversion  can  be  performed  by  modulating  the  grid  of  the  MCP- 
PMT*^  or  by  feeding  the  MCP-PMT  output  into  an  electronic  mixer. CCD  cam¬ 
eras  with  modulated  image  intensifiers  are  powerful  tools  for  frequency-domain 
spectroscopy,  microscopy,  and  imaging.  Finally,  avalanche  photodiodes  can  work 
at  higher  modulation  frequencies  and/or  longer  wavelengths  than  diose  allowed  by 
PMTs.  The  APD  output  is  usually  directed  to  an  electronic  mixer  for  frequency 
down-conversion. 

7.2.5  Heterodyne  detection,  digital  signal  processing, 

AND  Fourier  filtering 

Heterodyne  detection  consists  of  down-converting  the  frequency  /  of  the  detected 
signal  to  a  lower-frequency  A /.  In  the  digital  acquisition  method,^'  after  current- 


Frequency-Domain  Techniques  for  Tissue  Spectroscopy  and  Imaging  409 

to- voltage  conversion  and  low-pass  filtering,  the  low-frequeiicy  signal  is  digitized. 
The  A/D  sampling  rate  is  an  integer  naultiple  of  A/(«  A/),  so  that  the  digital  sam¬ 
pling  is  synchronous  with  the  cross-correlation  signal.  The  sampling  theorem^^ 
states  that  n  must  be  equal  to  at  least  2  for  the  corhplete  determination  of  the  har¬ 
monic  at  frequency  A/.  A  higher  sampling  rate  allows  for  the  discrimination  of 
higher  harmonics,  Topical  values  of  n  range  from  4  to  256.  The  digital  signal 
processing  consists  of  a  preliminary  average  of  the  data  sampled  over  a  number 
of  cross-correlation  periods,  followed  by  the  discrimination  of  the  frequency  har¬ 
monic  at  A/  by  discrete  Fourier  transform.  The  first  filter  (averaging)  causes  de¬ 
structive  interference  of  all  the  frequencies  that  are  not  multiples  of  A/,  while  the 
discrete  Fourier  transform  resolves  each  harmonic  of  A/.  The  rejection  of  higher 
hrumonics  is  accomplished  by  a  factor  greater  than  2000  (Ref.  [21]).  Figure  7.1 
shows  a  schematic  illustration  of  the  heterodyne  detection  and  digital  acquisition. 

7.2.6  A  FREQUENCY-DOMAIN  TISSUE  SPECTROMETER 


We  now  describe  a  specific  frequency-domain  instrument  for  near-infrared  spec¬ 
troscopy  and  imaging  of  tissues.  After  the  initial  design  and  the  impleiiientation  of 
a  working  prototype  at  the  University  of  lUinois,^^  this  instrument  has  undergone 
engineering  and  softw^e  development  at  ISS,  Inc.,  Champaign,  IL.  A  schematic 
diagram  of  the  instrument  is  shown  in  Fig.  7.2.  The  light  Sources  are  laser  diodes 
that  are  DC  biased  near  threshold  for  laser  operation.  A  superimposed  1 10-MHz 
radio-frequency  current  signal  modulates  the  optical  output  of  the  laser  diodes 
with  a  modulation  depth  close  to  100%.  The  optical  detectors  are  photomultiplier 


Figure  7.1  Heterodyne  detection  scheme  and  digital  signal  processing  with 
Fourier  filter.  The  intensity  of  the  light  source  is  modulated  at  a  radio-frequency 
(RF)  /,  typically  on  the  order  of  100  MHz.  The  beating  between  the  detected  signal 
at  frequency  /  and  the  down-conversion  signal  at  frequency  /  -FA/  determines  a 
low  frequency  component  A/  that  is  filtered,  digitized  (/VD),  and  fast  Fourier  trans¬ 
formed  (FFT)  to  yield  the  amplitude  and  phase  readings.  The  two  radio-frequency 
synthesizers  are  synchronized  (sync). 
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Figure  7.2  Schematic  diagram  of  a  frequency-domain  tissue  spectrometer  (Model 
96208,  ISS,  Inc.,  Champaign,  IL).  In  the  configuration  for  tissue  oximetry  (shown 
here),  each  optical  probe  contains  eight  illuminating  optical  fibers  and  one  detect¬ 
ing  optical  fiber.  These  fibers  are  coupled  to  eight  laser  diodes  (four  emitting  at 
690  nm  and  four  at  830  nm)  and  to  a  photomultiplier  tube  (PMT)  detector,  respec¬ 
tively.  RF  electronics  modulate  the  output  of  the  light  sources  at  a  frequency  of 
110  MHz,  and  the  PMT  gain  at  a  frequency  of  110.005  MHz.  A  multiplexing  cir¬ 
cuit  turns  the  lasers  on  and  off  in  sequence  at  an  adjustable  rate  controlled  by 
the  software  (a  typical  multiplexing  rate  of  100  Hz  corresponds  to  a  10-ms  on-time 
per  laser).  The  two  optical  probes  can  operate  in  parallel  at  two  different  tissue 
locations. 


tubes  (PMTs)  (Hamamatsu  Photonics  R928)  whose  sensitivity  is  modulated  by  a 
110.005-MHz  signal  (amplitude;  ~32  dBm)  applied  to  the  second  dynode.  This 
heterodyne  detection  scheme  down-converts  the  110-MHz  signal  to  a  frequency 
of  5  kHz,  which  is  called  the  cross-correlation  frequency.  The  signal  processing 
proceeds  as  shown  in  Fig.  7.1  to  yield  the  average  value,  the  amplitude,  and  the 
phase  of  the  detected  modulated  signal.  The  choice  of  the  laser  diodes  for  tissue 
oximetry  (case  shown  in  Fig.  7.2)  is  dictated  by  the  requirement  of  having  two 
wavelengths  on  the  opposite  sides  of  the  isosbestic  point  at  800  nm  for  maximal 
sensitivity  (see  Section  7.4.3).  The  choice  of  laser  diodes  emitting  at  758  nm  (Sharp 
LT030MD)  and  830  nm  (Sharp  LTOl  IMS)  is  ideal,  as  these  wavelengths  corre¬ 
spond  to  relatively  flat  portions  of  the  absorption  spectra  of  oxy-hemoglobin  and 
deoxy-hemoglobin  (see  Fig.  7.4)  (in  particular,  these  wavelengths  closely  match 
a  local  maximum  and  a  local  minimum,  respectively,  in  the  deoxy-hemoglobin 
spectrum).  However,  the  particular  values  of  these  wavelengths  are  not  critical,  so 
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that  the  758-nm  lasers  (now  discontinued)  can  be  replaced  by  69Q-‘nm  lasers  (for 
instance,  Hitachi  HL6738MG).  Furtherrnore,  the  laser  diodes  are  mounted  on  in¬ 
terchangeable  boards,  so  that  one  can  change  the  laser  wavelength  according  to  the 
specific  application.  For  instance,  one  can  use  boards  containing  lasers  emitting  at 
eight  different  wavelengths  for  tissue  spectroscopy  (for  instance.  Fig.  7.5  reports 
data  collected  at  633,  670, 751, 776,  786,  814,  830,  and  841  nm  (Ref.  [24])).  Al¬ 
ternatively,  one  can  use  a  laser  board  containing  diodes  emitting  at  the  same  wave¬ 
length  to  maximize  the  number  of  source  locations  in  single-wavelength  optical 
imaging.  In  general,  the  instrament  provides  2  parallel  detectors  and  16  sources, 
resulting  in  32  source-detector  channels.  The  optical  probes  shown  in  Fig.  7.2  are 
designed  to  perform  quantitative  tissue  oximetry.  They  implement  the  multidis¬ 
tance  measurement  scheme^®^  that  was  found  to  be  robust  and  accurate  for  in  vivo 
applications.  This  scheme  consists  of  placing  multiple  (in  this  case,  four)  source 
fibers  at  different  distances  firom  the  single  detector  fiber.  In  this  fashion,  one  mea¬ 
sures  the  spatial  dependence  of  the  DC  intensity,  AC  amplitude,  and  phase  data, 
which  is  related  to  the  tissue  optical  coefficients  by  a  diffusion  model  (see  Sec¬ 
tion  7.3.7).  If  two  wavelengths  are  used,  each  illumination  location  consists  of  two 
source  fibers  (one  per  wavelength).  One  of  the  advantages  of  the  multidistance 
scheme  is  its  insensitivity  to  motion  artifacts,  which  allows  for  measurement  while 
the  subject  moves  or  exercises  [see  Fig.  7.6(c)].  Multiple  laser  diodes  time-share 
the  optical  detector  by  means  of  a  multiplexing  circuit  that  turns  the  laser  diodes 
on  and  off  in  sequence,  so  that  only  one  laser  is  on  at  any  given  time.  The  mul¬ 
tiplexing  rate,  which  determines  the  on-time  of  each  laser  diode,  is  adjustable  by 
software.  A  typical  multiplexing  rate  of  100  Hz  corresponds  to  a  10-ms  on-time  per 
diode.  The  laser  rise  time,  determined  by  protection  circuitry,  is  about  1  ms.  There¬ 
fore,  the  data  collected  during  the  first  1  ms  of  the  on-time  period  of  each  laser 
are  discarded.  During  a  typical  10-ms-long  laser  on-time,  45  cross-correlation  pe¬ 
riods  are  processed  (the  5-kHz  cross-correlation  frequency  corresponds  to  a  period 
of  0.2  ms).  As  few  as  25  cross-correlation  periods  (5  ms)  can  be  processed  per 
laser  on-time,  leading  to  a  maximum  multiplexing  rate  of  about  170  Hz.  Faster 
computers  and  higher  cross-correlation  frequencies  may  further  increase  the  data 
acquisition  rate.  A  number  of  multiplexing  cycles  (selected  by  software)  can  be 
averaged  to  increase  the  signal-to-noise  ratio  when  fast  measurements  are  npt  re¬ 
quired. 

The  instrumental  noise,  which  depends  on  the  acquisition  time,  is  typically 
much  smaller  than  the  physiological  fluctuations  observed  in  vivo.  The  noise  can 
be  estimated  by  the  standard  deviation  of  the  temporal  fluctuations  of  the  mea¬ 
sured  data.  Figure  7.3  shows  typical  temporal  traces  of  the  average  intensity,  am¬ 
plitude,  phase,  absorption  coefficient,  and  reduced  scattering  coefficient  measured 
with  an  acquisition  time  per  diode  of  160  ms  (average  of  sixteen  10-ms  cycles)  on 
a  tissuelike  solid  phantom  (made  of  silicone).  The  optical  coefficients  of  the  phan¬ 
tom  [Fig.  7.3(d)]  match  typical  optical  properties  of  blood-perfused  tissues  in  the 
near-infrared.  The  standard  deviation  errors  in  the  various  readings  are  reported  in 
Table  7.1.  The  instrumental  errors  decrease  for  longer  acquisition  times. 
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Figure  7.3  Temporal  traces  of  the  (a)  normalized  average  intensity,  (b)  normalized 
amplitude,  (c)  phase,  and  (d)  absorption  (pa)  and  reduced  scattering  (p')  coeffi¬ 
cients  measured  at  690  nm  on  a  synthetic  tissuelike  phantom  with  the  instrument 
of  Fig.  7.2.  The  acquisition  time  for  the  average  intensity,  amplitude,  and  phase  is 
160  ms  (10  ms  on-time  per  laser  diode,  16  multiplexing  cycles  averaged),  and  the 
source-detector  separation  is  2.5  cm.  The  four-distance  measurement  scheme  of 
the  absorption  and  reduced  scattering  coefficients  (range  of  source-detector  sep¬ 
arations:  2.0-3.5  cm)  determines  an  acquisition  time  of  640  ms  (160  ms/diode  x  4 
diodes)  for  the  optical  coefficients. 


Table  7.1  Instrumental  noise  estimated  by  the  temporal  standard  deviation  of  the 
raw  data  (average  intensity,  amplitude,  and  phase)  and  the  optical  coefficients  (ab¬ 
sorption  and  reduced  scattering)  measured  on  a  solid  tissuelike  phantom  with  the 
frequency-domain  tissue  spectrometer  of  Fig.  7.2.  The  acquisition  time  for  the  raw 
data  (average  intensity,  amplitude,  and  phase)  is  160  ms.  Because  the  measure¬ 
ment  of  the  optical  coefficients  at  each  wavelength  requires  the  readings  from  four 
source  locations  (four  source-detector  separations),  the  acquisition  time  for  p^  and 
p' is  160  ms  X  4  =  640  ms). 


Parameter 

Acquisition 
time  (ms) 

Instrumental  noise 

@  690  nm 

@  830  nm 

Average  Intensity  (DC) 

160 

0.05%; 

0.05%. 

Amplitude  (AC) 

160 

0.2%. 

0.1%. 

Phase  (<I>) 

160 

0.1° 

0.1° 

Absorption  coefficient  (pa) 

640 

0.0007  cm-' 

0.0006  cm”' 

Reduced  scattering  coefficient  (p^) 

640 

0.05  cm”’ 

0.04  cm-’ 
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7.3  Modeling  Light  Propagation  in  Scattering  Media 

7.3.1  The  Boltzmann  TRANSPORT  EQUATION  (BTE) 

The  Boltzmann  transport  equation  (BTE)  is  a  balance  relationship  that  describes 
the  flow  of  particles  in  scattering  and  absorbing  media.  The  propagation  of  light  in 
optically  turbid  media  can  be  modeled  by  the  transport  equation,  where  the  photons 
are  treated  as  the  transported  particles.  If  we  denote  the  angular  photon  density 
with  u(r,  ii,  t),  which  is  defined  as  the  number  of  photons  per  unit  volume  per  unit 
solid  angle  traveling  in  direction  ^  at  position  r  and  time  t,  we  can  write  the  BTE 
asfollows:^^ 

9m  (r,  0 

at 


where  v  is  the  speed  of  light  in  the  medium,  is  the  absorption  coefficient  (units 
of  cm“^),  |i.j  is  the  scattering  coefficient  (units  of  cm~'),  /(^',  £2)  is  the  phase 
function  or  the  probability  density  of  scattering  a  photon  that  travels  along  direc¬ 
tion  into  direction  Q,  and  ^(r,  £2,  /)  is  the  source  term.  q(T,  Q,  t)  has  units  of 
s~'  m~^  sr“^  and  represents  the  number  of  photons  injected  by  the  light  source 
per  unit  volume,  per  unit  time,  per  unit  solid  angle  at  position  r,  time  t,  and  di¬ 
rection  fi.  The  left-hand  side  of  Eq.  (7.1)  represents  the  temporal  variation  of  the 
angular  photon  density.  Each  one  of  the  terms  on  the  right-hand  side  represents 
a  specific  contribution  to  this  variation.  The  first  term  is  the  net  gain  of  photons 
at  position  r  and  direction  due  to  the  flow  of  photons.  The  second  term  is  the 
loss  of  photons  at  r  and  as  a  result  of  collisions  (absorption  and  scattering).  The 
third  term  is  the  gain  of  photons  at  r  and  £2  due  to  scattering.  Finally,  the  fourth 
term  is  the  gain  of  photons  due  to  the  light  sources.  Let  us  now  define  some  of  the 
quantities  used  to  describe  photon  transport. 

Angular  photon  density:  K(r,  £2,  r) 

'a  ■  ■  a  a  •  .  . 

M(r,  £2,  r)  is  defined  such  that  M(r,  ^,  t)dTdQ  represents  the  number  of  photons 
in  dv  that  travel  in  a  direction  within  d£2  around  fi.  The  units  of  u{t,Q,t) 
arem“^sr“L 

A 

Photon  radiance:  L{T,Q,t) 

L(r,  Q,  t)  =  vu{r,  Q,  t).  L(r,  Q,  t)dQ  represents  the  number  of  photons  travelinig. 
per  unit  time  per  unit  area  (perpendicular  to  fi)  in  a  range  of  directions  within  dQ 
around  n.  The  units  of  L(r,  fi,  t)  are  s“^  m“^  sr“* . 

Photon  density:  U  (r,  t) 

U (r,  t)  =  f4^u(T,  Q,  t)dil.  The  photon  density  is  the  number  of  photons  per  unit 
volume.  The  units  are  m~^. 


=  -vQ  •  VM(r,  il,  t)  -  v{\ia  -f  M.i)M(r,  fi,  t) 

-f-up-j  j  u(T,Q',t)f(Q',Q)dQ'  +  q{r,Q,t),  (7.1) 
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Photon  fluence  rate:  £o(r>  t) 

Eq(j,  t)  =  vU (r,  r)  =  f^^L(T,  Cl,  t)dCl.  The  photon  fluence  rate  is  defined  as  the 
number  of  photons  traveling  per  unit  time  per  unit  area  (perpendicular  to  the  direc¬ 
tion  of  propagation)  over  all  directions.  The  units  are  s“^  m“^. 

Photon  current  density,  or  photon  flux:  i{r,t) 

J(r,  t)  =  Cl,  t)CldCl.  The  photon  fluX.  is  a  vector  that  represents  the  net 

flow  of  photons.  Its  direction  points  in  the  direction  of  the  net  flux,  while  its  ampli¬ 
tude  gives  the  net  number  of  photons  transmitted  per  unit  time  per  unit  area  in  that 
direction.  The  units  of  J(r,  /)  are  s“^  m“^. 

The  above  definitions  can  be  extended  to  describe  radiant  energy  (instead  of 
photon  number)  by  replacing  the  word  “photon”  with  “energy,”  and  by  introducing 
a  factor  hv  m  all  definitions  {hv  is  the  energy  per  photon,  where  h  is  Planck’s 
constant  and  v  is  the  light  frequency).  A  complete  nomenclature  for  quantities 
used  in  medical  optics  can  be  found  in  Ref.  [27]. 

7.3.2  Expansion  of  the  Boltzmann  equation  in  spherical 

HARMONICS 


To  model  light  propagation  in  highly  scattering  media,  as  are  most  biological  tis¬ 
sues,  it  is  useful  to  expand  the  angular  photon  density  M(r,  f2,  t),  the  source  term 
^ (r,  fi,  t),  and  the  phase  function  f(,Cl',  Ci)  into  spherical  harmonics 
The  so-called  Pi^  approximation  to  the  Boltzmann  equation  (see  Section  7.3.3)  is 
based  on  such  an  expansion.  As  a  result  of  the  completeness  property  of  the  spher¬ 
ical  harmonics,  any  function  h(9,(p)  (with  sufficient  continuity  properties)  can  be 
expanded  in  the  Laplace  series:^* 


CX)  I 

1=0  m=—l 

where  him  are  coefficients  independent  of  9  and  (p,  and  the  relationship  among 
9,  (p,  and  £2  is  =  sin^cos^x  +  sin0sin^y  -F  cos0z.  Accordingly,  we  expand 
u(r,  Cl,  t)  and  ^(r.  Cl,  t)  into  spherical  harmonics  as  follows; 

00  / 

«(r,  Cl,t)  =  J2  E  (7.3) 

1=0  m=—l 
oo  I 

qir,  t)  =  E  E  (7.4) 

1=0  m=-l 

We  assume  that  the  phase  function  f(Cl',  Ci)  only  depends  on  £2'  •  ^  (i.e.,  on  the 
cosine  of  the  scattering  angle  y).  We  can  thus  expand  f(Cl',  fi)  in  Legendre  poly- 
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normals,  by  recalling  that  a  function  H  (x)  (which  is  sectionally  continuous  to¬ 
gether  with  its  derivative  in  the  interval  [—1, 1])  has  the  general  Legendre  series 
representation^* 

°°  2/  4- 1 

=  (7,5) 

/=0  . 


where  Piix)  is  the  Legendre  polynomial  of  order  I,  and  Hi  ==  /^j  H{x')Piix')dx' . 
We  then  write 

1=0 
oo  I 

=  E  E  (7-6) 

l=0m=-l 

where  the  last  expression  follows  from  the  addition  theorem  for  spherical 
harmonics,^*  namely  PiiQ'  ■  S2)  =  4nf(2l  +  1)12|„=_;  Here, 

fi  =  271 /ii  ficosY)Pi(cosy)d(cosY). 

By  substituting  these  expressions  into  Eq.  (7.1),  we  obtain 


00  I  f  r- 

EE 

/=0  m=-l  ^ 


Bt 


>] 


+  va-V  +  villa  +  |4.)  Kte(r.  t)Y("iQ)  -  qin^ir,  t)Yl"iQ) 


/OO  I  1 

UirrriT,t)YPiQ')J2  E  fl'Yfih')YfiCi)dh'\=^0.i7.7) 

4^  /'=0m'=-/'  ^ 


The  integral  in  dii'  can  be  calculated  using  the  orthogonality  property  of  the  spher¬ 
ical  harmonics:  YJ"* iQ)Yp' iQ)dQ  =  Su’Smm'-  The  HTE  thus  becomes 


E  E  ({|■  +  v^•V-Hu[^,(l-/,)-b^«]|«/,„(^,0-9/m(^,o)^(fi)  = 

(7.8) 

We  then  multiply  this  equation  by  y^*(n)  and  integrate  over  K  to  obtain  the 
relationship  between  the  specific  coefficients  uim  and  qiM,  and  all  the  coefficients 
of  the  spherical  harmonic  expansion  of  m  ,  : 


Bt 


ULAfir,  t)  -I-  t;[^,(l  -  //)  +  \ia]uLMir,  t) 


00  / 


+ 


ft  » 

”EE/' 

/=0  m=^^^ 


Q  •  VM,;„(r,  t)YpmYl^*md^  =  qiAtir,  t).  (7.9) 


X  X 
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The  integral  over  Q  can  be  evaluated  by  writing  the  jc,  y,  and  z  components  of  the 
vector  in  terms  of  spherical  harmonics.  This  can  be  done  by  using  the 

recurrence  relations  for  the  associated  Legendre  functions  The  result  is  the 

following: 


Yl  (^)  sin B  cos cp 
ir(L  +  M  +  l)(L  +  M  +  2)'l’/2 
2L  (2L  +  l)(2L  +  3) 


tM  / 


+ 


1  ■ 
2  . 


1 

■^2 

1 


(2L-  1)(2L  +  1)  J  ^  ^ 

(L-M  +  l)(L-M  +  2) 


(2L  +  l)(2L  +  3) 


1/2 


(fi) 


11  (2L-1)(2L  +  1) 


(7.10) 


=  yf  (S2)sin0sin^ 


M, 


_  _j_  ■ 


I  r(L  +  M  +  l)(L  +  M  +  2)1 

(2L  +  l)(2L  +  3)  J 

i  ,  A, 

2i  .  (2L-  1)(2L  +  1)  J  ^  ^ 

■(L-M  +  l)(L-Af  +  2)l’/2 


(Q) 


{ 

-M 


(2L  +  l)(2L  +  3) 
iL+M)(L  +  M 


I  xrM-l 


(2L  -  1)(2L  +  1) 


(7.11) 


yf  (fi)n^  =  y" 


I  {il)cosB 

(L-M  +  l)(L  +  Af  +  l)'|*/^ 
(2L  +  l)(2L  +  3) 

4(£z£^r^M 


'T'*  M  - 

■J  i'ilti(a) 


m\ 


(7.12) 


Using  these  expressions  for  the  x,  y,  and  z  components  of  y^(^)^,  it  is  possible 
to  calculate  the  integral  using  the  orthogonality  relations  for  spherical  harmonics. 
We  find  that  the  relationship  between  the  specific  coefficients  uim  and  qiM  does 
not  involve  all  the  coefficients  of  the  spherical  harmonic  expansion  of  u,  uim,  but  it 
only  contains  M/m  with  indices  /  ranging  from  L  —  1  to  L  +  1,  and  m  ranging  from 
M-ltoM+1: 
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-MLAf(r,  t)  -F  -  ft)  +  t) 

\UL-M  +  1)(L  -  M  +  2)y  9 

;^2L  (2L-f  1)(2L-f3)  J  V9; 


,  ir(L-M  +  l)(L-M  +  2)V/V  9  ,  9  \ 

21-  (2L-f  1)(2L-f3)  J  V9;c  dy ) 

2  [  (2L  -f  1)(2I  -  1)  J  ( dx  [dy  j 

_  l|-(L-FM  +  2)(L  +  Af-H)-|^/Y^  4- 

21  (2L  +  l)(2L-f3)  J  dy) 

21  (2L  +  l)(2L-l)  J  V  9j:  dy  J  ^ 

[  (2L  +  l)(2L  +  3)  J  ^ 


v<;r/(r,o 


(L  -  M)(L  +  9 

(2L- 1)(2L-1-1)J  ^ 


7.3.3  The  Pn  approximation 


t)  =  gLM(r,  t). 


(7.13) 


The  expansion  of  the  BTE  into  spherical  harmonics  has  led  to  an  infinite  set  of 
equations  with  indices  L  (ranging  from  0  to  oo)  and  M  (ranging  fi'om  — L  to  L). 
Truncation  of  the  Laplace  series  at  L  =  A^,  leads  to  the  so-called  Pn  approxima¬ 
tion.  The  reason  for  this  name  is  that  the  last  term  in  the  tmncated  Laplace  series 
contains  Yff  (f2)  which  can  be  written  in  terms  of  the  associated  Legendre  func¬ 
tions  Pjfix),  which  in  turn  can  be  written  in  terms  of  the  Legendre  polynomial 
P^'(x).  The  relationships  are  the  following: 


=  (-!)"[ 


(2Ar-Fl) 


PPix)  =  (l-x2) 


7.3.4  THE>i  APPROXIMATION 


L  47r  (A^  -F  M) 

2vM/2d^ 


:  P^(cose)e‘^’^,  (7.14) 


rPN(x). 


(7.15) 


We  now  consider  the  Pi  approximation,  which  is  often  used  to  describe  photon 
migration  in  tissues.  In  the  Pi  approximation  Ulm^P,  0  is  set  to  0  for  L  >  1.  In 
the  Pi  approximation,  Eq.  (7.13)  is  a  set  of  four  equations.  The  first,  for  L  =  0, 
M  =  0: 

8  1  /B  8  \ 

— Mo,o(r,  t)  +  v[^^(l  -  /o)  +  iia]Mo,o(r,  0  +  2Y  3  (  ^ 

1  /2  {  B  8  \  /l  8 
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the  second,  for  L  =  1,  M  =  — 1 


the  third,  for  L  =  1,  M  =  0 


_i(r,  t)  +  -  /i)  +  |Xa]Mi,-i(r,  0 

at  '  ■ . 


nMo,o(r<0  =91,-1  (r.O;  (7.17) 


(7.19) 


g 

— Mi,o(r,  t)  +  n[tii(l  -  /i)  +  lifl]Mi,o(r.  0 
at 

+  y^^nMo,o(r,0  =  9i,o(r,0;  (^-IS) 

ind  the  fourth,  for  L  =  1,  Af  =  1: 

g 

■^Ml.l(r,  0  +  - /l)  + 

of 

-l7|(^-i^)v»o,o(r,0=9l,l(r,t).  (7-19) 

2y  3\Bx  By) 

The  coefficients  Mo,o(r,  t)  and  ui,M(r,  0  are  related  to  the  photon  density  U (r,  t) 
and  to  the  photon  flux  J(r,  t),  respectively.  In  fact, 

U{T,t)  =  /  M(r,  fii,r)dfi 
47t 

00  i  « 

=  =  ^^«o,o(r,  r),  (7.20) 

/=0  m=— / 

(since  /4„  Yl"{n)dii  =  0  for  m  #  0  and  ^^(fi)  =  1/V4n),  and 
J(r,  0  =  y 

47t 

00  1  «  , 

=  ^  ^  vuim{r,t)  I  (srn9cos(px  +  sm6sin^y  +  cos9z)Yp{il)dQ 

/=0  m=— 1  4jj 

00  1 

=  V  V  yMi„(r,r) 

/=0  m=-/ 


'/V3  ■  /Tl,,. 


(n)  +  yf^*(S2)]x 
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“  *V  +  “1 0)y  +  “i,o(r 


,0z]- 


(7.21) 


The  set  of  four  Eqs.  (7.16)-(7.19)  of  the  P\  approximation  are  thus  equivalent  to 
the  following  two  equations  (one  scalar  and  one  vectorial): 


—U (r,  0  +  u[^j(l  -  /o)  -f  Pa]l7 (r,  t)  -f  V  •  J(r,  t)  =  \/47^o,o(r,  t),  (7.22) 

19  1 

J(r,  r) -I- [p.j(l  - /i) -F  Pfl]j(r,  0  +  :^vV17(r,  t) 


l4n 

T 


n 


iyl^{qi,-l(r. 


t)  +  qi,iir,  0)y  +  9i,o(r,  t)z 


(7.23) 


The  vectorial  equation  is  obtained  by  combining  Eqs.  (7.17),  (7.18),  (7.19)  accord¬ 
ing  to  the  following  formal  relationship: 

V^^[(7.17)  -  (7.19)]x  -  iy^[(7.17)  -F  (7.19)]y  -F  V^^(7.18)z. 

From  the  general  definition  of  the  coefficients  fi,  we  find  that  fo  and  fi  are  given 
by 


1  1 

fo  =  271  /  f  (cosy) Po(cosy)d (cosy)  =^2n  J  f(cosy)d(cosy)  =  l,  (7.24) 


-1 

1 


-1 


A 


=  2nj 


f  (cos  y)Pi  (cos  y)d  (cos  y ) 


-1 


=  2n  j  /(cos y) cos yri (cosy)  =  (cosy), 
-1 


(7.25) 


where  in  Eq.  (7.24)  we  have  used  the  fact  that  the  scattering  probability  is  nor- 

_  /S  A  ^ 

malized  according  to  the  condition  •  Q)dQ  =  1,  which  is  equivalent  to 

27r /(cos y)d (cosy)  =  1.  Therefore  /o  is  1,  whereas  /i  is  the  average  cosine 
of  Ae  scattering  angle  y((cosy))’  The  source  terms  in  Eqs.  (7.22)  and  (7.23)  are 
formally  a  monopole  term  (spherically  synunetric)  and  a  dipole  term,  respectively. 
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We  will  indicate  them  with  the  symbols  5o(r,  t)  and  Si  (r,  t),  respectively.  The  final 
expressions  for  the  Pi  equations  are 

|•^/(r,^)  +  u^„^/(^,0  +  V■J(r,0  =  5o(^,0,  (7.26) 

~J(r,  t)  -h  [^,(l  -  (cosy))  +  ^^]j(r,  r)  +  jvVU(r,  t)  =  Si(r,  0-  (7.27) 

7.3.5  The  REDUCED  SCATTERING  COEFFICIENT 


Equations  (7.26)  and  (7.27)  show  that,  in  the  Pi  approximation,  and  cosy  only 
appear  in  the  term  Pi(l  —  (cosy)).  In  this  section,  we  give  a  physical  meaning  to 
this  term  on  the  basis  of  an  analysis  reported  by  Zaccanti  et  al.^^  Suppose  that  a 
photon  is  emitted  at  the  point  Pq  =  (0, 0, 0)  in  direction  i.  This  photon  will  first  be 
scattered  at  a  point  Pi  =  (x  i ,  y  i ,  z  i )  after  having  traveled  a  distance  r  i .  Then  it  will 
be  scattered  at  point  P2  =  (x2,  y2,  Z2)  after  having  traveled  a  distance  r2,  and  so  on. 
In  general,  we  refer  to  the  scattering  at  point  P„  as  the  n-th  order  scattering.  We 
want  to  define  the  reduced  scattering  coefficient,  p' ,  as  the  inverse  of  the  average 
distance  projected  along  the  z  axis  that  the  photon  has  to  travel  to  lose  memory 
of  the  initial  direction  of  propagation.  In  other  words,  1/p'  represents  the  average 
distance  between  what  are  effectively  isotropic  scattering  events.  In  the  derivation 
of  p' ,  we  neglect  the  absorption  of  the  medium,  since  we  are  only  interested  in 
its  scattering  properties.  The  probability  density,  g(r),  of  traveling  a  distance  r 
without  suffering  a  scattering  event  is  defined  as  g(r)  =  The  first  order 

scattering  occurs  at  Pi  =  (0, 0,  rO,  whose  average  coordinates  are^^ 


(^i}  =  (>’i)=0, 

00 

(zi)  =  /  ng(n)dri  =  — . 

J  Pi 

0 


(7.28) 


The  second  order  scattering  occurs  at  P2  =  (r2sin02cos^,r2sin62sin^,zi  + 
r2cos02-  Since  ri,  r2, 02,  fpi  are  not  statistically  correlated,  the  average  values  of 
the  coordinates  of  P2  are^^ 

(X2}  =  (r2){sin02)(cos(;P2)=O, 

(yz)  =  (r2)  (sin  $2)  (sin  ^02)  =  0,  (7.29) 

(Z2)  =  (n)  +  (ri)  {00502)  =  —  (1  +  (cosy)). 

Pi 


The  third  order  scattering  occurs  at  P3  =  (xs,  ys,  zs)  where: 

jfs  =  X2  +  rj,  (sin  @3  cos  ^3  cos  02  cos  (p2  —  sin  03  sin  ^3  sin  (p2  +  cos  @3  sin  02  cos  9^2) . 
y3  =  y2  +  ^3  (sin  03  COS  ^  COS  02  sin  ^  +  sin  03  sin  ^03  cos  (p2  +  cos  03  sin  02  sin  9^2)  - 
Z3  =  Z2  +  73  (—  sin  03  cos  ^  sin  02  +  cos  03  cos  02).  (7.30) 
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The  average  values  of  the  coordinates  of  P3  are^^ 


(•*3)  =  =  0, 

(zs)  —  —(1  +  (cos0)  +  (cos0)^). 


(7.31) 


In  general,  at  the  ra-th  order  of  scattering,  the  average  values  of  the  coordinates  of 
the  scattering  point  are^^ 


(Xn)  =  (yn)  =  0, 


(Zn) 


\^s 


n-l 

5^(cosy)*  = 
*=0 


1  —  (cosy)" 
p,(l  -  (cosy))’ 


(7.32) 


where  we  have  used  the  result  for  the  geometric  series  l]iZo^*  =  (l  —a")/(l—a), 
with  a  <  1.  In  the  limit  of  a  high  number  of  scattering  events  («  00),  {xoo)  = 

(yoo)  =  0  and  (zoo)  =  l/[|J-i(l  —  (cosy))]  give  the  coordinates  of  the  center 
of  symmetiy  of  the  statistical  photon  distribution.  In  particular,  the  coordinate 
(Zoo)  can  be  interpreted  as  the  average  distance  between  consecutive,  effectively 
isotropic  scattering  events,  and  its  inverse  is  defined  as  the  reduced  scattering  co¬ 
efficient  p.' : 


l^s  =  l^^(l-(cosy)). 


(7.33) 


In  the  case  of  isotropic  scattering,  (cos  y )  =  0  and  p'  =  p, .  In  the  case  of  forward 
scattering,  (cosy)  =  1  and  p'  =  0. 


7.3.6  The  Pi  equation  and  the  standard  diffusion 
EQUATION  (SDE) 

We  now  reduce  the  Pi  approximation  to  a  single  equation  for  the  photon  density 
U (r,  t).  From  Eq.  (7.27)  we  obtain  J(r,  t): 


J(r,0  =  - 


1 


:J(r,0- 


VUir,t)  + 


1 


t;(p'-FPa)  9r'  ’  '  3(p'-fPa): 

^|-J(r,  0  -  DVUXt,  t)  +  — Si(r,  0, 
at  V 


(M-i  +  Ffl) 


Si(r,  t) 


(7.34) 


where  we  have  defined  the  diffusion  coefficient  D  =  i;/[3(p'  -f  p^)].  By  substitut¬ 
ing  this  expression  for  J(r,  t)  in  Eq.  (7.26),  we  get 

-C7(r,  t)  +  up„t/(r,  t)  -  — -V  •  J(r,  t)  -  DV^U{r,  t) 
at  at 

-f  —  V.Si(r,0  =  5o(r,0. 


(7.35) 
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From  Eq.  (7.26),  V  •  J(r,  t)  =  5o(r,  t)  —  9/9r([/ (r,  t))  -  v\jLaU{r,  t).  By  substitut¬ 
ing  this  expression  and  by  rearranging  the  terms,  we  finally  get  the  Pi  equation  for 
the  photon  density: 


V2f/(r,  0 


3  d^.UiT,  t) 


3D  \dU(t,t) 


V[La 

D 


U(r,t) 


3  95o(r,  r) 
dt 


^5o(r,  O-f-V-SiCr,  t). 
D  V 


(136) 


By  making  a  few  assumptions,  which  are  often  satisfied  in  the  case  of  light 
propagation  in  biological  tissue,  Eq.  (7.36)  reduces  to  the  standard  diffusion  equa¬ 
tion  (SDE).  The  assumptions  are  the  following: 


(1)  Strongly  scattering  regime,  or  ixq  •<$;  p.' .  This  condition  means  that  a  pho¬ 
ton,  on  the  average,  will  undergo  many  effectively  isotropic  scattering 
events  before  being  absorbed.  In  this  case,  3D\ia/v  =  Pa/Cpa  -f  1^5)  «  1, 
and  the  second  term  on  the  right-hand  side  of  Eq.  (7.36)  reduces  to 
(l/D)d(U(r,t))fdt. 

(2)  Time  scale  of  the  variations  of  U  (r,  t)  and  So(r,  t)  are  much  greater  than 
the  average  time  between  collisions  1  /[u(Pa  +  p' )].  This  condition  can  be 
expressed  by  the  formal  inequality  d/dt  ii(Pfl  -|-  p' )  =  v^/(3D).  Conse¬ 
quently, 


3  9^f/(r,0 
dt^ 

3  95o(r,  0 
dt 


1  dU(r,t) 
^  D  dt 

«  ^5o(r,/). 


(7.37) 

(7.38) 


In  the  frequency  domain,  where  the  harmonic  time  dependence  is  given 
by  a  factor  exp(— jojt),  the  time  derivative  operator  becomes  a  multipli¬ 
cation  by  —i(o.  Here,  co  is  the  angular  modulation  frequency  of  the  in¬ 
tensity  modulation  (which  should  not  be  confused  with  the  frequency  of 
light).  Consequently,  this  condition  poses  an  upper  limit  to  the  modu¬ 
lation  frequency  given  by  w  »  i;^/(3£>).  In  the  case  of  biological  tis¬ 
sues,  the  SDE  usually  breaks  down  at  modulation  frequencies  on  the 
order  of  1  GHz.^^ 

(3)  The  source  term  is  isotropic;  i.e..  Si  (r,  0  =  0- 


With  these  assumptions,  the  Pi  equation  (Eq.  7.36)  reduces  to  the  standard  diffu¬ 
sion  equation: 


dU(r,t) 


=  DV2[/(r,  0  -  vyiaU(r,  t)  -b  So(r,  r); 


9r 


(7.39) 
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and  the  photon  flux  J(r,  t)  is  related  to  the  photon  density  U  (t,  t)  by  Pick’s  law: 

3(X,t)  =  -DVU(r,t).  (7.40) 

In  the  frequency  domain,  8/dt  ^  —ia>  and  the  diffusion  equation  takes  the  form 
of  the  Helmholtz  equation: 

(v2-F*2)f/(r)  =  -^,  (7:41) 


where  =  (ico  —  wp^)  / 

7,3.7  Solution  of  the  standard  diffusion  equation  in  the 

FREQUENCY  DOMAIN 


The  solution  to  the  diffusion  equation  for  a  homogeneous,  infinite  medium  con¬ 
taining  a  harmonically  modulated  point  source  of  power  P(co)  at  r  =  0  is  given 
by33 


U{r,(o)  = 


P(co) 
47rD  r 


(7.42) 


The  explicit  expressions  for  the  average  photon  density  (C/dc).  and  for  the  ampli¬ 
tude  (C/ac)  and  phase  ($)  of  the  photon-density  wave  are^^*^’^^ 


Uxx:(.r)  = 


UAc(.r,co)  = 


Pdc 

47iD  r 
P((o)  e 

AtcD  r 


<D(r,G))  =  r(upo 


(7.43) 

(7.44) 

(7.45) 


where  4>s  is  the  source  phase  in  radians.  Analytical  solutions  in  the  frequency  do¬ 
main  have  also  been  reported  for  a  semi-infinite  medium;, infinite  slab,^^ 
cylindrical,  and  spherical  geometries.^^  Equations  (7.39)  and  (7.41)  refer  to  homo¬ 
geneous  media.  For  quantitative  tissue  spectroscopy  and  oximetry  (Section  7.4), 
one  typically  assumes  that  tissues  are  macroscopically  homogeneous,  so  that 
Eqs.  (7.39)  and  (7.41)  are  applicable.  By  contrast,  optical  imaging  of  tissues  (Sec¬ 
tion  7.5)  aims  at  measuring  the  spatial  distribution  of  the  tissue  optical  properties, 
and  Eq.  (7.39)  must  be  generalized  to  account  for  the  spatial  dependence  of 
and  D. 
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7.4  Tissue  Spectroscopy  and  Oximetry 

7.4.1  Optical  PROPERTIES  OF  BIOLOGICAL  TISSUE 

As  discussed  in  Section  7.3.1,  the  propagation  of  light  inside  biological  tissues 
can  be  described  in  terms  of  the  flow  of  photons.  In  this  perspective,  the  light 
source  injects  a  given  number  of  photons  per  unit  time,  per  unit  volume,  per  unit 
solid  angle  into  a  specific  tissue  location,  and  these  photons  travel  inside  the  tis¬ 
sue  along  certain  trajectories.  The  collective  motion  of  photons  along  these  tra¬ 
jectories  is  called  photon  migration.  While  traveling  inside  tissues,  photons  can 
undergo  a  number  of  different  processes,  such  as  absorption,  elastic  scattering,  in¬ 
elastic  scattering  (for  instance,  dynamic  light  scattering  and  Raman  Scattering), 
and  fluorescence.  In  this  Chapter,  we  consider  only  absorption  (Section  7.4. 1.1) 
and  elastic  scattering  (Section  7.4.1.2)  events.  The  scattering  process  from  nonsta¬ 
tionary  scattering  centers  in  tissues  (cells,  cellular  organelles,  etc.),  which  strictly 
speaking  is  an  inelastic  process,  involves  such  small  wavelength  changes  that  it 
is  also  referred  to  as  quasi-elastic  scattering.  Quasi-elastic  scattering  is  the  basis 
for  dynamic  light  scattering,^^  diffusing-wave  spectroscopy,^^  photon  correlation 
spectroscopy,'^^  and  laser  Doppler  flowmetry.'^^  When  a  photon  is  absorbed,  it  dis¬ 
appears  and  transfers  its  energy  to  the  absorbing  center.  When  a  photon  is  elas¬ 
tically  (or  quasi-elastically)  scattered,  its  direction  of  propagation  changes,  while 
its  wavelength  remains  essentially  unchanged.  By  contrast,  Raman  scattering  and 
fluorescence  processes  cause  larger  photon  wavelength  changes  related  to  the  in¬ 
volvement  of  vibrational  energy  levels. 

7.4. 1.1  Absorption 

The  main  absorbers  of  near-infrared  (NIR)  light  in  blood-perfused  tissues  are  oxy¬ 
hemoglobin,  deoxy-hemoglobin,  and  water.  Their  absorption  spectra  between  300 
and  1500  nm  are  shown  in  Fig.  7.4,  which  is  obtained  from  compiled  absorp¬ 
tion  data  for  water'*^  and  hemoglobin.^^  In  Fig.  7.4,  the  concentrations  of  oxy¬ 
hemoglobin  and  deoxy-hemoglobin  are  assumed  to  be  50  pM,  which  is  a  typi¬ 
cal  value  in  blood-perfused  tissues.  We  observe  that  the  absorption  coefficients 
reported  in  Fig.  7.4  are  defined  to  base  e,  and  those  for  hemoglobin  refer  to  a 
complete  molecule  (four  heme  groups).  The  so-called  “medical  spectral  window” 
extends  approximately  from  700  to  900  nm,  where  the  absorption  of  light  shows  a 
minimum  (see  Fig.  7.4).  As  a  result,  light  in  this  spectral  window  penetrates  deeply 
into  tissues,  thus  allowing  for  noninvasive  investigations.  The  optical  penetration 
depth  into  tissues  is  limited,  at  shorter  wavelengths,  by  the  hemoglobin  absorption, 
and  at  longer  wavelengths  by  the  water  absorption.  Other  NIR  absorbers  in  tissues 
that  may  be  important  in  particular  cases  include  myoglobin,  cytochrome  oxidase, 
melanin,  and  bilirubin. 

The  absorption  properties  of  tissue  are  described  by  the  absorption  coefficient 
(Pa),  which  is  defined  as  the  inverse  of  the  average  photon  path  length  before  ab¬ 
sorption.  From  this  definition,  it  follows  that  l/p^  is  the  average  distance  traveled 
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Figure  7.4  Absorption  spectra  of  the  three  dominant  nearrinfrared  chromophores 
in  tissues,  namely  oxy-hemoglobin  (Hb02),  deoxy-hemoglobin  (Hb),  and  water 
(H2O).  The  absorption  coefficient  is  defined  to  base  e.  The  concentrations  of  Hb 
and  Hb02  are  both  assumed  to  be  50  pM,  a  typical  value  for  blood-perfused  tis¬ 
sues.  These  spectra  are  obtained  from  compiled  absorption  data  for  water^^  and 
hemoglobin. 

by  a  photon  before  being  absorbed.  In  the  NIR,  typical  values  of  in  tissues  range 
from  0.02  to  0.30  cm“^  The  photon  mean  free  path  for  absorption  thus  ranges  be¬ 
tween  about  3  and  50  cm. 

7.4. 1.2  Scattering 

The  scattering  properties  are  determined  mainly  by  the  size  of  the  scattering  par¬ 
ticles  relative  to  the  wavelength  of  light,  and  by  the  refractive  index  mismatch 
between  the  scattering  particles  and  the  surrounding  medium.  In  biological  tissues, 
the  scattering  centers  are  cells  and  cellular  organelles.  In  the  medical  spectral  win¬ 
dow  (700-900  nm),  cellular  organelles  have  dimensions  comparable  to  the  wave¬ 
length,  and  their  index  of  refraction  is  relatively  close  to  that  of  the  cytosol  and 
extracellular  fluid.  As  a  result,  light  scattering  in  tissue  is  mainly  forward  directed 
(i.e.,  the  scattering  angle  y  introduced  in  Section  7.3.2  is  less  than  90  deg)  and 
shows  a  weak  wavelength  dependence. 

As  discussed  in  Sections  7.3. 1  and  7.3.5,  the  scattering  properties  of  tissues  are 
described  by  two  parameters:  (1)  the  scattering  coefficient  (p^),  defined  as  the  in¬ 
verse  of  the  average  photon  path  length  between  successive  scattering  events;  and 
(2)  the  average  cosine  of  the  scattering  angle  (/i  =  (cosy)).  From  the  definition 
of  Pj,  it  follows  that  l/p^  is  the  average  distance  traveled  by  a  photon  between 
successive  scattering  events,  as  shown  by  Eq.  (7.28).  Even  though  each  scattering 
event  is  mainly  forward  directed,  after  a  number  of  collisions  a  photon  loses  mem¬ 
ory  of  its  original  direction  of  propagation.  Under  these  conditions,  we  can  say  that 
the  photon  has  experienced  an  effectively  isotropic  scattering  event.  As  discussed 
in  Section  7.3.5,  the  reduced  scattering  coefficient  [p'  =  (1  —  /i)Pj]  represents 
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the  inverse  of  the  average  distance  over  which  the  direction  of  propagation  of  a 
photon  is  randomized.  In  other  words,  we  can  say  that  1/p.'  is  the  average  distance 
between  effectively  isotropic  scattering  events.  Note  that  p'  coincides  with  p^  in 
the  case  of  isotropic  scattering  (/i  =  0).  Typical  values  of  p'  in  biological  tissues 
range  from  2  to  20  cm“^  while  /i  is  typically  0.8-0.9  (so  that  p'  is  about  one 
order  of  magnitude  smaller  than  p^).'^  The  average  distance  traveled  by  a  photon 
in  tissues  before  losing  memory  of  its  initial  direction  of  propagation  is  typically  a 
few  millimeters  or  less. 

7.4.2  Absorption  spectroscopy  of  tissues 

Since  p'  is  typically  much  larger  than  p<i,  NCR  light  propagation  in  tissue  is  dom¬ 
inated  by  scattering.  This  is  one  of  the  conditions  discussed  in  Section  7.3.6  for 
the  validity  of  the  diffusion  equation  [Eq.  (7.39)].  The  frequency-domain  solution 
given  by  Eq.  (7.42)  provides  a  quantitative  description  of  photon  migration  in  an 
infinite  medium  with  uniform  optical  properties.  However,  biological  tissues  are 
neither  infinite,  nor  homogeneous.  With  regard  to  tissue  inhomogeneity,  Eq.  (7.42) 
is  a  reasonable  approximation  as  long  as  the  characteristic  size  of  the  tissue  in¬ 
homogeneities  (for  instance,  muscle  fibers,  blood  vessels,  etc.)  is  small  compared 
with  the  source-detector  separation.  A  second  problem  is  determined  by  the  bound¬ 
ary  conditions  that  are  associated  with  the  finite  volume  of  the  investigated  tissue. 
In  a  reflectance  geometry,  where  the  source  and  the  detector  are  located  on  the 
same  side  of  the  tissue,  one  typically  applies  the  semi-infinite  boundary  condition. 
This  condition  implies  that  the  tissue  acts  as  an  effective  half-space,  which  is  a  rea¬ 
sonable  assumption  if  the  tissue  depth  is  greater  than  the  optical  penetration  depth 
(which  is  typically  on  the  order  of  2-3  cm  or  less).  This  assumption  is  not  valid  in 
a  transmission  geometry  (where  the  source  and  the  detector  are  located  on  oppo¬ 
site  sides  of  the  tissue),  or  in  the  case  of  a  small  tissue  volume.  In  these  cases,  the 
application  of  more  appropriate  boundary  conditions  (such  as  a  slab,  cylinder,  or 
sphere)  may  be  needed.^^ 

Tissue  spectroscopy  aims  at  determining  certain  properties  of  the  investigated 
tissue  volume  (for  example,  the  oxygenation  or  the  hemoglobin  concentration  of 
a  muscle)  on  the  basis  of  measurement  of  the  optical  properties  (absorption  and 
scattering)  of  the  tissue.  Since  the  absorption  coefficient  of  tissues  is  due  to  a  num¬ 
ber  of  Chromophores  (oxy-hemoglobin,  deoxy-hemoglobin,  water,  cytochrome  ox¬ 
idase,  melanin,  bilirubin,  lipids,  etc,),  multiwavelength  measurements  have  been 
employed  to  determine  the  relative  contributions  of  each  chromophore.  The  basic 
idea  is  that  the  contribution  to  Pa  from  the  i-th  chromophore  can  be  written  as 
the  product  of  the  extinction  coefficient  (e,  )  times  the  concentration  (C,)  of  that 
chromophore.  As  a  result,  in  the  presence  of  N  chromophores,  the  absorption  co¬ 
efficient  Pa  at  wavelength  kj  is  given  by 

N 

\la(kj)  =  y  ^ Si (kj)Ci . 

/=! 


(7.46) 
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If  the  extinction  spectra  e,-  (A)  of  all  iV  species  are  known,  the  concentrations  Q 
can  be  determined  by  measuring  ]Xa  at  N  or  more  wavelengths,  so  that  the  lin¬ 
ear  system  of  Eq.  (7.46)  is  fully  determined.  This  approach  requires  that  be 
measured  independently  of  p.' .  In  the  frequency  domain,  Eqs.  (7.43)-(7.45),  or  the 
corresponding  equations  for  semi-infinite  or  other  geometries,  can  be  used  to  quan^ 
titatively  measure  pa  and  p.' The  spatial^®  or  the  frequency^^  dependence  of  the 
DG  intensity,  AC  amplitude,  and  phase  can  also  be  used  effectively  for  in-  vivo  tis¬ 
sue  spectroscopy.  It  is  worth  notiiig  that  this  approach  to  tissue  spectroscopy  yields 
quantitative,  absolute  values  of  the  concentration  of  chromophores  in  tissue. 

7.4.3  Near-infrared  tissue  oximetry 

In  many  cases,  the  absorption  spectra  of  tissues  can  be  well  described  by  con¬ 
sidering  only  three  chromophores;  namely,  oxy-hemoglobin,  deoxy-hemoglobin, 
and  water.  For  example.  Fig.  7.5  shows  the  absorption  coefficients  of  human  mus¬ 
cle  (forearm)  and  brain  (forehead)  measured  at  eight  NIR  wavelengths  (squares) 
under  resting  conditions.  The  lines  in  Fig.  7.5  are  the  best  fit  absorption  spectra 
corresponding  to  a  linear  combination  of  the  water,  oxy-hemoglobin,  and  deoxy- 
hemoglobin  extinction  spectra.  The  water  concentration  (by  volume)  is  assumed 
to  be  75%  for  the  muscle,  and  80%  for  the  brain,'^^  whUe  the  concentrations  of 
oxy-hemoglobin  ([Hb02])  and  deoxy-hemoglobin  ([Hb])  are  the  parameters  for 
fit.  The  best  fit  spectra  of  Fig.  7.5  yield  values  of  [Hb02]  and  [Hb]  of  58  pM  and 


Figure  7.5  Quantitative  absorption  spectroscopy  of  tissues  in  vivo.^^-^  The 
squares  represent  the  eight-wavelength  spectra  measured  with  frequency-domain 
spectroscopy  in  the  skeletal  muscle  and  in  the  forehead  (according  to  the  label)  of 
human  subjects.  The  lines  are  best  fits  using  a  linear  combination  ofthe  extinction 
spectra  of  oxy-hemoglobin,  deoxy-hemoglobin,  and  water. 
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26  ^M,  respectively,  in  the  muscle,  and  30  |j.M  and  10  p.M,  respectively,  in  the 
brain.  Consequently,  the  measured  hemoglobin  saturation  in  the  muscle  is  69%,^'^ 
while  in  the  brain  it  is  75%.'^^  The  good  fit  between  the  experimental  data  and 
the  three-component  absorption  spectra  indicates  that  oxy-  and  deoxy-hemoglobin 
are  indeed  the  dominant  absorbing  species  over  the  wavelength  range  considered 
(630-840  nm)  (water  absorption  introduces  only  a  relatively  small  correction  at 
these  wavelengths).  This  result  allows  for  measurements  of  the  oxygen  saturation 
of  hemoglobin  in  tissues  using  just  two  wavelengths.  The  possibility  of  using  dual¬ 
wavelength  optical  measurements  for  blood  oximetry  have  been  known  for  a  long 
time,'*^  and  it  is  exploited  by  pulse  oximeters  to  measure  the  arterial  saturation.'^® 
The  novelty  introduced  by  frequency-domain  and  time-domain  spectroscopy  is  the 
capability  of  performing  absolute  tissue  oximetry.^®’'^^ 

The  two  wavelengths  and  A.2  for  near-infrared  oximetry  are  usually  cho¬ 
sen  such  that  A.1  <  Aiso  <  A2,  where  Ajso  is  the  NIR  isosbestic  wavelength  at 
which  the  extinction  coefficients  of  oxy-and  deoxy-hemoglobin  have  the  same 
value  (Aiso  is  about  800  nm  as  can  be  seen  in  Fig.  7.4).  This  choice  maximizes 
the  sensitivity  of  the  optical  measurement  to  changes  in  the  tissue  oxygenation. 
The  measurement  of  Pa  at  two  wavelengths  translates  Eq.  (7.46)  into  a  linear  sys¬ 
tem  of  two  equations  (one  per  each  wavelength)  and  two  unknowns  (namely,  the 
concentrations  of  oxy-hemoglobin  and  deoxy-hemoglobin  in  the  tissue).  Its  so¬ 
lution  gives  the  oxy-  and  deoxy-hemoglobin  concentrations,  which  in  turn  yield 
the  total  hemoglobin  concentration  (THC  =  [Hb02]  +  [Hb])  and  the  tissue  satu¬ 
ration  (St02  =  [Hb02]/THC).  Figures  7.6(a),  (b),  and  (c)  show  typical  traces  of 
total  hemoglobin  concentration  and  tissue  saturation  measured  with  the  frequency- 
domain  tissue  oximeter  described  in  Section  7.2.6  (see  Fig.  7.2).  Panels  (a)  and  (b) 
of  Fig.  7.6  refer  to  measurements  on  the  brachioradialis  muscle  (forearm)  of  a 
human  subject  during  arterial  and  venous  occlusion,  respectively,  while  panel  (c) 
refers  to  a  measurement  on  the  vastus  lateralis  muscle  (thigh)  during  treadmill 
exercise.^® 

The  two  wavelengths  employed  in  this  particular  case  are  758  and  830  nm, 
and  the  acquisition  time  per  data  point  is  1.28  s.  The  traces  appear  in  real  time 
on  the  computer  screen  during  the  examination.  We  stress  again  that  the  y-axes 
for  hemoglobin  concentration  and  saturation  are  quantitative  and  absolute.  Fig¬ 
ure  7.6(a)  shows  that  the  tissue  desaturation  during  ischemia  results  from  a  rate 
of  decrease  of  [Hb02]  that  is  equal  to  the  rate  of  increase  of  [Hb]  (because 
the  total  hemoglobin  concentration  THC  remains  constant  during  ischemia).  The 
rate  of  conversion  of  Hb02  to  Hb  can  be  used  to  quantify  the  muscle  oxygen 
consumption.^ The  main  effect  of  the  venous  occlusion  [Fig.  7.6(b)]  is  to  in¬ 
crease  the  hemoglobin  concentration,  as  a  result  of  blood  accumulation.  In  fact, 
while  the  arterial  inflow  is  unaffected  by  the  venous  occlusion,  the  venous  outflow 
is  blocked.  The  initial  rate  of  increase  of  THC  during  venous  saturation  can  be 
used  to  measure  the  muscle  blood  flow.^®"^^  Figure  7.6(c)  provides  an  example 
of  an  oxygenation  and  hemodynamics  study  in  vivo  during  muscle  exercise,  with 
potential  applications  in  the  area  of  sports  medicine.^® 
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Figure  7.6  Temporal  traces  of  optically  measured  total  hemoglobin  concentration 
(THC  =  [HbOa]  -I-  [Hb])  and  tissue  saturation  (StOi)  in  human  subjects.  The  mea¬ 
surements  were  conducted  on  a  forearm  muscle  during  (a)  arterial  or  (b)  venous 
occlusion,  and  (c)  on  a  calf  muscle  during  treadmill  exercise.  In  panel  (c),  the  step 
function  represent  the  treadmill  speed,  which  was  changed  by  steps  of  1  mph 
every  2  minutes.®°  Running  started  at  a  speed  of  4  mph.  The  frequency-domain 
measurements  allow  for  absolute  y-axis  readings 


Near-infrared  oximetry  lends  itself  to  measurements  on  the  hunian  head  as 
well.  Figure  7.7(a)  shows  the  arrangement  of  optical  fibers  on  the  forehead  of  a 
human  subject.  The  cerebral  oxygenation  may  be  varied  by  changing  the  fraction 
of  oxygen  inspired  by  the  subject.  The  resulting  changes  in  the  cerebral  tissue 
oxygenation  (St02)  are  reported  in  Fig.  7.7(b).  Figure  7.7(b)  also  shows  a  com¬ 
parison  between  two  traces  of  arterial  saturation  (Sa02);  one  is  measured  with  a 
commercial  pulse  oximeter,  while  the  other  is  measured  with  a  frequency-domain 
tissue  oximeter.'^^  Both  instruments  use  the  oscillatory  components  of  the  opti¬ 
cal  signals  at  the  frequency  of  the  heartbeat  (which  are  directly  associated  with 
the  arterial  pulsation,  and  therefore  with  arterial  blood  volume).  The  key  differ- 
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Figure  7.7  (a)  Application  of  optical  fibers  to  the  forehead  of  a  human  subject  for 
frequency-domain  brain  oximetry,  (b)  Temporal  traces  of  arterial  saturation  (SaOa) 
measured  systemically  (on  a  finger)  by  a  pulse  oximeter  and  locally  (on  the  fore¬ 
head)  by  a  frequency-domain  oximeter  that  also  measured  the  cerebral  tissue  sat¬ 
uration  (St02).'*®  The  fraction  of  oxygen  inspired  by  the  subject  was  varied  between 
21%  and  10%  (by  volume)  as  indicated  in  the  figure. 


ence  is  that  while  the  pulse  oximeter  applies  an  empirical  calibration  to  translate 
the  pulsatile  components  of  the  optical  densities  into  a  reading  of  arterial  satura¬ 
tion,  the  frequency-domain  oximeter  directly  measures  the  pulsatile  components 
of  the  absorption  coefficients  and  quantifies  the  arterial  saturation  by  applying 
Eq.  (7.46).^^^ 

The  lack  of  discomfort  associated  with  near-infrared  measurements  in  vivo,  and 
their  noninvasive  character,  renders  near-infirared  tissue  oximetry  a  suitable  tech¬ 
nique  for  newborn  infants.  For  instance.  Fig.  7.8  shows  a  comparison  between  the 
systemic  reading  of  arterial  saturation  (with  a  pulse  oximeter  attached  to  a  toe),  and 
the  cerebral  oxygenation  measured  locally  with  a  frequency-domain  tissue  oxime¬ 
ter.  In  this  case,  the  decrease  in  the  measured  oxygenation  was  induced  by  a  con- 
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Figure  7.8  Frequency-domain,  near-infrared  oximetry  of  the  newborn  infant  brain, 
(a)  Photograph  showing  the  application  of  a  fiexible  optical  probe  to  the  infant’s 
head,  (b)  Temporal  traces  of  cerebral  tissue  saturation  (St02)  measured  with 
frequency-domain  optical  oximetry,  and  systemic  arterial  saturation  (Sa02)  mea¬ 
sured  with  a  pulse  oximeter  at  an  infant’s  toe.  Deoxygenation  is  achieved  by 
a  controlled  reduction  in  the  fraction  of  inspired  oxygen  (in  collaboration  with 
G.  P.  Donzelli  and  S.  Pratesi,  University  of  Florence,  Italy). 


trolled  decrease  in  the  fraction  of  inspired  oxygen.  The  arterial  saturation  and  the 
cerebral  saturation  show  a  qualitatively  similar  trend.  However,  a  local  cerebral  de¬ 
oxygenation  would  be  detected  only  by  the  NIR  cerebral  measurement.  The  manual 
application  of  the  optical  probe  shown  in  Fig.  7.8(a)  can  be  replaced  by  a  flexible 
headband^^’^*  or  by  an  infant  cap  for  continuous  long-term  monitoring. 

7.4.4  Measurements  OF  OPTICAL  SCATTERING  IN  TISSUES 

Traditionally,  optical  studies  have  been  targeted  at  measurements  of  the  absorption 
properties  of  tissues.  The  strong  scattering  of  light  m  tissue  constitutes  a  com¬ 
plication  in  quantitative  absorption  spectroscopy.  However,  it  has  recently  been 
suggested  that  the  reduced  scattering  coeflBcient  itself  may  provide  information 
about  physiologically  relevant  parameters.  For  instance,  it  has  been  shown  that 
mitochondria  are  the  main  source  of  light  scattering  in  the  liver,  and  possibly  in 
other  tissues  as  well.^^  Since  a  number  of  metabolic  processes  related  to  cellular 
respiration  occur  in  the  mitochondria,  the  reduced  scattering  coefficient  may  be 


432 


Chapter  7 


related  to  the  cellular  activity  and  viability.  Furthermore,  some  studies  have  shown 
a  correlation  between  blood  glucose  concentration  and  the  reduced  scattering  co¬ 
efficient  of  tissue.®^®^  This  correlation  is  suggested  by  the  fact  that  the  scatter¬ 
ing  properties  of  tissues  depend  on  the  mismatch  between  the  refractive  indices 
of  the  scattering  centers  (cells,  cellular  organelles)  and  the  host  medium  (extra¬ 
cellular  fluid,  cytosol).  Since  the  index  of  refraction  of  the  extracellular  fluid  is 
sensitive  to  glucose  concentration,  it  is  a  plausible  hypothesis  that  p'  would  be 
affected  by  the  blood  glucose  concentration.  In-vitro  studies  have  predicted  that 
the  sensitivity  of  p'  to  the  blood  glucose  level  should  be  adequate  to  monitor 
glucose  concentrations  within  the  physiological  range^^  (80-120  mg/dl  in  blood). 
This  prediction  is  confirmed  by  Fig.  7.9,  which  shows  a  trace  of  p'  measured  by 
frequency-domain  NIR  spectroscopy  on  the  thigh  muscle  of  a  healthy  26-year-bld 
male  subject  during  a  glucose  tolerance  test.®^  The  reduced  scattering  coefficient 
decreases  as  the  blood  glucose  increases,  because  of  the  glucose-induced  reduction 
in  the  refractive  index  mismatch  between  the  scattering  centers  and  the  host  fluid. 
However,  this  kind  of  measurement  yields  only  a  relative  determination  of  glucose 
concentration. 

Furthermdre,  there  are  a  number  of  additional  factors,  such  as  changes  in  tem¬ 
perature  and  pH,  that  yield  variations  in  p'  that  compete  with  the  glucose-induced 
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Figure  7.9  Comparison  between  the  blood  glucose  concentration  dynamics  and 
the  temporal  evolution  of  the  reduced  scattering  coefficient  (p')  measured  on  the 
thigh  muscle  by  frequency-domain  spectroscopy  during  a  glucose  tolerance  test.®'' 
The  diffusion  model  is  not  able  to  separate  p'  from  the  refractive  index  n  of  the 
tissue  [in  Eq.  (7.42)  n  and  p'  are  coupled  in  the  expression  for  D  —  u/[3(p'  -f  Po)]  = 
c/(3np'),  where  c  is  the  speed  of  light  in  vacuum],  so  that  the  y-axis  reports  the 
product  «p'. 
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effects.  Theoretical  and  experimental  studies  of  the  optical  properties  of  the  human 
sclera  (the  white  outer  coat  enclosing  the  eyeball)  have  also  shown  a  significant 
scattering  change  induced  by  glucose  and  by  other  osmotically  active  species.^^ 
While  the  monitoring  of  glucose  concentration  by  NIR  spectroscopy  is,  at  the 
present  stage  of  development,  far  from  being  clinically  applicable,  it  nevertheless 
points  out  the  diversity  of  potential  diagnostic  applications  of  medical  optics. 

7.5  Optical  Imaging  of  Tissues 
7.5.1  General  CONCEPTS 

Optical  imaging  relies  on  its  sensitivity  to  optical  properties  of  tissues,  namely  ab¬ 
sorption  and  scattering.  Consequently,  the  contrast  in  NIR  imaging  originates  from 
spatial  variations  in  the  optical  absorption  and  scattering  properties  of  the  tissue. 
These  spatial  variations  can  be  due  to  a  local  change  in  hemoglobin  concentration 
or  saturation  (for  instance,  a  hematoma  or  heterogeneous  vascularization,  blood 
flow,  or  oxygenation),  a  localized  change  in  the  tissue  architecture  (for  example, 
a  result  of  microcalcifications),  or  the  concentration  of  cellular  organelles.  In  any 
case,  NIR  imaging  is  sensitive  to  physical  properties  of  tissues  that  are  different 
than  those  probed  by  current  diagnostic  imaging  modalities  such  as  x-ray  tomog¬ 
raphy  (mass  density,  atomic  number),  ultrasound  (acoustic  impedance),  magnetic 
resonance  imaging  (proton  density,  nuclear  relaxation  times),  and  positron  emis¬ 
sion  tomography  (accumulation  of  a  radioactive  tracer).  In  this  sense,  NIR  imaging 
is  not  necessarily  an  alternative  to  these  imaging  modalities  but  could  constitute  an 
adjunct  technique  that  complements  existing  methods.  We  point  out  here  that  the 
promise  of  optical  tomography  is  not  in  achieving  a  high  spatial  resolution  (which 
is  intrinsically  limited  by  the  diffusive  nature  of  light  propagation  in  tissues),  but 
rather  in  achieving  high  contrast  and  specificity. 

NIR  tissue  imaging  aims  at  generating  spatial  maps  that  display  either  struc¬ 
tural  or  functional  properties  of  tissues.  Since  optical  imaging  studies  the  spatial 
distribution  of  the  optical  properties,  Eq.  (7.39)  must  be  replaced  with  the  difesion 
equation  for  inhomogeneous  media: 

'\ 

dU(r,t) 

-  V .  D(r)VU(r,  t)  -F  uM^(r)f/(r,  t)  =g(r,  t).  (7.47) 

Equation  (7.47)  can  be  used  to  solve  the  forward  problem,  which  consists  of  find¬ 
ing  the  photon  density  U  (r,  0  corresponding  to  a  given  spatial  distribution  of  the 
optical  properties  and  of  the  photon  sources.  Analytical  solutions  of  Eq.  (7.47) 
are  available  only  for  a  few  inhomogeneous  cases  such  as  those  of  spherical^^ 
and  cylindrical^  inclusions.  For  arbitrary  inhomogeneous  cases,  Eq.  (7.47)  can  be 
solved  using  numerical  methods  such  as  the  finite-difference  method  (FDM)^^  or 
the  finite-element  method  (FEM).^^  Alternatively,  a  perturbation  expansion  in  Pa 
and  D  leads  to  a  solution  of  Eq.  (7.47)  in  terms  of  a  volume  integral  involving 
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the  appropriate  Green’s  function.^^’^®  Besides  using  diffusion  theory,  the  case  of 
inhomogeneous  media  can  also  be  treated  with  stochastic  methods  such  as  Monte 
Carlo  simulations^^’’®  or  lattice  random  walk  models 

The  goal  of  imaging  is  to  solve  the  inverse  problem,  which  consists  of  deter¬ 
mining  the  spatial  distribution  of  and  D  (or  and  p')  within  a  volume  V* 
from  optical  measurements  at  the  boundary  of  V.  Perturbation  methods  linearize 
the  problem  by  keeping  only  the  line^  term  in  an  expansion  of  the  change  in  the 
measured  quantities  induced  by  a  perturbation  in  the  optical  properties.  The  in¬ 
verse  problem  reduces  to  inverting  the  Jacobian  (i.e.,  the  first  derivative)  matrix  of 
the  measured  quantities  with  respect  to  the  optical  properties.  The  Jacobian  ma¬ 
trix  can  be  estimated  using  a  Monte  Carlo”  or  an  analytical®’’®®  model.  The  main 
practical  disadvantage  of  the  perturbation  method  is  that  it  requires  a  difference 
between  measurements  with  and  without  the  perturbation.  For  in  vivo  applications, 
this  is  sometimes  impractical,  save  the  cases  of  dynamical  perturbations  such  as 
those  induced  by  evoked  cerebral  activity  or  by  the  injection  of  optical  contrast 
agents.’® 

Nonlinear  approaches  are  based  on  minimization  of  the  distance  (in  measure¬ 
ment  space)  between  the  measured  data  and  the  projection  of  the  distribution  of 
optical  properties  onto  the  measurement  space  (according  to  the  forward  problem). 
The  minimization  process  involves  repeated  iterations,  so  the  computational  speed 
of  the  forward  model  is  a  relevant  factor.  One  example  of  a  nonlinear  approach  is 
the  Newton-Raphson  scheme  for  minimization,  which  has  been  used  in  conjunction 
with  an  FEM  forward  model  to  do  optical  tomography.’*^’®  The  above-mentioned 
methods  usually  require  relatively  long  computation  times  that  render  them  unsuit¬ 
able  for  real-time  imaging.  For  applications  where  real-time  information  is  impor¬ 
tant,  simplified  algorithms  based  on  back  projection”"’^  or  on  direct  projection  for 
2D  mapping®®  have  been  proposed.  A  recent  and  comprehensive  review  of  medical 
optical  imaging  can  be  found  in  Ref  [30]. 

7.5.2  Noninvasive  optical  imaging  of  the  human  brain 

7.5.2.1  Detection  of  intracranial  hematomas 

Several  studies  have  demonstrated  that  near-infrared  light  propagates  through  the 
intact  skull.®^"®®  One  technique  using  continuous-wave  (CW)  light  (wavelength: 
760  nm,  source-detector  separation:  3.5  cm)  has  been  used  to  detect  intracranial 
hematomas  in  head-injured  patients.®**  This  is  based  on  the  fact  that  there  is  a 
greater  concentration  of  hemoglobin  in  a  hematoma  with  respect  to  normal  brain 
tissue,  resulting  in  a  higher  absorption  of  NIR  light.  A  significant  asymmetry  be¬ 
tween  the  optical  signals  collected  over  the  two  hemispheres  will  indicate  a  condi¬ 
tion  that  could  possibly  be  related  to  the  presence  of  a  hematoma.  This  technique  is 
not  aimed  at  displaying  optical  images  of  the  brain.  Rather,  it  involves  a  compari¬ 
son  of  optical  measurements  at  two  different  brain  locations.  In  this  sense,  although 
this  is  not  a  true  imaging  technique,  spatially  resolved  measurements  are  involved. 


Frequency-Domain  Techniques  for  Tissue  Spectroscopy  and  Imaging 


435 


AnoAer  approach,  using  a  hybrid  of  CW  and  frequency-domain  techniques  has 
been  employed  to  perform  real-time  imaging  (image  acquisition  rate:  5.2  Hz)  of  an 
experimental  brain  hemorrhage  in  a  piglet  model.®^  Figure  7.10  shows  the  opti¬ 
cal  image  recorded  noninvasively  through  the  intact  scalp  and  skull  immediately 
following  the  subcortical  injection  (depth  of  injection:  1.2  cm)  of  0.5  cc  of  autol¬ 
ogous  blood.  In  Fig.  7.10,  a  photograph  of  a  brain  slice  obtained  after  autopsy  is 
superimposed  to  the  near-infrared  image  to  show  the  geometrical  relationship  be¬ 
tween  the  optical  image  and  the  piglet  brain.  The  optical  image  was  obtained  by 
linearly  combining  the  readings  from  10  source-detector  pairs  according  to  a  lin¬ 
ear  back-projection  scheme.®^  While  this  scheme  is  computationally  fast,  it  does 
not  lead  to  quantitative  readings,  so  that  the  absorption  scale  in  Fig.  7.10  is  quali¬ 
tative  (i.e.,  the  image  gives  reliable  spatially  resolved  information  on  whether  the 
absorption  increases  or  decreases,  but  the  absorption  changes  are  not  accurately 
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Figure  7.10  Optical  absorption  image  of  a  4  x  4  cm^  area  of  the  piglet  brain,  mea¬ 
sured  non-invasively  immediately  after  the  subcortical  injection  of  0.5  cc  of  blood.®® 
The  injection  site  is  indicated  by  the  white  circle.  A  picture  of  a  brain  slice  taken 
after  autopsy  is  superimposed  to  the  optical  image  to  show  the  geometrical  rela¬ 
tionship  between  the  imaged  area  and  the  piglet  brain.  One  can  see  the  increased 
optical  absorption  over  the  area  surrounding  the  injection  site,  which  corresponds 
to  the  subcortical  hemorrhage. 
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quantified).  The  lack  of  quantitative  capabilities  in  optical  imaging  of  tissues  is  a 
general  shortcoming  of  back-projection  schemes. 

7.5.2.2  Functional  imaging  of  the  brain 

The  relationship  between  neuronal  activation  and  local  cerebral  hemodynamics 
is  provided  by  neurovascular  coupling.®^’^^  In  the  brain,  local  blood  flow  is  con¬ 
tinuously  adjusted  according  to  functional  activity  and  metabolic  demand.  This 
adjustment  occurs  due  to  the  vasomotor  action  of  the  cerebral  arteries  and  arteri¬ 
oles.  Both  of  the  leading  methods  in  functional  neuroimaging,  positron  emission 
thbmography  (PET)  and  functional  magnetic  resonance  imaging  (fMRI),  use  neu¬ 
rovascular  coupling  to  asses  brain  activity.  Electro-encephalography  (EEG)  and 
magneto-encephalography  (MEG),  on  the  other  hand,  can  measure  the  fast  (la¬ 
tency:  50-100  ms)  electrical  and  magnetic  signals  directly  related  to  neural  acti¬ 
vation.  The  spatial  localization  of  the  signals  detected  by  EEG  and  MEG  is  prob¬ 
lematic,  however,  because  these  techniques  are  sensitive  to  the  whole  brain.  Near- 
infrared  (NIR)  imaging  shows  promise  of  being  a  unique  technique,  since  it  is  the 
only  existing  modality  that  is  sensitive  to  both  ends  of  the  neurovascular  coupling, 
namely  the  neuronal  activity  and  the  vascular  response.  Iri  vitro  optical  measure¬ 
ments  on  neurons  have  shown  that  neuronal  activity  is  associated  with  an  increase 
in  light  scattering,  induced  by  a  change  in  the  index  of  refraction  of  the  neuronal 
membranes.®^’*^  In  the  last  few  years,  several  attempts  have  been  made  to  measure 
such  light  scattering  changes  in  human  subjects  in  vivo  and  noninvasively.  Using  a 
frequency-domain  system,  G.  Gratton  et  al.^°  have  reported  a  transient  increase  in 
the  pathlength  of  light  in  the  visual  cortex  with  a  latency  of  50-100  ms  following 
the  onset  of  visual  stimulation.  This  signal  shows  a  time  course  consistent  with  the 
electrophysiological  response  measured  with  EEG. 

It  has  been  proven  that  the  hemodynamic  changes  monitored  with  NIR  spec¬ 
troscopy  correlate  with  the  activation  state  of  the  cortex  in  response  to  a  stimu¬ 
lus.  In  fact,  studies  combining  PET  and  fMRI  with  NIRS  were  able  to  demon¬ 
strate  that  the  optically  measured  oxy-  and  total  hemoglobin  changes  correspond 
to  regional  cerebral  blood  flow  increases  as  measured  by  PET,®  *’92  y^^hereas  deoxy¬ 
hemoglobin  changes  correspond  to  the  BOLD  signal  measured  by  fMRl.®^’®'*  The 
circulatory  effect  of  functional  activation  is  an  increase  in  cerebral  blood  flow 
(CBF)  (higher  blood  volume  and  blood  velocity)  resulting  from  an  increase  in  oxy¬ 
gen  consumption.  An  increase  in  CBF  that  overcompensates  the  increase  in  oxygen 
consumption  accounts  for  the  observed  decrease  in  the  cerebral  deoxy-hemoglobin 
concentration.®^ 

Local  cerebral  studies  are  just  a  first  step  toward  optical  brain  imaging.  The  key 
to  functional  brain  imaging  is  a  fast  acquisition  rate,  which  is  required  by  the  rela¬ 
tively  short  latency  of  the  neural  activation  (~0.1  s)  and  the  evoked  hemodynamic 
signal  (1-5  s).  For  structural  brain  imaging,  the  requirement  of  a  fast  acquisition 
time  is  not  as  important  as  for  functional  imaging.  Several  groups  have  reported 
noninvasive  optical  brain  imaging  with  acquisition  times  per  image  of  3-5  s,®®’®’ 
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<30  2.5  several  hours,^^’^®  and  not-quantified  “slow  data  acquisition 

rate”ioo  “long  measurement  times.”^'*^  Faster  optical  imaging  approaches,  suit¬ 
able  for  ndhinvasive  functional  brain  imaging,  have  been  reported  recently  with 
bnage  acquisition  times  of  500  ms*®^  and  160  ms.^®  Noninvasive  optical  studies  of 
the  brain  are  reviewed  in  Ref.  [102]. 

Figure  7.1 1  shows  the  results  of  a  functional  brain  imaging  study  that  used  a 
multichannel  freqiiency-domaih  optical  instrument  (a  modified  version  of  Model 
No.  96208,  ISS,  Inc.,  Champaign,  IL,  shown  in  Fig.  7.2).^^  The  optically  mea¬ 
sured  maps  of  cerebral  deoxy-hemoglobin  concentration  show  the  activated  cor¬ 
tical  area  during  voluntary  hand  tapping.  Image  reconstruction  was  based  on  a 
linear  superposition  of  the  optical  signals  from  10  source-detector  pairs.  The  fast 
image  acquisition  rate  (6.25  Hz)  leads  to  online,  continuous  optical  mapping  of 
the  cerebral  cortex  during  the  examination.  Figure  7.11  shows  one  optical  im¬ 
age  every  10  measurements  (i.e.,  every  1.6  s)  for  space  reasons.  The  real-time 
movie  of  the  cerebral  activation  recorded  with  near-infrared  imaging  can  be  viewed 
in  Ref.  [79]. 

Currently,  most  optical  functional  studies  of  the  brain  have  been  based  on 
continuous-wave  (CW)  spectroscopy.  Even  Fig.  7.11  shows  results  based  on  the 
DC  component  of  the  measured  amplitude-modulated  signal.  The  reason  for  the 
more  common  use  of  CW  data  in  optical  brain  imaging  is  twofold.  (1)  The  study 
of  cerebral  activation  requires  the  measurement  of  changes  in  the  optical  signals 
that  correlate  with  brain  activity.  Therefore,  even  relative  readings,  i.e.,  changes 
from  an  arbitrary  initial  value,  yield  meaningful  information.  (2)  The  absolute 
measurement  capability  afforded  by  time-resolved  methods  requires  the  applica¬ 
tion  of  a  physical  model  for  light  propagation  inside  tissues.  An  accurate  model 
for  the  highly  inhomogeneous  and  geometrically  irregular  case  of  the  human  head 
is  yet  to  be  achieved.  However,  there  are  a  few  exceptions  to  the  use  of  CW  spec¬ 
troscopy  for  optical  studies  of  the  brain.^^’^^’^®^’*®*  These  studies  show  that  even 
without  absolute  measurements,  time-resolved  data  can  be  extremely  valuable  in 
optical  studies  of  the  human  brain.  In  fact,  the  additional  information  content  of 
time-resolved  data  (the  phase  in  the  frequency-domain,  the  time-of-fiight  distrib¬ 
ution  in  the  time-domain)  may  lead  to  more  effective  approaches  to  human  brain 
studies,  for  instance  by  affording  the  optimization  of  the  spatial  region  of  sensitiv¬ 
ity,  and  the  maximization  of  the  sensitivity  to  localized  absorption  and  scattering 
changes. 

7.5.3  Optical  mammography 

From  a  practical  point  of  view,  the  human  breast  lends  itself  to  near-infrared  tis¬ 
sue  spectroscopy  and  imaging.  In  fact,  it  is  easily  accessible  and  its  relatively  low 
hemoglobin  concentration  (10-20  jxM)^®^’^®®  determines  near-infrared  absorption 
coefficients  (~0.02-0.04  cm“*)  that  account  for  a  deep  optical  penetration  depth 
and  the  optical  transmission  through  the  whole  breast.  Furthermore,  there  is  much 
appeal  in  the  possibility  of  detecting  breast  cancer  using  a  noninvasive  method  that 
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Figure  7.11  Real-time,  noninvasive  functional  imaging  of  the  brain  using  near- 
infrared  light/®  The  schematic  diagram  of  the  head  shows  the  locations  of  the 
illuminating  optical  fibers  (eight  small  circles)  and  the  collecting  optical  fibers  (two 
large  circles).  A  linear  back-projection  scheme  reconstructs  an  optical  image  of  the 
4x9  cm^  area  indicated  by  the  rectangle.  The  motor  cortex  activation  is  induced  by 
voluntary  hand  tapping.  The  sequence  of  optical  images  of  the  brain  collected  over 
a  period  of  20  s  is  shown  to  the  left  (the  sequence  actually  shows  one  image  every 
ten  images  acquired,  as  the  image  acquisition  time  was  160  ms  per  image).  One 
can  see  the  localized  decrease  in  the  cerebral  deoxy-hemoglobin  concentration 
observed  during  hand  tapping,  and  the  recovery  following  the  end  of  hand  tapping. 
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does  not  involve  ionizing  radiation.  The  optical  detection  of  breast  cancer  may  rely 
on  the  perturbations  induced  by  cancer  on  the  host  tissue  rather  than  on  a  direct 
detection  of  optical  signatures  associated  with  cancer  cells.^®^  These  perturbations 
include  angiogenesis, alterations  to  the  blood  flow  and  oxygenation,^®^  and 
fibroblast  proliferation,^®^  which  may  yield  modifications  to  toe  optical  scattering 
and  absorption  properties.  However,  it  is  not  known  whether  these  cancer-induced 
optical  perturbations  can  lead  to  an  effective  optical  approach  to  breast  cancer  de¬ 
tection  over  toe  wide  range  of  cases  observed  in  toe  clinical  and  screening  practice 
(different  types  and  stages  of  cancer,  various  benign  tumors,  different  levels  of  tis¬ 
sue  heterogeneity,  etc.).  In  vitro  optical  studies  of  normal  and  diseased  breast  tis¬ 
sues  have  not  found  significant  differences  between  their  optical  properties.^®^’^’^® 
This  result  further  suggests  that  toe  optical  contrast  induced  by  cancer  may  result 
only  from  modifications  to  the  vascularization,  oxygenation,  or  tissue  architecture, 
which  are  significantly  altered  for  toe  measurements  in  vitro.  In  fact,  in  vivo  mea¬ 
surements  have  indicated  that  cancerous  breast  tissue  has  a  significantly  larger  ab¬ 
sorption  coefficient  and  a  marginally  larger  reduced  scattering  coefficient  with  re¬ 
spect  to  normal  breast  tissue.  Since  it  is  yet  to  be  demonstrated  that  optical 
mammography  can  rely  solely  on  toe  intrinsic  optical  contrast  associated  with  can¬ 
cer,  it  has  recently  been  proposed  to  use  dyes  as  optical  contrast  agents.^^’^  ^"^’**^ 

The  first  clinical  tests  of  breast  transiUumination  for  diagnostic  purposes  were 
performed  by  Cutler  in  1929.**®  This  approach  was  soon  abandoned  because  of 
toe  poor  sensitivity  and  specificity  of  toe  method.  In  toe  1970s  and  1980s,  techni¬ 
cal  developments  led  to  two  new  optical  techniques  called  diaphanography^^^  and 
lightscanning}^^  which  induced  a  renewed  enthusiasm  for  optical  mammography. 
These  approaches  employed  a  broad  beam  of  visible  and  NIR  continuous-wave 
light  that  illuminated  one  side  of  the  breast.  On  toe  opposite  side  of  the  breast,  the 
examiner  visually  inspected  toe  light  transmission  pattern  and  used  a  video  cam¬ 
era  for  image  recording.  The  examination  had  to  be  performed  in  a  dark  room, 
and  toe  examiner’s  eyes  needed  to  be  dark-adapted.  Despite  some  encouraging 
initial  results,**^  several  clinical  studies  conducted  in  toe  late  1980s  have  shown 
that  diaphanography  and  lightscanning  are  inferior  to  x-ray  mammography  both 
as  a  screening  and  as  a  clinical  tool.*^®’*^*  As  a  result,  medical  acceptance  of  di¬ 
aphanography  and  lightscanning  has  been  subdued. 

The  introduction  of  time-resolved  methods  for  tissue  imaging  has  yielded 
new  instrumental  tools  for  optical  mammography.  Furthermore,  the  application 
of  toe  diffusion  equation  [Eq.  (7.47)]  provides  a  mathematical  model  that  al¬ 
lows  for  a  more  rigorous  approach  to  optical  mammography  with  respect  to  toe 
mainly  empirical  studies  of  toe  past.  As  a  result,  new  time-domain^^’* *^’*^^“*^ 
and  frequency-domain**’*®®’**^’*^®"*^®  approaches  for  optical  mammography  have 
recently  been  developed.  Siemens  AG,  Medical  Engineering  (Erlangen,  Germany) 
has  recently  designed  and  clinically  tested  a  frequency-domain  prototype  for  op¬ 
tical  mammography.*^^  Figure  7.12  shows  a  block  diagram  of  this  prototype  and 
two  representative  optical  mammograms  obtained  on  a  patient  affected  by  breast 
cancer.  The  optical  mammograms  shown  in  Fig.  7.12  are  2D  projection  images  ob- 
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Figure  7.12  (a)  Schematic  diagram  of  the  prototype  for  frequency-domain 
(70  MHz)  optical  mammography  developed  by  Siemens  AG,  Medical 
Engineering. The  slightly  compressed  breast  is  optically  scanned  to  ob¬ 
tain  2D  projection  images  at  four  wavelengths  (690,  750,  788,  and  856  nm).  The 
optical  detector  is  a  photomultiplier  tube  (PMT).  The  scanning  time  is  about  2 
minutes  per  image.  The  optical  image  of  the  breast  is  displayed  in  real  time  during 
the  examination,  (b)  Craniocaudal  (cc)  and  oblique  (ob)  views  of  the  left  (L)  breast 
of  a  72-year-old  patient  (patient  No.  197)  affected  by  invasive  ductal  carcinoma. 
Cancer  size  is  2.5  cm.  The  cancer,  indicated  by  arrows,  appears  with  high  contrast 
in  both  views  of  the  breast.  The  imaged  parameter  (A^  at  690  nm)  is  related  to  the 
optical  absorbance  of  breast  tissue,®®  so  that  the  higher  value  of  N  at  the  cancer 
location  indicates  a  higher  optical  absorption  with  respect  to  healthy  tissue. 


tained  by  scanning  two  collinear  optical  fibers  (one  for  illumination,  one  for  light 
collection)  placed  on  the  opposite  sides  of  the  slightly  compressed  breast.  The 
total  time  required  to  scan  the  breast  is  2-3  min.  The  frequency-domain  optical 
data  have  been  processed  with  an  algorithm  designed  to  enhance  tumor  contrast 
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by  minimizing  the  effects  of  the  breast  geometry  on  the  optical  data.*®  As  in  x-ray 
mammography,  the  breast  is  imaged  in  two  directions,  leading  to  a  craniocaudal 
(cc)  and  an  oblique  (ob)  view.  Figure  7.12  shows  that  breast  cancer  can  be  de¬ 
tected  with  excellent  contrast  using  optical  methods.  However,  optical  mammog¬ 
raphy  still  needs  to  improve  its  performance  in  the  detection  of  small  tumors  and 
in  the  discrimination  between  malignant  tumors  and  benign  breast  lesions.  A  pre¬ 
liminary  analysis  based  oh  the  criterion  that  an  optical  mammogram  is  positive  if  it 
shows  a  region  of  abnormal  absorbance  in  both  the  craniocaudal  and  oblique  views, 
has  led  to  a  sensitivity  (fraction  of  cancerous  breasts  successfully  detected)  of  72% 
and  a  specificity  (fraction  of  noncancerous  breasts  correctly  evaluated  as  nega¬ 
tive)  of  52%  on  a  clinical  population  of  131  patients.^*®  This  result  is  consistent 
with  the  sensitivity  of  73%  obtained  on  69  patients***  with  a  similar  frequency- 
domain  prototype  developed  independently  by  the  research  laboratories  of  Carl 
Zeiss  (Oberkochen,  Germany).**^  It  must  be  stressed  that  these  results,  which  are 
based  on  optical  mammograms  like  the  ones  shown  in  Fig.  7. 12(b),  rely  on  2D  pro¬ 
jection  data  at  a  single  wavelength.  The  potential  of  optical  mammography  goes 
beyond  these  capabilities,  so  that  there  are  a  number  of  possibilities  for  developing 
more  effective  approaches.  For  instance,  testing  nonplanar  geometries  without  (or 
with  minimal)  breast  compression,  exploiting  the  spectral  information,  quantify¬ 
ing  and  discriminating  the  breast  absorption  and  scattering  coefficients,  achieving 
a  true  2D  or  3D  spatial  reconstruction  of  the  breast  optical  properties,  performing 
oxygenation  or  blood  flow  imaging,  and  developing  imaging  approaches  based  on 
dynamic  perturbations  (such  as  periodic  light  compression  and  decompression  of 
the  breast),  are  some  of  the  areas  currently  under  investigation  by  research  groups 
worldwide. 

7.6  Future  Directions 

The  key  difference  between  continuous-wave  and  frequency-domain  spectroscopy 
is  the  phase  measurement  capability  afforded  by  the  frequency-domain.  For  optical 
studies  of  tissues,  the  phase  information  can  be  exploited  in  at  least  two  ways. 

First,  by  combining  the  phase  measurement  with  the  DC  intensity,  AC  ampli¬ 
tude,  or  modulation  measurement,  one  can  separately  measure  the  absorption  and 
the  reduced  scattering  coefficients  of  tissues.  This  is  of  paramount  importance  for 
quantitative  tissue  spectroscopy,  imaging,  and  oximetry.  In  this  chapter,  we  have 
illustrated  the  capability  of  frequency-domain  spectroscopy  to  quantify  the  absorp¬ 
tion  and  the  reduced  scattering  coefficients  [Figs.  7.3(d),  7.5,  and  7.9],  and  to  per¬ 
form  absolute  tissue  oximetry  (Figs.  7.6-7. 8). 

The  second  relevant  aspect  of  the  phase  measurement  is  that  the  phase  is  sensi¬ 
tive  to  a  different  tissue  volume  with  respect  to  the  DC  intensity  and  AC  amplitude. 
The  region  of  sensitivity  can  be  evaluated  by  the  effect  on  the  measured  quanti¬ 
ties  of  a  small  perfectly  absorbing  object  located  at  r.  In  particular,  the  DC,  AC, 
and  phase  sensitivities  can  be  expressed  by  the  parameters  eDc(r)  =  DC(r)/DCo, 
eAc(r)  =  AC(r)/ACo,  and  eF(r)  =  4>(r)  -  <I>o,  respectively,  where  DCq,  ACq, 
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are  the  measured  values  in  the  absence  of  the  absorbing  object,  and  DC(r),  AC(r), 
<[)  (r)  are  the  measured  values  in  the  presence  of  the  absorbing  object  at  point  r.  The 
theoretical  and  experimental  regions  of  sensitivities  for  the  DC,  AC,  and  phase  are 
illustrated  in  Fig.  7.13  for  an  infinite  medium  (other  conditions  are  listed  in  the 


Figure  7.13  Regions  of  sensitivity  for  the  DC  (panels  (a)  and  (d)),  AC  (panels  (b) 
and  (e)),  and  phase  (panels  (c)  and  (f))  in  an  infinite  medium.  The  source  and  the 
detector  (not  shown)  are  located  respectively  in  (-2,  0)  and  (2,  0).  The  optical 
properties  of  the  medium  are  pa  =  0.03  cm“^  =  19  cm~',  and  the  source 
modulation  frequency  is  120  MHz,  The  gray  scales  represent  the  parameters  epc> 
CAC.  and  ep,  which  are  defined  in  the  text.  The  left  panels  are  theoretical  predictions 
based  on  diffusion  theory,  while  the  right  panels  are  experimental  results.''^^ 
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figure  caption).'^^  Figure  7.13  shows  that  the  DC  and  AC  measurement  are  most 
sensitive  to  the  region  along  the  line  joining  the  source  and  the  detector,  which, 
by  contrast,  is  hot  the  highest  region  of  sensitivity  for  the  phase.  In  a  noninva- 
sive  tissue  measurement,  which  is  better  modeled  by  a  semi-infinite  geometry, 
where  the  illuminating  and  collecting  optical  fibers  are  located  oh  the  tissue/air 
interface,  the  phase  measurement  is  typically  less  sensitive  to  the  superficial  tis¬ 
sue  layer  with  respect  to  the  DC  and  AC  measurements.  As  a  result,  the  phase 
information  may  contribute  to  achieving  depth  discrimination  in  optical  imaging 
of  tissues. 

Future  applications  of  firequency-domain  techniques  to  the  optical  study  of  bi¬ 
ologic^  tissues  will  exploit  the  two  above-mentioned  features,  with  the  objective 
of  developing  innovative  approaches  for  medical  imaging  and  diagnosis. 
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